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OPERATORS SAFETY SUMMARY 

The general safety summary in this part of the summary is for both operating and servicing personnel. Specific warnings and 
cautions will be found throughout the manual where they apply and do not appear in this summary. 


Terms in This Manual 

CAUTION statements identify conditions or practices that 
could result in damage to the equipment or other property. 

WARNING statements identify conditions or practices that 
could result in personal injury or loss of life. 


Grounding the Product 

This product is grounded through the grounding conductor 
of the power cord. To avoid electrical shock, plug the power 
cord into a properly wired receptacle before connecting to 
the product input or output terminals. A protective ground 
connection by way of the grounding conductor in the power 
cord is essential for safe operation. 


Terms as Marked on Equipment 

CAUTION indicates a personal injury hazard not immedi- 
ately accessible as one reads the markings, or a hazard to 
property, including the equipment itself. 


Danger Arising From Loss of Ground 

Upon loss of the protective-ground connection, all accessi- 
ble conductive parts (including knobs and controls that may 
appear to be insulating) can render an electric shock. 


DANGER indicates a personal injury hazard immediately ac- 
cessible as one reads the marking. Use the Proper Power Cord 

Use only the power cord and connector specified for your 
product. 


Synnbols as Marked on Equipment 



This symbol indicates where applicable 
cautionary or other information is to be found. 

Protective ground (earth) terminal. 

ATTENTION — Refer to manual. 


Power Source 

This product is intended to operate from a power source 
that does not apply more than 250 volts rms between the 
supply conductors or between either supply conductor and 
ground. A protective ground connection by way of the 
grounding conductor in the power cord is essential for safe 
operation. 


Use only a power cord that is in good condition. 


Use the Proper Fuse 

To avoid fire hazard, use only a fuse of the correct typ«, 
voltage rating and current rating as specified in the parts list 
for your product. 


Do Not Operate in Explosive Atmospheres 

To avoid explosion, do not operate this product in an explo- 
sive atmosphere unless It has been specifically certified for 

such operation. 


Do Not Remove Covers or Panels 

1 

To avoid personal injury, do not remove the product covers 
or panels. Do not operate product without the covers and 
panels properly installed. 
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SERVICING SAFETY SUMMARY 

FOR QUALIFIED SERVICE PERSONNEL ONLY 

Refer also to the preceding Operators Safety Summary, 


Do Not Service Alone 

Do not perform Internal service or adjustment of this prod- 
uct unless another person capable of rendering first aid and 
resuscitation is present. 


Use Care When Servicing With Power On 

Dangerous voltages exist at several points In this product. 
To avoid personal injury, do not touch exposed connections 
or components while power Is on. 


Disconnect power before removing protective panels, sol- 
dering, or replacing components. 


Power Source 

This product Is intended to operate from a power source 
that does not apply more than 250 volts rms between the 
supply conductors or between either supply conductor and 
ground. A protective ground connection by way of the 
grounding conductor in the power cord is essential for safe 
operation. 
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SPECIFICATION 


INTRODUCTION 

Option 10 to the TEKTRONIX 2445 and 2465 Oscillo- 
scopes adds the hardware and the software that allows 
these instruments to be remotely controlled and queried us- 
ing a standard interface system. The interface implemented 
conforms to the specifications contained in IEEE Standard 
Digital Interface for Prr^rammable Instrumentation 
(ANSI/IEEE Std 488-1978), commonly referred to as the 
General Purpose Interface Bus (GPIB). It also complies with 
a Tektronix Standard relating to GPIB Codes, Formats, 
Conventions and Features. 


The alphanumeric crt readout is used to display mea- 
surement results, diagnostic test messages, exercise mes- 
sages, and calibration messages. Any measurement result 
that is displayed on the crt readout can also be transmitted 
over the GPIB. While the READOUT INTENSITY o^ntrol it- 
self is not GPIB controllable, scale-factor readouts can be 
turned on and off over the bus. 


STANDARD ACCESSORIES 


This manual describes GPIB operational elements only in 
relation to communication between the oscilloscope and the 
remote controller by way of the bus. For complete Informa- 
tion regarding GPIB electrical, mechanical, and functional 
aspects, refer to ANSI/IEEE Std 488-1978, which Is pub- 
lished by: 

The Institute of Electrical and Electronics Engineers, Inc. 

345 East 47th Street 

New York, New York 10017 


In addition to the standard accessories listed in the basic 
oscilloscope manuals, one copy each of the following 
Option 10 accessories is also provided: 


Description 


Part Number 


2445/2465 Option 1 0 Operators Manual 
2445/2465 Option 1 0 Service Manual 
2445/2465 Option 1 0 Reference Guide 


070-4633-00 

070-4640-00 

070-5364-00 


Messages originating from a remote controlling device 
and transmitted over the GPIB perform one of three 
functions: 

1 . Set the oscilloscope operating mode; 

2. Query the state of the oscilloscope; or 

3. Query the results of measurements made. 


All oscilloscope front-panel functions are controllable 
through the GPIB interface, except the power and display 
controls (INTENSITY, BEAM FIND, FOCUS, READOUT IN- 
TENSITY, TRACE ROTATION, ASTIG, SCALE ILLUM, and 
POWER). Structure and format of the commands and que- 
ries executable by the GPIB Option are explained In “Con- 
trolling Oscilloscope Functions Over the GPIB” in Section 2 
of this manual. A listing of command headers and argu- 
ments, along with concise descriptions, is also provided in 
that section. 


STANDARD FUNCTIONS, FORMATS, 
AND FEATURES 

The total interface-function repertoire of an instrument on 
the GPIB, in terms of interface-function subsets, is identiflaJ 
In ANSI/IEEE Std 488-1978. The status of subsets appli- 
cable to 2445 and 2465 Oscilloscopes with Option 10 are 
listed in Table 1-1. 


A Tektronix standard identifies the format and features 
of messages sent over the bus to a>mmunicate with other 
instruments equipped with a GPIB interface. Specific fea- 
tures implemented in the 2445 and 2465 Oscilloscopes are 
listed in Table 1 -2, and specific formats are shown in Table 
1-3. 
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Table 1-1 

ANSI/IEEE Std 488-1978 (QPIB) Functions 


Function 

Description 

j 

SH1 j 

Source Handshake. Complete capability. 

AH1 

Acceptor Handshake. Complete 
capability. 

T6 

Basic Talker. Responds to Serial Poll. 
Unaddress If My Listen Address (MLA) is 
received. 

L3 

Basic Listener. Listen Only. Unaddress if 
My Talk Address (MTA) is received. 

SR1 

Service Request. Complete capability. 

RL1 

Remote-Local. Complete capability. 

DC1 

Device Clear. Complete capability. 

PRO 

Parallel Poll. Does not respond to Parallel 
Poll. 

DTO 

Device Trigger. Does not have Device 
Trigger capability. 

CO 

1 Controller. Does not have Controller 
capabilities. 


NOTE 

Open collector bus drivers (El) are used by this 
instrument 


Table 1-2 

Specific Features Implemented 


Feature 

Description 

Indicators 

REM (remote), SRQ (service request), and 
LOCK (front-panel lockout) indicators are 
included. 

Parameter 

Selection 

Selection is via diagnostic menu and crt 
readout. Nonvolatile storage is in EAROM. 
No hard-wired switches are provided for 
this feature. 

Secondary 

Addressing 

Not implemented. 


Table 1-3 

Specific Format Choices 


Format Parameter 

Description 

Format Characters 

Not transmitted; ignored on 
reception. 

Message Terminator 

Either the End-or-ldentify (EOl) or the 
Line-Feed (LF) mode can be 
selected. 

Measurement 

Terminator 

Follows program message-unit 
syntax, which allows numeric 
characters in headers and alphabetic 
data arguments for reporting. 

Link Data 
(Arguments) 

Used In Listen and Talk modes. 

Instrument 
Identification Query 

Descriptors are added for other 
installed options. 

SETtings Query 

Extended, using LLSet commands, 
to allow block binary response. 

INIt Command 

Causes the oscilloscope to return to 
a power-on condition. All operating 
modes then agree with actual front- 
panel settings. 

Return to Local (rtl) 
Message 

Asserted when any front-panel 
control attempts to change a GPIB- 
controllable function. 

Time/Date 

Commands 

Not Implemented. 

Stored Setting 
Commands 

Not implements. 

Waveform 

Transmission 

Not implemented. 

Device Trigger (DT) 

Not implements. 

Multiple Event 
Reporting 

Not implemented. 

IEEE 728 

Compiiance not intended. 


PERFORMANCE CONDITIONS 

Except as noted In Tables 1-4 and 1-5 of this manual, the 
electrical, environmental, and mechanical characteristics of 
Option 10 instruments (including the performance condi- 
tions) are identical to those specified in the respective 2445 
and 2465 Oscilloscope Operators Manual. 


1-2 







Specification 
2445/2465 Option 10 Service 



TaWe 1-4 

Option 10 Electrical Characteristics 




Characteristics 

Performance 

Requirements 

Vertical Position Accuracy 

Position accuracy is only valid 
when: 

1 . Positioning occurs after a 
BALance command is 
invoked at the ambient 
temperature in which the 
instrument is operating. 

2. The VOLTS/DIV VAR 
control Is In the calibrated 

detent. 

CH 1 , CH 2 (noninverted) 


+ 15°C to +35°C 

±(0.3 div ± 3% of distance 
from center screen in divs ± 
.5 mV/V/DIV setting.) 

CH 2 Inverted 

Add 0.2 div. 

-15°C to +5500 
(excluding +15'’Cto 
+35''C) 

Add 1 .5 mV/V/DIV setting 

CH 3, CH 4 


-15“C to +55°C 

±(0.7 div ± 3% of distance 
from center screen in divs.) 

IEEE 488 Outputs 


Volts Out for True 
(Iq, = 48 mA) 

Max 0.5 V.® 

Volts Out for False 
(Iqp = -5.2 mA) 

Min 2.5 V.® 

Volts Out with Output 

Disabled 

Max 3.7 V, Min 2.5 V.® 

Output Leakage 

Current with 

Power OFF 
(0V<V,^<2.5 V) 

Max 40 ^A.® 

IEEE 488 Inputs 

Max 0.8 V, Min 0 V.® 

Volts In for True 

Volts In for False 

Max 5.5 V, Min 2.0 V.® 

Current in for True 
(V„ = 0.5V) 

Max —0.1 mA.® 

Current in for False 
(V„ = 2.7 V) 

Max 20 /tA.® 


•Performance Requirement not chedced in manual. 
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Option 10 Mechanical Characteristics 


Characteristics 

Description 

Weight 

< 12.0 kg (26.4 lb). 

With Power Cord, 


Cover, 


Pouch, Probes, 


Operators Manual, and 


Options 


Domestic Shipping Weight 

< 17.6 kg (38.8 lb). 
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OPERATING INFORMATION 

CONTROLS, CONNECTORS, AND INDICATORS 


FRONT-PANEL CONTROLS 

Controls used to set up the instrument for GPIB opera- 
tion (i.e., selecting the instrument’s GPIB address, end-of- 
message terminator, and talk/listen mode) are described in 
“GPIB Preparation for Use” in this section. The use of all 
other controls for operating the instrument remains the 
same as explained in the oscilloscope Operators manual. 


REAR PANEL 

See Figure 2-1 for the location of the following connector. 

GPIB CONNECTOfl^ — This connector provides the 
IEEE Std 488-1978 compatible electrical and me- 
chanical (x>nnection to the GPIB. 


INDICATORS 

See Figure 2-2 for the location of the indicators (LOCK, 
SRQ, and REM) added to the front panel above the crt. 

LOCK (Local Lockout) — Illuminates to indicate that 
the Local Lockout universal command has been 
sent over the GPIB. If the instrument has teen ad- 
dressed and the Remote Enable line asserted, the 
front-panel controls, except display and power, will 
be lockte out. 

SRQ (Service Regueet) — Illuminates to indicate 
that the instrument has detected either an error or a 
warning condition and is requesting service by the 
bus controller. 



Figure 2-1. Rear Panel GPIB CONNECTOR. 
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REM (Remote) — Illuminates to show that the instru- 
ment’s GPIB Interface is in a Remote state. The in- 
terface enters a Remote state at the request of the 
bus controller. It leaves the Remote state either at 
the controller’s request or when a GPIB-controliable 
front-panel control is changed while the Instrument 
is not in a Local Lockout state. 


READOUT DISPLAYS 

Readout displays of GPIB-controllable oscilloscope func- 
tions are identical to crt readout displays for non-GPIB- 
equipped instruments. Consult Sections 3 and 6 in the 
oscilloscope Operators manual for readout display informa- 
tion and typical examples. The additional displays associ- 
ated with GPIB functions are illustrated in “Controlling 
Oscilloscope Functions Over the GPIB” in this section. 



Figure 2-2. GPIB STATUS indicators. 
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GPIB PREPARATION FOR USE 


POWER-UP SEQUENCE 

Before Initially turning on power to the instrument, read 
Section 2, “Preparation for Use”, in the oscilloscope Oper- 
ators manual and follow the safety and precautionary in- 
formation described there. 


The power-up tests, automatically performed each time 
the oscilloscope is turned on, examines both the oscillo- 
scope circuitry and the Option 10 GPIB circuitry. Tests spe- 
cifically applicable to Option 10 are integrated into the 
power-up tests for the host oscilloscope and likewise con- 
sist of two main parts: Kernel tests and a Confidence test. 


Kmfml. Tests 

The Option 10 memory (ROM) is checked by standard 
instrument Kernel tests. Kerne! test failures will result in an 
attempt to flash the front-panel A SWP TRIG*D indicator. 


Even with a Kernel failure, pressing in the A/B TRIG 
switch may still place the instrument in the normal operating 
mode. However, if the operating mode is successfully en- 
tered, instrument operation may be unpredictable. 


NOTE 

On some instruments with ottmr options installed, the 
A/B TRIG button may tm labeled A/B/MENU. 


Confidsrice Test 

Failure of the GPIB Confidence test during power-up is 
indicated in the bottom line of the crt readout. The failure 
display has the following format: 

GP TEST 11 FAIL YY 

where YY represents the cxxie for the failed test segment. 


A Confidence test failure may not render the GPIB inter- 
face inoperable. Pressing in the A/B TRIG button may still 
place the instrument into the normal operating mode; how- 
ever, it may not meet all GPIB specifications. 


Successful Power-Up Sequencing 

When the power-up routine is successfully completed 
without a failure indication, five instrument events ocxxjr: 

1 . The oscilloscope enters the normal operating mode. 

2. The GPIB interface enters the Local State (LOGS). 

3. The GPIB interface asserts Service Request (SRQ). 

4. The oscilloscope functions are set to the values which 
were established at least 15 seconds before the in- 
strument was last turned off, with front-panel switch 
settings taking precedence. 

5. The GPIB interface responds to a controller’s serial 
poll with a status byte of 65 (decimal), meaning that all 
tests were successful and power is on. 


The instrument is now ready to make measurements as 
required. 


Unsuccessful Power-Up Sequencing 

If power-up tests fail, four Instrument events occur: 

1 . The oscilloscope does not enter the normal operating 
mode. 

2. The GPIB interface enters the Local State (LOCS). 

3. The GPIB interface asserts Service Request (SRQ). 

4. The GPIB interface responds to a controller’s serial 
poll with a status byte of 65 (decimal), meaning that 
power is on. 


As explained in preceding paragraphs, it may be possi- 
ble, after a power-up test failure, to place the instrument 
into the normal operating mode by pressing in the A/B TRIG 
switch. If It then functions adequately for your particular 
measurement requirement, the instrument can be used, but 
refer it to a qualified service technician for repair of the prob- 
lem as soon as possible. 


POWER-DOWN SEQUENCE 

There are no special sequences associated with 
powering down the instrument. When the POWER switch is 
set to OFF, the instrument powers down and SRQ is not 
asserted. 
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CONTROLLING OSCILLOSCOPE FUNCTIONS 

OVER THE GPIB 


INTRODUCTION 

This part provides information for controlling the 2445 
and 2465 Oscilloscopes via the lEE Std 488-1978 digital 
interface. With Option 10 installed, all basic instrument func- 
tions (as explained in the oscilloscope Operators manual) 
remain unchanged. Consult the oscilloscope Operators 
manual to acquire a thorough understanding of the opera- 
tion of the basic instrument before trying to control it via the 
GPIB. 


AH measurement results returned by GPIB commands 
have the same accuracy as the main instrument or instru- 
ment option being accessed by the GPIB interface. 


GPIB PARAMETER SELECTION 

After power-up sequencing is complete and the oscillo- 
scope is in the normal operating mode, selection of GPIB 
parameters (primary address, message terminator, and 
talk/listen mode) can be made. 


Primary Address 

The selected GPIB address establishes both the primary 
talk and listen addresses for the oscilloscope. It can be set 
to any value between 0 and 31 , inclusive. 


NOTE 

Option W has no promions for secondary addressing 
as defined ty ANSi/iEEE Std 488-1978. 


With an address of 31 , the option still presents an active 
load but does not respond to nor interfere with any bus 
traffic. This feature is useful for changing the instrument’s 
status without turning off the oscilloscope’s power. 


Perform the following procedure to either set or change 
the primary GPIB address: 

1 . Hold in both the AV and At switches while pushing the 
TRIGGER SLOPE switch to access diagnostic mode. 


2. Repeatedly push up on the TRIGGER MODE switch 
until GP EXER 11 appears in the bottom line of the crt 
readout. 

3. Push up on the TRIGGER COUPLING switch to initi- 
ate the routine. 

4. Rotate the A control until the desired address is dis- 
played in the top row of the crt readout; for example: 

GPIB ADDRESS 29 

NOTE 

Trying to select an address outside the range of 0 to 

31 wiil cause LIMIT to appear on the top right side of 

the crt display. 

5. Push down on the TRIGGER COUPLING switch to 
end the routine and update the stored copy of the 
address to its new value. 

6. Push the A/B TRIG switch (or the A/B/MENU switch, 
if applicable) to exit diagnostic mode. 


Input End-of-Message Terminator and Talk/Listen 
Mode 

The end-of-message terminator can be selected to be 
either the End-or-ldentify (EOl) Interface signal or the Line- 
Feed (LF) character. 


When EOl (normal mode) is selected as the terminator, 

the option will: 

• Accept only EOl as the end-of-message terminator. 

• Assert EOl concurrently with the last byte of a 
message. 


When LF is selected as the terminator, the option will: 

• Accept either LF or EOl as the end-of-message 
terminator. 

• Send Carriage Return (CR) followed by LF at the end 
of every message, with EOl asserted concurrently 
with the LF. 
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Two talk/listen modes are selectable: 

• TALK LISTEN mode allows the oscilloscope to both 
send and receive data over the GPIB. 

• LISTEN ONLY mode permits the oscilloscope to only 
receive data over the GPIB. 


The default mode is TALK LISTEN. 


To select or change the end-of-message terminator and 
the talk/listen modes perform the following procedure: 




r 
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1 . Hold in both the AV and At buttons while pushing the 
TRIGGER SLOPE switch to access the diagnostic 
mode. 

2. Repeatedly push up on the TRIGGER MODE switch 
until GP EXER 12 appears in the bottom line of the crt 
readout. 

3. Push up on the TRIGGER COUPLING switch to initi- 
ate the routine. 

4. Push the TRIGGER MODE switch up repeatedly until 
the desired terminator appears in the top line of the 
crt readout. Push the TRIGGER SOURCE switch up 
repeatedly until the desired Talk/Listen mode appears 
in the top line of the crt readout. Four 
terminator/mode combinations are available: 

TERMINATOR EOl MODE TALK LISTEN 

or 

TERMINATOR LF MODE TALK LISTEN 

or 

TERMINATOR EOl MODE LISTEN ONLY 

or 

TERMINATOR LF MODE LISTEN ONLY 

5. Push down on the TRIGGER COUPLING switch to 
end the routine and update the stored copy of the 
settings. 


r 


6. Push the A/B TRIG switch (or the A/B/MENU switch, 
if applicable) to exit diagnostic mode. 



MESSAGES AND COMMUNICATION 
PROTOCOL 

The GPIB Option commands can set the instrument op- 
erating mode, query the results of measurements made, or 
query the state of the oscilloscope. These commands are 
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specified in mnemonics that are related to the functions in- 
tended to be implemented. For example, the command INIt 
initializes instrument settings to states that would exist if 
the instrument’s power was cycled. To further facilitate pro- 
gramming, command mnemonics are similar to front-panel 
control names. 


Commands 

Commands for the 2445 and 2465 Oscilloscopes, like 
those for other Tektronix GPIB-controllable instruments, fol- 
low the conventions established in a Tektronix Codes and 
Formats Standard. The command words were chosen to be 
as understandable as possible, while still allowing a familiar 
user to shorten them as much as necessary, as long as the 
result is unambiguous. Syntax is also standardized to make 
the commands easier to learn. 


In the command lists (Tables 2-2 through 2-7), headers 
and arguments are listed in a combination of uppercase and 
lowercase characters. The instrument accepts any abbrevi- 
ated header or argument containing at least the characters 
shown in uppercase. Any characters added to the abbrevi- 
ated (uppercase) version must be those shown in lower- 
case. For a query, the question mark must imirodiately 
follow the header. For example, any of the following formats 
are acceptable: 

vwo? 

VMOd? 

VMOde? 


Headers 

A command consists of at least a header. Each com- 
mand has a unique header, which may be all that is n^ed 
to invoke a command; e.g., 

NORmal 

GO 


Arguments 

Some commands require the addition of arguments to 
the headers to describe exactly what is to be done. If there 
is more to the command than just the header (including the 
question mark if it is a query), then the header must be 
followed by at least one space. 


In some cases, the argument is either a single word or a 
numeric value; e.g., 

DELay 1.0E~03 
HMOde XY 
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In other cases, the argument Itself requires another argu- 
ment. When a second argument is required, a colon must 
separate the two arguments; e.g., 

CHI VOLtsrIO 

ATRigger MODe:AUTOLevel 


Where a header has multiple arguments, the arguments 
(or argument pairs, if the argument has Its own argument) 
must be separated by commas; e.g., 

CH 1 VOLts: 1 0,COUpHng:DC,POSItlon:1 .2 
VMOde CH1:OFF,CH2:ON,ADD:ON 


Command Separator 

It is possible to put multiple commands into one message 
by separating the individual commands with a semicolon; 

e.g., 

CHI VOLTS:10,COUPUNG:DC;VMODE ADD:ON 

Message Terminator 

As previously explained, messages may be terminated 
with either EOl or LF. Some controllers assert EOl concur- 
rently with the last data byte; others use only the LF charac- 
ter as a terminator. The GPIB interface can be set to accept 
either terminator. With EOl selected, the Instrument inter- 
prets a data byte received with EOl asserted as the end of 
the input message; it also asserts EOl concurrently with the 
last byte of an output message. With the LF setting, the 
instrument Interprets the LF character without EOl asserted 
(or any data byte received with EOl asserted) as the end of 
an input message; it transmits a Carriage Return character 
followed by Line Feed (LF with EOl asserted) to terminate 
output messages. 


Command Formatting 

Commands sent to the oscilloscope must have the 
proper format (syntax) to be understood; however, this for- 
mat is flexible in that many variations are acceptable. The 
following paragraphs describe this format and the accept- 
able variations. 


The oscilloscope expects all commands to be encoded 
as either uppercase or lowercase ASCII characters. All data 
output is In uppercase. 


Spaces, Carriage Returns, and Linefeeds are all format- 
ting characters that can be used to enhance the readability 
of command sequences. As a general rule, these characters 
can be placed either after commas and semicolons or after 
the space that follows a header. 


Numeric Arguments 

Table 2-1 depicts the number formats for numeric argu- 
ments in the GPIB command set. As shown in the table, 
both signed and unsigned numbers are accepted; but un- 
signed numbers are interpreted to be positive. 


The symbol <nrx> indicates that any of the three for- 
mats is allowed. When only one specific format is permitted, 
it is represented by nr1 , nr2, or nr3. 


Table 2-1 

Numeric Argument Format for GPIB Commands 


Numeric Argument Symbol 

Number Format 

Examples 


<nr1> 

Integers 

+ 1, 2, -1, -10 

<nrx> 

<nr2> 

Explicit decimal point 

-3.2, +5.1, 1.2 


<nr3> 

Floating point in scientific nota- 
tion 

+ 1.E-2, 1.0E+2, 1.E-2, 0.02E+3 
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GPIB COMMAND LISTS 

Tables 2-2 through 2-7 describe all GPIB commands 
available in 2445 and 2465 Oscilloscopes equipped with 
only the GPIB Option. The first column lists the name (or 
header) of the command. The capitalized letters must be 
present to identify the command, while those shown in low- 
ercase are optional. The second column lists arguments that 
can be associated with the command. The third column lists 
arguments associated with the first argument. Finally, de- 
scriptions of each command and its arguments are con- 
tained in the last column. 


One or more arguments, separated by commas, may be 
given In a query to request only the information wanted. For 
example, 

CHI? COypling^VARiahle 


Instrument commands are presented in tables divided 
into the following functional groups: 

COMMAND TABLE INDEX 

Page 


Vertical Commands 2-7 

Horizontal Commands 2-9 

Trigger Commands 2-10 

Delay and Delta Commands ................... 2-12 

System Commands 2-13 

Calibration and Diagnostic Commands 2-15 


Other 2445 and 2465 options (if installed) use Option 1 0 
for GPIB access. When present, these options add their 
own command sets to the GPIB commands listed in Tables 
2-2 through 2-7. For information on the additional GPIB 
command sets, consult the respective option manuals. 


Table 2-2 

Vertical Commands 


Header 

Argument 

Argument 

Description 

CHI 

coupling: 

AC 

Selects Channel 1 vertical parameters. 

Sets Vertical Coupling to the selected mode. 


position: 

DC 

FIFTY 

GND 

<nrx> 

Sets Vertical Position to the value of <nrx> in divisions. Range is 


VARiable: 

<nrx> 

±10 divisions, with center screen at 0. 

Sets Vertical Volts/Div Var gain control circuitry to the value of 


VOLts: 

<nrx> 

<nrx>. Values range from 0 to 10 and are not calibrated. Zero 
represents the calibrated position. 

Sets Vertical Volts/Div gain to the value ot <nrx> , The argument 

CHI? 

coupling 

position 

VARiable 

VOLts 

PROBe 


must be valid for the installed probe. If the value does not 
correspond to a calibrated position, the next higher calibrated 
value will be used and an SRQ warning will be issued. 

Query returns: CH1 VOLTS:<nr3>, VAR:<nr1>, POS:<nr3>, 
COUPL:string 

PROBe must be queried explicitly, e.g., CHI? PROBe. The string 
returned for PROBe corresponds to the probe attenuation coding 
(XI, XI 0, XIOOorXIOOO). 
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Table 2-2 (cent) 


Header 

Argument 

Argument 

Description 

CH2 

INVert: 

ON 

OFF 

Same as CH1 plus INVert: argument. 

Turns Channel 2 inversion on or off. Default is ON. This commancJ 
has the same effect as VMOde INVert: string. 

CH2? 

INVert 


Same as CHI , except query also returns IN V; string, where string 
is either ON or OFF. 

CH3 

CH3? 



Same as CH1, except Coupling and VARiable arguments are 
invalid and POSition range is ± 4 divisions. 

CH4 

CH4? 



Same as CH1, except COUpling and VARiable arguments are 
invalid and POSition range Is ±4 divisions. 

VMOde 



Selects channels to be displayed, chopped or alternated display 
mode, limited or not limited vertical bandwidth, and Channel 2 
inversion. When all channels are deselected, Channel 1 is 
displayed. 


BWLimit; 

ON 

OFF 

Sets state of the bandwidth limit function. With no arguments, 
defaults to ON. 


CHOp: 

ON 

OFF 

Selects chopped or alternate display mode. Default is ON. 


CH1: 

ON 

OFF 

Turns Channel 1 on or off. Default is ON. 


CH2: 

ON 

OFF 

Turns Channel 2 on or off. Default is ON. 


CH3: 

ON 

OFF 

Turns Channel 3 on or off. Default is ON. 


CH4: 

ON 

OFF 

Turns Channel 4 on or off. Default is ON. 


ADD: 

ON 

OFF 

Turns Channel 1 plus Channel 2 on or off. Default is ON. 


INVert: 

ON 

OFF 

Turns Channel 2 inversion on or off. Default is ON. 

VMOde? 

CHOP 

CH1 

CH2 

CH3 

CH4 

ADD 

INVert I 

BWLimit 


Query returns current state of the vertical display: VMO 
CH1:string, CH2:string, CH3:string, CH4;string, ADD:string, 
BWListring, INV:string, CHO:string. 
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Table 2-3 

Horizontal Commands 


Header 

Argument 

Argument 

Description 

HORizontal 



Selects Horizontal sweep system parameters. 


ASEcdiv: 

<nrx> 

Selects the A sweep speed in seconds per division. Range for the 
2465 is from 5E-9 to 1.5. Few the 2445, range is from 10E-9 to 
1 .5. If the resulting speed is faster than the current B sweep, the B 
sweep will be set equal to die A sweep. The effects of MAGnify: 
are independent of ASEcdiv:. See Appendix D for additional 
command considerations. 


BSEcdiv: 

<nrx> 

Selects the B sweep speed in seconds per division. Range for the 
2465 is from 5E— 9 to 0.15. For the 2445, range is from 10E-9 to 
0.15. The sweep speed is updated whether the B sweep is active 
or not. If the B sweep requested is slower than the current A 
sweep speed, the A sweep will be set equal to the B sweep speed. 
The effects of MAGnify: are independent of BSEcdiv:. See 
Appendix D for additional command considerations. 

I 

MAGnify: 

ON 

OFF 

Turns the X10 horizontal magnification function on or off. Default 
is ON. 


position: 

<nrx> 

Selects the starting position of the sweep. Units are divisions from 
the left edge of the screen and cover a range of approximately ± 
5-4 divisions. 

1 

TRACEsep: 

<nrx> 

Offsets the B sweep from the A sweep by the indicated amount. 
Range is from 0 to -4, and units are approximately divisions. 

HORizontal? 

1 

ASEcdiv 

BSEcdiv 

MAGnify 

position 

TRACEsep 


Query returns the current state of the horizontal selections: HOR 
ASE:<nr3>, BSE:<nr3>, MAG:string, POS:<nr3>, 
TRACE: <nr3>;, where the string is either ON or OFF. 

HMOcJe 



Selects Horizontal display mode from the list. Choices are 
mutually exclusive. 


AOernate 


Selects both normal and delayed sweeps for display. This is 
equivalent to pulling the SEC/DIV knob out. 


ASWeep 


Selects only the A sweep for display. 


BSWeep 


Selects only the B sweep for display. If both the A and the B 
sweeps are set to the same rate, then a settings <x>nfllct SRQ 
error is generated. 


XY 


Selects XY mode. 

HMOde? 



Query returns: HMO string;, where the string represents one of 
the possible Horizontal display modes. 

I 
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Table 2-4 

Trigger Commands 


1 

Header 

Argument 

Argument 

Description 

ATRigger 



Selects the A Trigger parameters. 


MODe; 

AUTOBaseline 

AUTOLevel 

NORmal 

SGLseq 

Selects Trigger Mode from the list of arguments. 


source: 

CHI 

CH2 

CH3 

CH4 

LINe 

VERtical 

Selects Trigger Source from the list of arguments. 


coupling: 

AC 

DC 

HFRej 

LFRej 

NOIserej 

Selects Trigger Coupling Mode from the list of arguments. 


LEVel: 

<nrx> 

Sets Trigger Level in units of volts; range depends on the gain 
setting of the current Trigger Source. Range is ± 18 divisions 
when the Source Is either Channel 1 or Channel 2, and ± 9 
divisions when the Source is either Channel 3 or Channel 4. LINe 
source uses a fixed range of ± 1 0 divisions. 


SLOpe: 

MINUS 

PLUS 

Selects Slope of the trigger signal. 


BENdsa: 

ON 

OFF 

Sets the B ENDS A TRIGGER Mode to either ON or OFF. 


HOLdoff: 

<nrx> 

Sets Holdoff to the value of <nrx>. Range is from 0 to 10, with 0 
representing minimum holdoff. This command is not calibrated. 

ATRigger? 

coupling 

LEVel 

MODe 

SLOpe 

source 

BENdsa 

HOLdoff 


Query response is: ATR BEN:string, COUistring, HOL:strlng, 
LEV:<nr3>, MOD:strfng, SLO:string, SOUistring. Arguments 
TRIGD, READY, MAX, and MINI must be requested explicitly, e.g. 
ATR? MINI, MAX. 


MINImum 


Query only. Returns the current minimum level of the A Trigger 
channel in volts: ...,MINI:<nr3>,.... Data returned by MINI is valid 
only in AUTO LVL and only Immediately following completion of 
an Auto Level cycle. An Auto Level cycle can be initiated by 
sending ATRigger MODe. AUTOLevel, 
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Table 2-4 (cont) 


Header 

Arguifient 

Argument 

Description 


MAXimum 


Query only. Returns the current maximum level of the A Trigger 
channel in volts: ...,MAX:<nr3>,.... Data returned by MAX is 
valid only in AUTO LVL and only immediately following completion 
of an Auto Level cycle. An Auto Level cycle can be Initiated by 
sending ATRigger MODe:AUTOLevel. 


TRIGD 


Query only. Determines whether TRIG'D indicator is illuminated. 
Returns: TRIGD: string, where string is either ON or OFF. 


READY 


Query only. Determines whether the single-sequence READY 
indicator is illuminated. Returns: READY string, where string is 
either ON or OFF. 

BTRigger 



Selects the B Trigger parameters. 


MODe: 

RUN 

TRIGGerable 

Selects the B Trigger Mode. 


source; 

CH1 

CH2 

CH3 

CH4 

VERtical 

Selects the B Trigger Source. 


coupling: 

AC 

DC 

HFRej 

LFRej 

NOIsereJ 

Selects the B Trigger Coupling Mode. 


LEVel; 

<nrx> 

Sets the Trigger Level in units of volts, with the range depending 
on the VOLTS/DIV switch setting of the current trigger source. 
Range is either ±18 divisions when the source is either Channel 
1 or Channel 2, and ± 9 divisions otherwise. 


SLOpe: 

MINUS 

PLUS 

Selects slope of the trigger signal. 

BTRigger? 

coupling 

LEVel 

MODe 

SLOpe 

source 


Query response is: BTR COU:string, LEV:<nr3>, MOD:strlng, 
SLO:string, SOU:string. 
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Table 2-5 

Delay and Delta Commands 


Header 

Argument 

Argument 

Description 

DELAy 

<rirx> 


Sets value of the sweep delay in units of divisions. This command 
has the same effect as DTIME REF: <nrx>. Range is from 
—0.05 to 9.95. The value of -0.05 is used to guarantee the ability 
to view A trigger events with the B Sweep. 

DELAy? 



Query returns the current delay setting in divisions: DELA 
<nr3>. This response is not included in a SET? query. 

DELTa 

MODE: 

OFF 

PERTime 

TIMe 

VOLts 

Sets parameters relating to the Delta displays. 

Selects a Delta mode or turns off the Delta display. 


TRACKing: 

ON 

OFF 

Turns TRACKING on or off. Default is ON. 

DELTa? 

MODE 

TRACKing 


Query returns: DELT MOD:string, TRACK:string, where the first 
string is either OFF, PERTIME, TIME, or VOLTS, and the second 
is either ON or OFF. 

□Time 

REFerence: 

<nrx> 

Sets position of the first Delta Time cursor in units of divisions. 
Left edge of the display corresponds to —0.05, and the maximum 
value is 9.95. If TRACKING is on, the second cursor will also 

attempt to move. 


DELTa: 

<nrx> 

Sets position of the second Delta Time cursor relative to the first 
cursor in units of divisions. Range depends on the current position 

of the first cursor. - 

DTIme? 

REFerence 

DELTa 


Query returns the current Delta Time settings: DTI REF:<nr3>, 

DELT:<nr3>. 

DVOIts 

REFerence: 

<nrx> 

Sets position of the first Delta Volts cursor In units of divisions. 
The center of the display corresponds to zero, and the range is ± 
4. If TRACKING is on, the second cursor will also attempt to 
move. 


DELTa: 

<nrx> 

Sets positron of the second Delta Volts cursor relative to the first 
cursor in units of divisions. Range depends on the current position 
of the first cursor. 

DVOIts? 

REFerence 

DELTa 


Query returns the current Delta settings: DVO REF:<nr3>, 
DELT:<nr3>. 


2-12 









Operating Information 
2445/2465 Option 10 Service 


Table 2-6 

System Commands 


Header 

Argument 

Argument 

Description 

ERRor? 



Query returns: ERR <nr1>:. Response is identical to EVEnt? 
query. Command is included for compatibility with earlier 
instruments. 

EVEnt? 



Query returns: EVE <nr1>; where <nr1> is the most severe of 
the currently existing errors. Errors are prioritized into three levels, 
but only the most recent error is maintained for each level. If there 
Is no error pending, 0 is returned, A list of other codes can be 
found in Appendix B. 

ID? 



Query returns: ID TEK/24w5,V81.1,SYS:FVx, BB:FVy, 
[string :FV<nr1 >,] GPIB: FVz; Where w is either 4 or 6; x, y, and 
z are the version numbers of the oscillos<x>pe. Buffer board, and 
GPIB option, respectively; and the section in brackets Is repeated 
for each installed option. String V81.1 indicates that the GPIB 
interface is compatible with the V81.1 version of the Tektronix 
Codes and Formats standard. 

INIt 



Causes the instrument and all options (except the GPIB message 
processor) to go to an initialized state equivalent to a power-up 
condition. All internal settings will agree with the front-panel 
switch settings. Since the GPIB message processor is not 
initialized, GPIB system-command states (OPC, RQS, WARning, 
and LONgform) are not initialized. Commands following INIt in the 
same message may not be executed. This command should be 
immediately followed with EOl. 

LLMessage 

%<byte> <byte> ... 

This command allows the character equivalent of a binary block to 
be written to the top line of the crt readout. The binary block must 
be in the same format as data returned by the LLMessage? query. 
The following TEKTRONIX 4050 series controller statements will 
write HELLO in large letters on the crt readout of an oscilloscope 
with a GPIB address of 1 . 




100DIMH(19) 

110 I-33 

120 READ H 

130 WBYTE @\:H 

140 DATA 76,76,77,32,37,0,11,162,161 

150 DATA 210,209.174,173.174,173,186 

160 DATA 185,230.-59 




See Appendix E for a description of the character set available for 
use with this command. 

LLMessage? 



Returns the contents of the top line of the crt readout. Res|X>n» 
is a binary block of data in the form: 

LLM %<byte><byte>...<byte>. The first two bytes following 
the % character are a 16-bit count of the bytes that follow. The 
last byte of the block is the two’s complement of the least 
significant byte of the sum of data bytes. 
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Table 2-6 (cont) 


Header 


Argument 


LLSet 


LLSet? 


% < byte > < byte > . . . , 


MESsage 


“string” 


MESsage? 


OPC 


ON 

OFF 


OPC? 

READOut 

READOut? 


ON 

OFF 


RQS 


ON 

OFF 


RQS? 


SETtings? 


Argument 


Description 

Returns the oscilloscope to a previous setup. The data can only 
be generated by a LLSet? query. 


Queries instrument settings. Response is a block of binary data in 
the form: 

LLSET %<byte><byte>...,% <byte><byte>. ...... 

The number of blocks depends on the Installed oscilloscope 
options. The first two bytes following the % character are a 16-bit 
count of the bytes that follow. Each % block has its own count. 
The last byte of the block is the two’s complement of the least 
significant byte of the sum of data bytes. 

This command will allow strings to be written to the top line of the 
crt. Up to 32 symbols may be displayed at one time. The string 
must be enclosed In quotes. See Appendix C for a description of 
the character set available for use with this command. 


Returns an ASCII representation of the top line of the display: 
MES “message”, where the message may be more than 32 
characters due to character translations (See Appendix C). 


When enabled, the instrument will assert SRQ on completion of 
certain commands. Only diagnostic commands and some options 
assert OPC service requests. Default is ON with no argument, but 
initializes to OFF at power-up. 

Query returns either: OPC ON or OPC OFF. 


Turns the crt SCALE FACTORS readout ON or OFF. Default is 

ON. 


Query returns state of the SCALE FACTORS readout: READO 
string, where string is either ON or OFF. 


When enabled, the Instrument will assert SRQ on detection of an 
error condition. Default is ON, with no argument, and initializes to 
ON at power-up. 

Query returns either: RQS ON or RQS OFF. 


Queries Instrument settings. Response is an ASCII string that can 
be sent to the instrument to return it to the state it was when the 
query was received. The ASCII string consists of a series of 
properly formatted commands, which should not be preceded by 
SETtings when sent back to the instrument. 


NOTE 

The SETtings? query will have an inconsistency when 
using variable sweep speeds. If the variable is used to 
set the A Sweep slower than the next slowest sweep 
speed, transfers via SETtings? will result in the vari- 
able being attached to the B Sweep, and the A Sweep 
will be set to its next slowest sweep speed. 
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Table 2-6 (cont) 


Header 

LONgform 

LONgform? 

WARning 

WARning? 


Argument 

Argument 

ON 

OFF 


ON 

OFF 



Description 

When LONgform is ON, all queries will respond with the full length 
versions of commands. When LONgform is OFF, the shortest 
acceptable version of commands are used in query responses. 
Default is OFF. 

Query returns either: LONGFORM ON or LONG OFF. 

When enabled, the instrument asserts SRQ on detection of a 
warning condition. Default is ON, with no argument, and initializes 
to ON at power-up. 

Query returns either: WARN ON or WARN OFF. 


Table 2-7 

Calibration and Diagnostic Commands 


Header 


Argument 


Argument 


BALance 


CALibrate 


Description 

Causes the oscilloscope to initiate its Automatic Balance 
procedure. An automatic initialization (see INIt) will occur 
after BALance. Available only from normal mode, not 
Diagnostic. 

Causes oscilloscope to go to Diagnostic mode and the 
Calibration routine indicated by the arguments. The first 
argument represents the option and is the most significant 
digit of the displayed routine number. The second 
represents the routine number and is the least significant 
digit of the display^ routine number. The option numters 
are shown in hexadecimal In the crt readout of the 
Diagnostic menu. Option numbers are: 

Standard Oscilloscope 0 

Option 10 (GPIB) 1 

Option 05 (TV) S 

Option 01 (DMM) 7 

Option 06 (C/T/T) 8 

Option 09 (Word Recognizer) 8 
Buffer Board 1 5 


REV JUL 1984 
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Table 2-7 (cont) 


Header 

Argument 

Argument 

Description 

GO 



Causes the currently selected CALIBRATION, EXERCISE, or 
TEST routine to begin execution. This command has the same 
effect as pushing up on the TRIGGER COUPLING switch when in 
Diagnostic mode. 

Looping 

ON 


When in Diagnostic mode, this command causes looping of 


OFF 


diagnostics to be either enabled or disabled. Default is ON. 

Looping? 



Query returns: LOO string; where string is either ON or OFF. 

NORmal 



Causes instrument to exit Diagnostic mode. It has no effect if 
already in normal mode. Commands following NORmal in the 
same message may not be executed. It is recommended that 
NORmal be immediately followed with EOI. 

STEP 



Causes the currently executing Diagnostic routine to proceed to 

its next step. 

STEP? 



Query returns: STEP <nr1 >; where nrl is the current step. 

STOP 



Causes the currently executing Diagnostic routine to stop 
executing and return control to the Diagnostic monitor. This 
command should not be used to exit EXErcise 1:1 and EXErcise 
1:2. 

TESt 

<nrx>: 

<nrx> 

Controls Diagnostic mode test sequences. The first argument 
represents the option, and the second is the routine number. See 
CALibrate command for option numbers. 

TESt? 

<nrx>: 

<nrx> 

Executes the requested test and returns the test’s status value: 
TES <nr1>. Zero is returned for a passed test. 


REMOTE-LOCAL OPERATING STATES 

The following paragraphs describe the four operating 
states of the Option 10 instrument: Local, Local With Lock- 
out, Remote, and Remote With Lockout. 


Local State (LOGS) 

in LOGS, instrument parameters are both set and 
changed manually by operator manipulation of the front- 
panel controls. Only jEEE-488 interface messages can be 
received and executed. Device-dependent commands (with- 
out REN asserted) will cause SRQ errors since their func- 
tions are under front-pane! control while in LOGS. Additional 
information about GPIB errors is contained in Appendix B. 


Local With Lockout State (LWLS) 

The oscilloscope operates the same as It does in LOGS, 
except that manual manipulation of front-panel controls will 
not cause the instrument to return to the Local State. The 
interface will enter the Remote With Lockout State (RWLS) 
if it receives its listen address (MLA). 


Remote State (REMS) 

In this state, the oscilloscope executes all commands ad- 
dressed to it over the GPIB. Front-panel indicators and crt 
readouts are updated as applicable when commands are 
executed. Manually changing any GPIB-controllable front- 
panel control causes the Instrument to return to the Local 
State. 


2^16 




Remote With Lockout State (RWLS) 

In RWLS, oscilloscope operation is identical to REMS 
operation, except that manual manipulation of any front- 
panel control does not change the previously established 
value of that parameter. 


INSTRUMENT RESPONSE TO INTERFACE 

MESSAGES 

The following paragraphs explain effects on the oscillo- 
scope of standard interface messages received from a re- 
mote controller. Message abbreviations used are from 
ANSI/IEEE Std 488-1978. 


Local Lockout (LLO) 

In response to the Local Lockout (LLO) message, the 
instrument assumes a lockout state In accordance with the 
following table: 


Before LLO After LLO 


Local State (LOGS) 

Local With Lockout State 


(LWLS) 

Remote State (REMS) 

Remote With Lockout State 


(RWLS) 


Remote Enable (REN) 

When the Remote Enable (REN) line is asserted and the 
instrument receives its listen address, the oscilloscope is 
placed in either the Remote State (REMS) or the Remote 
With Lockout State (RWLS). When in either remote state, 
the oscilloscope’s REM indicator Is Illuminated. 


Disasserting the REN line causes a transition from any 
state to LOGS; the instrument remains in LOGS as long as 
REN Is false. The transition may occur after processing of a 
different message has begun. In this case, execution of the 
message being processed is not interrupted by the 
transition. 
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My Listen and My Talk Addresses (MLA and MTA) 

The primary Talk/Listen address is established as previ- 
ously explained in this section. 


Unlisten (UNL) and Untalk (UNT) 

When the Unlisten (UNL) message is received, the oscil- 
loscope’s listen function is placed in an idle (unaddressed) 
state. In the idle state, the instrument will not accept com- 
mands over the GPIB. 


The talk function is plac^ in an idle state when the oscil- 
loscope receives the Untalk (UNT) message. In this state, 
the instrument cannot transmit data via the GPIB. 


Interface Clear (IFC) 

When the Interface Glear (IFG) line is asserted, both the 
Talk and Listen functions are placed In an Idle state and the 
front-panel REM indicator is turned off. This produces the 
same effect as receiving both the UNL and the UNT 
messages. 


Device Clear (DCL) 

The Device Clear (DCL) message reinitializes communi- 
cation between the instrument and the controller. In re- 
sponse to DCL, the instrument clears any input and output 
messages as well as any unexecuted control settings. Also 
cleared are any errors and events waiting to be reported 
(except the power-on event). If the SRQ line is asserted for 
any reason (other than power-on), it becomes unasserted 
when the DCL message Is received. 


Selected Device Clear (SDC) 

This message performs the same function as DCL; how- 
ever, only instruments that have been listen-addressed re- 
spond to SDC. 


Go To Local (GTL) 

Instruments that are already listen-addressed respond to 
the Go To Local message (GTL) by assuming a local state. 
Remote-to-local transitions caused by GTL do not affect the 
execution of any message being processed when GTL was 

received. 


Serial Poll Enable and Disable (SPE and SPD) 

The Serial Poll Enable (SPE) message causes the instru- 
ment to transmit its serial-poll status byte when it Is talk- 
addressed. The Serial Poll Disable (SPD) message switches 
the instrument back to its normal operation. 
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PROGRAMMING 

Programming considerations and program examples are 
provided in this part to assist you in developing your own 
unique programs for controlling 2445 and 2465 Oscillo- 
scopes over the GPIB. Program examples were designed 
using TEKTRONIX 4050-series and TEKTRONIX 4041 con- 
trollers with 2445 and 2465 Oscilloscopes containing Option 
10. While programming was done using Tektronix control- 
lers, other controllers capable of being programmed to per- 
form the same functions can also be used. 


Before a program can be used for controlling the oscillo- 
scope, the GPIB parameters (primary address, message 
terminator, and talk/listen mode) must be set. Procedures 
describing how these parameters are selected and set at 
the oscilloscope are given in “GPIB Preparation for Use” in 
this section of the manual. 


Programs are usually composed of two main parts (or 
routines), which can be generally categorized as a command 
handler and a service-request handler. 


Command Handler 

Basically, a command handler should establish communi- 
cation between the controller and oscilloscope, send com- 
mands and queries to the oscilloscope, receive responses 
from the oscilloscope, and display responses as required. 
The following outline indicates the general sequence of func- 
tions that the command-handling routine should perform to 
accommodate communications between the controller and 
oscilloscope over the GPIB. 

1 . Initialize the controller. 

2 . Disable the service-request handler until the program 
Is ready to handle them. 

3. Get the GPIB address of the oscilloscope. 

4. Enable the service-request handler. 

5. Get the command to send to the oscilloscope. 

6. Send the command to the oscilloscope. 

7. Check for a response from the oscilloscope. 

8. If there is a response, perform the desired function. 

9. You are ready for a new command. Repeat the func- 
tions In statements 5 through 9 as many times as 
desired. 


Service-Request Handler 

The typical service-request handler routine contains the 
necessary instructions to permit proper processing of inter- 
rupts. For example, whenever power-on occurs, the oscillo- 
scope asserts an SRQ Interrupt. If a GPIB program is 
operating on the controller when a power-on SRQ is re- 
ceived, the program should be able to determine that the 
oscilloscope’s power was interrupted at some time during 
program operation. This event could cause improper pro- 
gram execution, unless the program was written to ade- 
quately handle the possibility of a power-on SRQ occurring. 


Other interrupts (or events) for which the oscilloscope 
asserts SRQ are identified in Appendix B. 


While some controllers have the capability of ignoring 
service requests, others require that all SRQs be managed. 
The programmer should understand the controller being 
used. If service requests are to be handled in the program, 
the interrupts must first be enabled. 


A service-request handler routine can be developed to 
service interrupts when they occur during program opera- 
tion. It basically should consist of an Interrupt-enabling 
statement (ON SRQ) near the beginning of the program and 
a serial-poll subroutine somewhere in the program. The ON 
SRQ statement directs program control to the serial-poll 
subroutine whenever an SRQ interrupt occurs. For each in- 
terrupt received by the controller, the program should per- 
form a serial-poll subroutine. 


The following general steps are required to handle ser- 
vice requests from the oscilloscope: 

1 . Perform a serial poll. 

2. Send an EVENT? query to the oscilloscope requesting 

service. 

3. If the EVENT? query response is not zero, then per- 
form the desired response to the event. 

4. Return to the main program. 


Sample Program A 

The program that follows is written to run on 
TEKTRONIX 4050-series controllers. It first asks for the 
GPIB address of the oscilloscope, then repeatedly asks for 
a command to be entered. When a command is entered at 
the controller, the program sends it to the oscilloscope. Any 
response from the oscilloscope is printed on the controller’s 
display. If there are any service requests, a serial poll is 
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performed. The service request and the EVENT codes are 
then printed before returning to the main part of the 
program. 

100 REM Program to send commands and queries 
to and receive 

110 REM responses from TEKTRONIX 2445 and 
2465 Oscilloscopes 

120 INIT 
125 PAGE 

130 REM Disable SRQ Handler until ready 
140 ON SRQ THEN 570 

150 REM * Page when screen is full * 

160 PRINT @32,26:2 
170 REM 
180 REM 

190 PRINT "Enter address of the 
oscilloscope " ; 

200 REM * Get address and put in variable A * 
210 INPUT A 

220 REM Enable SRQ handler * 

230 ON SRQ THEN 440 
235 DIM S$(2000) 

240 REM 
250 PRINT 

260 PRINT «***♦**•• 

270 PRINT "ENTER COMMAND OR QUERY: 

280 REM * Put command or query in string 2$ ♦ 
290 INPUT Z$ 

300 REM * Send string Z$ to the oscilloscope * 
310 PRINT @A:Z$ 

320 REM * Get response {if any ) and put in 
string S$ * 

330 INPUT @A;S$ 

340 REM * Check if there is a response * 

350 REM * If not then ready to send another 
command or query * 

360 REM * If yes then print the response * 

370 IE LEN (S$ )=0 THEN 250 
380 PRINT 

390 PRINT "RESPONSE FROM THE OSCILLOSCOPE 
IS: " 

400 PRINT S$ 

410 REM * Ready to send another command or 
query * 

420 GO TO 250 

430 REM * ♦ * SRQ HANDLER * * * 

440 POLL D,C;A 

450 REM ♦ Look for an Event and put Event in E * 
460 REM * If EVENT=0 then no error * 

470 REM * If EVENToO then warn the user 

and 


480 REM ♦ 

EVENT NO. 
490 REM * 


print SRQ Code and 


500 PRINT @A: "EVENT?" 

510 INPUT @A:E 

520 IF E=0 THEN 570 

530 PRINT " ERROR “ SRQ CODE " ; 

540 PRINT C; 

550 PRINT " - EVENT NO . " ; 

560 PRINT E 
570 RETURN 


Sample Program B 

The program example that follows performs functions 
similar to Sample Program A, but is written to run on a 
TEKTRONIX 4041 controller. 

100 \ Program to send commands and 

queries to and receive 

110 I responses from TEKTRONIX 2445 and 

2465 Oscilloscopes 

120 I 

130 Init all 

140 I Disable SRQ handler until ready 

150 Disable srq 

160 I Get address of the oscilloscope 
170 Print "Enter the GPIB address of the 

2445/651 

180 Input addr$ 

190 I Set up physical and logical unit “ 

200 i Set up so only EOI can terminate the 
communication . 

210 I 

220 Set driver "gpibO (eom=<0> ):" 

230 Open 

#1 s "gpibO {pri="iaddr$&" , eom=<0> ): ■ 

240 I 

250 i Enable SRQ handler 
260 On srq then gosub srqhdl 

270 Enable srq 

280 I 

290 Repeat: I Sending command or query 
300 Print 

310 Print 

320 Print "Enter command or query 
330 ! Get the command 

340 Input a$ 

350 I Send command or query to scope 
360 Print #l:a$ 

370 I Get response if there is any 
380 DIM resp$ to 2000 
390 Input #1 :resp$ 

400 Print 

410 1 If no response then prompt for another 

command 

420 If len {resp$ )=0 then goto repeat 


REV JUL 1984 
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430 I If yes then print the response 

440 Print "Response from the oscilloscope 

is 8 " 

450 Print resp$ 

460 Goto repeat 

470 Srqhili ! routine to handle the srq 

480 Poll stb,dev 

490 Print #dev8 " event? " 

500 I Get event number 

510 Input #dev8 event 

520 Print " Instrument #"; dev ; " 

status byte = " j stb ; " , event = " ; event 
530 Resume 


Using SETtings? and LLSet? Queries 

Using the SETtings? and LLSet? queries simplifies pro- 
gramming. These queries return a string that, in turn, can be 
sent back to the oscilloscope to set its front-panel param- 
eters to the values that existed when the query was 

received. 

The string returned from the SETtings? query is In user- 
readable ASCII and allows easy verification by the program- 
mer. When simply sent back to the instrument using no 
other command, this string will return the instrument param- 
eters to the previous state. 

The LLSet? query returns a binary string that is not eas- 
ily read by the programmer, but is much shorter. It therefore 
allows faster instrument setup using the LLSet command. 
This binary string, returned via the LLSet? query, may only 
be sent back to the instrument using the LLSet command. 

Sample Program C 

The following program illustrates use of the LLSet com- 
mand and query to transfer the front-panel control set up 
from one 2445/2465 Oscilloscope to another. It is written for 
use on TEKTRONIX 4050-serles GPIB controllers. 

4 GOTO 100 
100 INIT 

110 ON SRQ THEN 720 

120 REM 8 DISABLE SRQ HANDLER UNTIL READY 
130 PAGE 

140 PRINT "THIS PROGRAM TRANSFERS A 
FRONT-PANEL SETUP FROM ONE" 

150 PRINT " 2445/2465 TO ANOTHER 2445/2465." 
160 PRINT 

170 PRINT "SET THE GPIB ADDRESS OF THE 
‘REFERENCE’ INSTRUMENT TO 2, AND" 

180 PRINT "THE ADDRESS OF THE ’ INSTRUMENT TO BE 
SET UP* TO 4. " 


190 PRINT 

200 PRINT "PRESS RETURN TO CONTINUE" 

210 INPUT 1$ 

220 X=2 

230 REM 8 X= ADDRESS OF ’REFERENCE’ INSTRUMENT 

240 Y=4 

250 REM 8 Y= ADDRESS OF ’ INSTRUMENT TO BE 
SET UP* 

260 ON SRQ THEN 570 
270 REM 8 ENABLE SRQ HANDLER 
280 DELETE F 
290 DIM F (400 ) 

300 REM 8 DIMENSION F LARGE ENOUGH TO HANDLE ANY 
POSSIBLE SETUP 
310 F=0 

320 PRINT (©Xs "LLSET?" 

330 REM8 TELL THE 2445/2465 TO SEND A BINARY 
PANEL SETUP 
340 WBYTE (©64+X8 

350 REM8 ASSIGN DEVICE #X ON THE BUS TO BE 
A TALKER 
360 C=0 

370 REM8 INITIALIZE COUNTER 
380 REM 8 T= TEMPORARY STORAGE FOR INCOMING 
BYTE 

390 KBYTE T 

400 REM 8 READ IN A BYTE 
410 C=C4-1 

420 REM 8 INCREMENT COUNTER 

430 F (C )=T 

440 REM 8 STORE BYTE IN ARRAY 
450 IF T<0 THEN 500 

460 REM 8 CHECK TO SEE IF BYTE IS NEGATIVE. IF IT 

IS, THEN THE ARRAY 
470 REM 8 TRANSFER IS COMPLETE. 

480 GO TO 390 

490 REM 8 GO GET ANOTHER BYTE UNTIL THE ARRAY 
TRANSFER IS COMPLETE 
500 DIM F (C ) 

510 REMs RE-DIMENSION ARRAY TO THE EXACT SIZE 
OF THE DATA. 

520 WBYTE (©63 , 95 , 32+Y 8 F 

530 REM8 SEND SET-UP TO GPIB DEVICE #Y 

540 PRINT 

550 PRINT "PRESS UDK #1 TO RESTART PROGRAM" 

560 END 
570 REM 

5§0 REM SRQ HANDLER ROUTINE 
590 REM 

600 POLL A,B;X;Y 

610 REM 8 PERFORM SERIAL POLL 

620 IF A=2 THEN 680 

630 PRINT @X8 "EVENT?" 
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640 REM: GET "EVENT" RESPONSE IF DEVICE #X 
ASSERTED SRQ 
650 INPUT (QXiD 

660 PRINT "INSTRUMENT STATUS BYTE = 

" , EVENT = " ;D 

670 RETURN 

680 PRINT (@Y; "EVENT? " 

690 REMs GET "EVENT" RESPONSE IF DEVICE #Y 
ASSERTED SRQ. 

700 INPUT (®Y:D 

.710 PRINT "INSTRUMENT #" ;Y;" STATUS BYTE = 
•;B;", EVENT = ";D 
720 RETURN 


Sample Program 0 

The following program is similar to Sample Program C, 
except that it is written for use on the TEKTRONIX 4041 
controller. It assumes a terminal has been connected to the 
4041 and is properly set up. The 4041 technical manuals 
should be consulted for complete information regarding 
4041 operation and programming. 


" 


I 



100 I PROGRAM TO TRANSFER A FRONT-PANEL SETUP 
FROM ONE 2445/2465 TO 

110 ! ANOTHER 2445/2465. 

120 ! 

130 INIT ALL 
140 DISABLE SRQ 
150 I 

220 I 

230 PRINT 

240 PRINT "SET THE GPIB ADDRESS OF THE 
* REFERENCE’ INSTRUMENT TO 2 , " 

250 PRINT "AND THE ADDRESS OF THE 
•INSTRUMENT TO BE SET UP’ TO 4." 

260 PRINT 
270 REF$="2" 

280 SET$="4" 

290 I 

300 I SET UP PHYSICAL AND LOGICAL UNITS - 
310 1 SET UP TERMINATOR FOR EOI 

320 1 

330 SET DRIVER "GPIBO (EOM=<0> )s" 

340 OPEN 

#2 8 "GPIBO (PRI = "&REF$&" ,E0M=<0> )s " 

350 OPEN 

#48 "GPIBO (PRI = "&SET$&" ,E0M=<0> )8 " 

360 I 

370 ON SRQ THEN GOSUB SRQHAND 

380 ENABLE SRQ 

390 I 

400 TRANSFER; I ROUTINE TO TRANSFER SETUP 


410 INPUT PROMPT "PRESS RETURN TO TRANSFER 
FRONT-PANEL SETUP "iSTARTi 
420 I 

430 DIM STRINGS TO 400 

440 I DIMENSION "STRINGS" LARGE ENOUGH TO 
HANDLE ANY POSSIBLE SETUP 
450 PRINT #2i"LLSET?" 

460 INPUT #2 8 STRINGS 

470 DIM STRINGS TO LEN (STRINGS ) 

480 PRINT #4 s STRINGS 

490 PRINT "TRANSFER COMPLETE" 

500 PRINT 

510 INPUT PROMPT "DO YOU WISH TO CONTINUE* 
(Y OR N )"8C0NTS 

520 IF CONT$="N" THEN STOP 

530 GOTO TRANSFER 

540 SRQHAND: 1 ROUTINE TO HANDLE THE SRQ 

550 POLL STB, DEV 

560 PRINT #DEV: "EVENT?" 

570 i GET EVENT NUMBER 

580 INPUT #DEV : EVENT 

590 PRINT "INSTRUMENT #";DEV;" STATUS BYTE 

= • ; STB ; " , EVENT = " ; EVENT 

600 RESUME 


Front Panel Lockout 

The front pane! may be locked out so that only the con- 
troller is able to change instrument settings. To lock out the 
front panel, first assert REN (true). The REN line must re- 
main true as long as lockout is desired. For 4050-series con- 
trollers, the RUN statement automatically asserts REN; the 
END statement unasserts REN. 


Next, send the LLO interface message. In the 4050- 
series controller this is accomplished with the WBYTE 
statement. 


Finally, address the instrument by sending any setting 
command or query and use a Print @D statement; or send 
only the Listen address, using the WBYTE statement. 


After these three steps are executed, the front panel is 
locked out and remains so until either REN goes false or a 
GTL interface message is sent. While the front panel is 
locked out, moving any front-panel switch will generate an 
SRQ. In a program, this event may be used to Indicate to a 
controller that an operator is ready for the next setup. 
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Reset Under GRIB Control 

The oscilloscope may be set to its power-up state by 
sending the INIt command via the GPIB. This command al- 
ways initiates the power-up self tests. On completion of 
power-up tests, SRQ code 65 (operation complete) is gener- 
ated, and the oscilloscope enters the normal operating 


state. If there is a self-test error, the option also generates 
SRQ code 65 and does not shift the instrument to the nor- 
mal operating state (see “Power-up Sequence” in this sec- 
tion). Invoking the INIt command can simplify a program. 
When using INIt, fewer commands will usually be needed to 
set the instrument state, since all front-panel settings may 
not need to be individually specified. 
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THEORY OF OPERATION 


iNTRODUCTION 


SECTION ORGANIZATION 

This section contains a functional circuit description of 
the Option 1 0 (GPIB) circuitry for the 2445 and 2465 Oscillo- 
scopes. The discussion begins with an overview of the op- 
tion functions and continues with detailed explanations of 
each major circuit. Reference is made to supporting sche- 
matic and block diagrams which will facilitate understanding 
of the text. These diagrams show interconnections between 
parts of the circuitry, identify circuit components, list specific 
component values, and indicate Interrelationships with the 
standard oscilloscope. 


The block and schematic diagrams are located in the 
tabbed “Diagrams” section at the rear of this manual. The 
particular schematic diagram associated with each circuit 


description is identified in the text, and the diagram number 
is shown (enclosed within a diamond symbol) on the tab of 
the appropriate foldout page. For optimum understanding of 
the circuit being described, refer to both the applicable sche- 
matic and block diagrams. 


DIGITAL LOGIC CONVENTIONS 

Digital logic circuits perform many functions within the 
Instrument. The operation of these circuits is represent«J by 
specific logic symbology and terminology. Lc^ic-function de- 
scriptions contained in this manual use the |X)sitlve-logic 
convention. The specific voltages which constitute a HI or a 
LO vary between individual devices. For specific device 
characteristics, refer to the manufacturer’s data book. 


GENERAL CIRCUIT DESCRIPTION 


Before Individual circuits are discussed in detail, a gen- 
eral bl€»k-level discussion Is provided to aid In understand- 
ing overall operation of the option circuitry. A simplified 
block diagram of the option, showing basic Interconnec- 
tions, is shown in Figure 7-4. The diamond- 
enclosed numbers in the blocks refer to the schematic dia- 
grams at the rear of this manual In which the corresponding 
circuitry is located. Throughout this discussion, standard 
oscioscof^ refers to 2445 and 2465 Oscilloscope circuitry 
without option circuitry. 


The activities of the option are directed by the micro- 
processor contained in the standard oscilloscope. The 
microprocessor, under the control of firmware present in the 
option, monitors the option’s functions and sets up the op- 
erating modes according to instructions received. 


While executing the control program, the microprocessor 
retrieves previously stored calibration constants and front- 


panel settings and, as necessary, places program- 
generated data in temporary storage for later use. The elec- 
trically alterable read-only memory (EAROM), random ac- 
cess memory (RAM), and ultraviolet erasable programmable 
read only memory (EPROM) contained in the Buffer and op- 
tion circuit boards provide these storage locations. 


BUFFER BOARD 

The option circuit board connects to the standard oscillo- 
scope through the Buffer circuit board. The Buffer board 
performs the following functions: 

1 . Buffers and modifies the timing of the microprocessor 
bus. 

2. Distributes the microprocessor bus, power supplies, 
and analog signals from the standard oscilloscope to 
the options. 
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3. Provides additional ROM for interfacing options to the 
standard instrument. 

4. Provides an EAROM for options use. 

5. Provides a mechanical interface. 


The microprocessor control bus, address bus, and data 
bus are buffered by Buffer board circuitry. Microprocessor 
bus timing for the option is modified by buffers on the Buffer 
board to make bus timing more compatible with the options. 
The EAROM bus allows the microprocessor to access the 
option EAROM located on the Buffer board. Address bus 
decoding allows individual circuits to be addressed. 


These signal paths are used for communications be- 
tween the option and the standard oscilloscope and involve 
both data and control signals. The main oscilloscope cir- 
cuitry uses them to control the option. The option uses them 
to send information to the standard oscilloscope for display 
and to control the standard oscilloscope. 


GPIB BOARD 

The GPIB option adds a GPIB port to the instrument. 
The standard oscilloscope and the option are intercon- 
nected by the Buffer board. The GPIB board is divided into 
analog and digital sections. 


Vertical position control signals and the trace separation 
control signal In the standard oscilloscope are digitized and 
regenerated in the analog section. This allows the GPIB to 
control the position of each trace on the crt. 


The digital section contains the microprocessor interface 
Including RAM and EPROM that permits the micro- 
processor to control the option. A GPIB interface IC, buff- 
ers, and connector provide the actual interface connection 
to the GPIB. Status indicators located on the front panel 
indicate the current status of the GPIB interface. 


DETAILED CIRCUIT DESCRIPTION 


INTRODUCTION 

The following discussion provides detailed information 
concerning the electrical operation and circuit relationships 
of 2445 and 2465 GPIB circuitry. The descriptions are sup- 
ported by the associated detailed block diagram (Figure 7-5) 
and schematic diagrams located at the rear of this manual in 
the tabbed foldout pages. 


BUFFER BOARD DIGITAL DISTRIBUTION 

The Buffer Board Digital Distribution circuitry (see Dia- 
gram 20) interconnects the standard oscilloscope and the 
GPIB board. Most of the microprocessor signals are buff- 
ered and have their timing modified. In addition, some of the 
memory used for option functions is included on the Buffer 
board. 


Electrically Alterable ROM 

Nonvolatile storage for the calibration constants and 
power-down settings is provided by EAROM U4207. By us- 
ing different clock sources, the microprocessor is able to 
select either EAROM U2008 in the standard oscilloscope or 


Buffer board EAROM U4207. The clock source for the 
Buffer board EAROM comes from U2308 pin 5 (see Dia- 
gram 2 in the standard oscilloscope manual). Mode control 
inputs Cl and C3 are interchanged between the two 
EAROMs to prevent data contention. A TTL-to-MNOS level 
shift of the clock signal is provided by Q4201 . For additional 
information on EAROM operation, consult the “Theory of 
Operation” section of the standard oscilloscope service 
manual. 


Address Decoding 

Gates U4240A and U4240C partially decode the address 
bus. Enable BVMA U4240C pin 8 is HI for addresses from 
1000-7FFF (this and all other address references are in 
hexadecimal), the address space used by the options and 

the Buffer board. 


Enable BUFEN U4250C pin 8 is LO for the address 
space of 1 000-1 FFF. Address strobe LOWAD is active LO 
for the address space of XFFC-XFFF (where X is a don’t 
care). These decoded address signals are used in selecting 
ROM U4260 on the Buffer board and disabling data bus 
buffer U4255. 
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Buffer Board ROM 

Buffer board ROM U4260 is used to interface the option 
to the m ain osciliosc ope. Its outp ut enable (at pin 20) is 
ROMEN. The signals ROMEN a nd BUFEN a re the same if 
P4256 is present. With ROMEN and BUFEN the same, the 
Buffer board ROM address space is 1 000-1 FFF. Whenever 
the Buffer board ROM is addressed, shift r egister U 4275 
(that controls the data bus buffer) is reset by ROMEN. This 
prevents the Buffer board data bus buffer and the Buffer 
board ROM from driving the microprocessor side of the data 
bus at the same time. 


Bus Buffers 

The 10-MHz clock signal of the standard oscilloscope is 
buffered by U4265D. The buffered clock (B10MHZ) clocks 
the shift register (U4275) and is also sent to the options. 


The E clock, RESET, VMA, and R/W are buf fered by 
latchJJ4225. The pull-up on U4225 pin 12 allows RESET 
and E to pass through the latch unmodified. The buffered E 
clock is delayed more than 30 ns by R4265, C4265, and 
U4265C. This delayed BE clock latches VMA, R/W (U4225) 
and the address bus (U4235 and U4245), which provides 
extra hold time on these signals for the options. 


Data Bus Buffer 

Data bus buffer U4255 is a bidirectional bus driver that is 
controlled by the signals on pin 1 and pin 19. Pin 1 controls 
the direction of data flow through the buffer, and pin 19 
turns the drivers on and off. When pin 1 Is HI, the buffer is 
configured to drive data from the microprocessor to the op- 
tions. Conversely when pin 1 Is LO, the buffer is configured 
to drive data from an option to the microprocessor. Pin 1 is 
always HI, except when the microprocessor is reading data 
from an option. 


Signals on pin 1 and pin 19 coordinate the states of 
U4255 so that data bus contention never occurs. Buffer 
U4255 drives two buses; the bus between U4255 and the 
Control board of the standard oscilloscope, and the bus be- 
tween U4265 and the options. Both of these must be kept 
free of contentions (i.e., it is not allowed for more than one 
device to drive the bus at the same time). These two buses 
will be examined individually. 


The bus between the Control board and U4255 is driven 
by the Control board during a write bus cycle, driven by the 
Control board during a read cycle from nonoption space 
(OOOO-OFFF and 8000-FFFF), driven by U4255 during a read 
cycle from option space (2000-7FFF), and driven by U4260 
during a read from Buffer board ROM (1 000-1 FFF). The 
Control board changes Its drivers from output to input on 


^e rising edge of E (this Is the high-true E, not the low-true 
E used by the option) when going from a write to a read 
cycle. It changes from input to output on the falling edge of 
R/W when going from a read to a write cycle. Data buffer 
U4255 drives the Control board data bus only when BVMA 
and BR/W are both true, i.e., a read cycle from the option Is 
being performed. This is done by driving U4255 pin 1 from 
BVMA NANDed with BR/W (after passing through a delay 
consisting of two <^cles of the 10 MHz clock). Pin 19 of 
U4255 is driven by ¥ delayed for two cycles of the 10 MHz 
clock. This two-cycle delay ensures that U4255 will be driv- 
ing the Control board data bus only in a read cycle from 
option address space, during a time interval starting after 
the rising edge of E and ending after the falling edge of E. A 
delay of two cycles of the 10 MHz clock is necessary to 
guarantee that the Control board data bus drivers have 
turned off before U4265 starts driving the bus. This is a 
period of time when the Control board never drives the data 
bus during a read cy cle. Shift register stages in U4275 are 
cleared by ROMEN, forcing U4255 pin 19 HI while Buffer 
board ROM is being read. 


The bus between U4255 and the options must be driven 
by U4255 during a write cycle to the options (2000-7FFF) 
and may be driven by an option only during a read cycle 
from the option (2000-7FFF). Bus driver U4255 actually 
drives the bus to the options during all cycles except read 
cycles from 1000-7FFF. The bus is driven by an option only 
while E is true during an option read cycle. Address bus 
driver U4255 drives the bus during an option write cycle 
while JiJ4255 pin 19 is LO, but in this case pin 19 Is delayed 
from E only by one cycle of the 10 MHz clock. The delay Is 
only one cycle in this case so that the data will be driven to 
the options as soon as it is available from the 
microprocessor. 


GPIB CIRCUIT BOARD 

The GPIB board (see Diagram 22) provides a GPIB port 
to the instrument and its options. It also digitizes and regen- 
erates the four vertical channel position control signals and 
the trace separation control signal in the standard 
oscilloscope. 


The board is divided into analog and digital sections, with 
separate grounds for each section. The analog section is 
comprised of the Input and output multiplexers, the holding 
capacitors, the capacitors’ voltage followers, the digital-to- 
analog converter (dac) buffer, and the comparator. The re- 
maining circuits make up the digital section. 


Digital Saction 

ADDRESS BUS AND DECODING. The microprocessor 
address bus is buffered by U4501 and U4505. 
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The address decode circuitry generates enabling signals 
and strobes that allow the microprocessor to control the 
various circuit functions and devices as in the standard 
oscilloscope (see "Address Decode” description in the ser- 
vice manual of the standard oscilloscope). The memory map 
for the GPIB option is shown in Table 3-1. 


Table 3-1 

GPIB Option Memory Map 


Address 

Description 

Device No. 

1 000-1 FFF 

Buffer board ROM 

U4260 

2000-3BFF 

Non-paged EPROM 

U4710 

3C00-3F7F 

RAM 

U4811 

3FB0-3FB7 

GPIB interface IC 

U4818 

3FCX 

Input multiplexer latch 

U4625 

3FDX 

Output multiplexer latch 

U4626 

3FEX 

Status register 

U4701 

4000-7FFF 

Paged EPROM 

U4715 

7FFF 

Page register 

U4838 


Page register U4838B enables and disables access to 
paged EPROM U4715 and is selected by U4601. Whenever 
there is a write to address 7FFF, data bus line DO is latched 
by the page register. If DO Is latched HI, paged EPROM 
U4715 will be selected for memory accesses within the 
paged address space. The paged EPROM’s address is de- 
coded by U4705B. Both the paged address range and the 
page register output signals are combined in U4705C to 
give PAGE (TP4748), the enable signal for the paged 
EPROM (U4715 pin 20). 


Nonpaged EPROM U4710. RAM U4811, and I/O de- 
coder addresses are decoded by U4605, U4606, U4738, 
and U4706. Address lines (BA7 to BA12) determine whether 
the nonpaged EPROM, RAM, or the I/O decoder is selected. 
A LO ROM sign al (TP4 841) indicates that EPROM U4710 
is selected. A LO RAM signal (TP4843) Indicates that RAM 
U4811 is selected. One-of-eight decoder U4708 decodes 
the I/O. Its gate inputs, pins 4 through 6, select the address 
range from 3F80 through 3FFF. Only four of the eight out- 
puts are used: 

Pin 9 selects status register U4701 . 

Pin 1 0 selects output multiplexer register U4626. 

Pin 1 1 selects input multiplexer register U4625. 

Pin 12 selects GPIB interface 1C U4818. 


A write strobe, GW, is generated by U4831C. A LO GW 
indicates bus data should^ written to the enabled device. 
Similarly, read strobes, GR and GR, are generated by 
U4706D and U4705D. They are used to identify micro- 
processor read cycles. All three strobes are generated from 
ECK and R/W. 


The three major address-space strobes, for the page reg- 
ister and the unpaged and paged ROMs, are brought to- 
gether at U4738B to generate OPTS. It will be HI whenever 
the option is addressed. 


DATA BUS BUFFERS. The data bus is buffered by 
bidir^tional buffer U4608. This buffer is enabled by OPTS 
and E through U4706A and U4705A. The direction of data 
is controlled by the delayed R/W signal. This delayed R/W 
signal, which extends the time data buffer U4608 Is enabled, 
is generated through latch U4801 pins 4, 5, 3, and 2 which 
are connected to form a two-bit shift register clocked by the 
10 MHz clock. This delay is required whenever there is a 
write to either the RAM or the GPIB interface 1C. 


WAIT STATE GENERATOR. A wait state is required 
anytime the GPIB interface 1C is writte n to. The w ait state 
(MR LO U4730D) is started by GW and GPIB through 
U4831 B, U4706B, and U4730D. It continues until the same 
signals are clocked through shift register U4801, latch 
U4838A, and U4730D. The shift register and latch combina- 
tion provide a delay of 500-600 ns. 


GPIB INTERFACE 1C AND BUFFERS. The actual inter- 
face to the IEEE 488 bus is accomplished by GPIB interface 
1C U4818 and buffer s U480 5 and U4808. The GPIB Inter- 
face 1C is enabled by GPIB, which is generated b y U4 708. 
Bus data is gated out of and into t he 1C by GR and GW. The 
microprocessor enable line, ECK Is used as a clock at pin 
18. Address lines AO, A1, and A2 are applied to register 
select pins 6, 7, and 8 to select registers internal to the 
interface IC. Data bus lines are reversed, DO for D7, to ac- 
commodate the GPIB interface IC’s internal convention. The 
TRIG signal, pin 39, is sensed by STATUS register pin 4 for 
a diagnostic check of the GPIB Interface IC. Bus buffers 
U4805 and U4808 provide the drive characteristics required 
by IEEE 488 bus standards. 


GPIB BUFFER POWER SWITCH. To prevent glitches oc- 
curring at power up from disturbing the GPIB bus, a fast- 
rise-time power-supply switch is provi ded for GPIB buffers 
U4805 and U4808. At power up, RST clears U4801 via pin 
1 . With U4801 reset, both Q4745 and Q4743 are held OFF, 
preventing the buffers from receiving power. Both Inputs to 
U4735D are LO after reset, keeping U4801 pin 17 LO and 
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the buffer power switch off. The first time that status regis- 
ter U4701 is enabled and read, pin 13 of both U4701 and 
U4735D go LO. This causes U4801 pins 16 and 17 to 
change states and to stay HI, applying power to the GPIB 
buffers. 


STATUS REGISTER. This tristate buffer (U4701) is used 
for the following diagnostic and operational functions: 

Read the state of analog comparator U4631 via pin 15. 

Check GPIB interface IC U4818 via pin 5. 

Check the GPIB buffer’s switched 5 V supply via pin 3. 

Check wait state generation via pin 7. 

Check latches U4625 and U4626 and light-emitting diode 
(LED) driver U4730 via pins 9 and 1 1 . 

Control the GPIB buffer’s switched supply via pin 13. 


LIGHT-EMITTING DIODE DRIVERS AND LED BOARD. 

GPIB status indicator signals are latched along with multi- 
plexer select codes in both the input multiplexer latch, 
U4626, and the output multiplexer latch, U4626. Open col- 
lector, inverting buffers U4730A, U4730B, and U4730C 
drive the remotely located LED board. Series resistors at 
the output of each buffer limit LED current. Two of the buffer 
outputs are sensed by the Status register U4701 for di- 
agnostic purposes. 


Analog Circuitry 

The output of the digital-to-analog converter from the 
standard oscilloscope Is scaled by U4641 B to the ± 5 volt 
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range needed by the Vertical Position control and Trace 
Separation circuitry. The buffered and scaled dac signal is 
used to charge holding capacitors through the output multi- 
plexer U4621 , and as a reference for comparator U4631 . 


Analog comparator U4631 , whose output is read on pin 
1 5 of the status register U4701 , is used to compare input 
signals selected by input multiplexer, U4525, with the 
scaled-dac level. Its primary function Is to digitize the Verti- 
cal positioning and Trace Separation signals input on U4525 
pins 13, 14, 15, 12, and 1. Digitization is accomplished by a 
successive-approximation technique where the dac voltage 
is moved and compared with the voltage to be measured 
until the desired accuracy is achieved. 


The comparator and input multiplexer are also used to 
test other circuits on the board. The ground on U4525 pin 2 
is digitized to test the input multiplexer, latch, and dac. Pin 5 
is used to check the switched GPIB buffer supply. Pin 4 Is 
used in checking the analog outputs for the Vertical po- 
sitioning and Trace Separation signals after first setting 
them to known values during the analog-to-digital and 
digital-to-analog conversion process. 


The dac is also used to reproduce the position levels. 
First the dac and its buffer generate a voltage equal to the 
desired position. Then the output multiplexer, U4621 , steers 
the voltage to one of the holding capacitors. The capacitors 
are buffered by voltage followers, U4635 and U4641. Di- 
odes at the outputs of each voltage follower provide protec- 
tion against voltage swings that would damage components 
in the main oscilloscope. 
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PERFORMANCE CHECK AND 
CALIBRATION PROCEDURES 


INTRODUCTION 


r 


This section contains the Option 10 (GPIB) portion of the 
instrument’s performance check and calibration procedures. 
The “Performance Check Procedure” is used to check the 
instrument’s performance against the requirements listed In 
the “Specification” (Section 1). The “Calibration Procedure” 
is used to restore optimum performance or return the option 
to conformance with its “Performance Requirements” as 
listed In the “Specification” (Section 1). 


r 


r 

I- 

l 


Instrument performance should be checked after every 
2000 hours of operation or once each year if used infre- 
quently. A more frequent interval may be necessary If the 
instrument is subjected to harsh environments or severe us- 
age. The results of these periodic checks will determine the 
need for recalibration. 


Before performing these procedures, ensure that the 
LINE VOLTAGE SELECTOR switch Is set for the ac power 


source being used (see “Preparation for Use” in Section 2 of 
the standard instrument’s Service manual). Connect the in- 
strument to be checked and the test equipment to an appro- 
priate power source. 


LIMITS AND TOLERANCES 

The tolerances given in these procedures are valid for an 
instrument that is operating in and has been previously cali- 
brated In an ambient temperature between ~-15®C and 
-h65°C. The instrument also must have had at least a 20 
minute warm-up period. To assure instrument performance, 
perform all steps in the following procedures at the same 
ambient temperature. When performing the GPIB Option 
checks and calibration, it is assumed that the standard in- 
strument meets all of its “Performance Requirements” as 
stated in the “Specification” (Section 1) of the standard in- 
strument’s Service manual. 


PERFORMANCE CHECK PROCEDURE 


r 





tt ^ 


This procedure is used to verify proper operation of the 
option and may be used to determine the need for calibra- 
tion. This check may also be used as an acceptance test 
and as a preliminary troubleshooting aid. Perform all steps, 
both in the sequence presented and in their entirety, to en- 
sure that control settings are correct for the following step. 


PREPARATION 

Removing the wrap-around cabinet is not necessary to 
perform this procedure. All checks are made using the oper- 
ator accessible front- and rear-panel controls and 
connectors. 


Test equipment listed in Table 4-1 is required to perform 
this procedure. Since detailed operating instructions for the 


test equipment are not provided In this procedure, refer to 
the appropriate test-equipment instruction manual if addi- 
tional information is required. 


Turn the oscilloscope on by pressing in the POWER but- 
ton. Check that it enters its normal operating mode and that 
no error message is displayed on the crt. If an error mes- 
sage is present, have the instrument repaired or calibrated 
by a qualified service technician before performing this 
procedure. 


Set the oscilloscope’s GPIB address to 1, the end-of- 
message terminator to EOl, and the talk/listen mode 
to TALK LISTEN (see “GPIB Parameter Selection” in 
Section 2). 
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Table 4-1 

Test Equipment Required 

Item and Description 

Specification 

Examples of Applicable Test Equipment 

1 . GPIB Controller 

IEEE-488-1978 compatible. 

TEKTRONIX 4050-Series Computers. 

2. GPIB Cable 

IEEE-488-1978 compatible. 

Tektronix Part Number 012-0630-03. 


GPIB OPTION CHECKS 

Initial Control Settings 

Control settings not listed do not affect the procedure. 

Set: 

VERTICAL MODE 


CH 1 

On (button in) 

CH 2, CH 3, CH 4, 

ADD, and INVERT 

Off (buttons out) 

CHOP/ALT 

ALT (button out) 

20 MHz BW LIMIT 

Off (button out) 

VOLTS/DIV 

CH 1 and CH 2 

1 V 

CH 1 and CH 2 VAR 

In detent 

CH 3 and CH 4 

0.1 V (buttons out) 

Input Coupling 

CH 1 and CH 2 

1 MO GND 

A and B SEC/DIV 

1 ms (knobs locked) 

A and B SEC/DIV VAR 

In detent 

XI 0 MAG 

Off (button out) 

At and AV 

Off (press and release until 
associated readout is off) 

TRACKING 

Off (button out) 

TRACE SEP 

Fully CW 

TRIGGER 

HOLDOFF 

Fully CCW 

LEVEL 

Midrange 

SLOPE 

+ (plus) 

A/B TRIG SELECT 

A 

MODE 

AUTO LVL 

SOURCE 

VERT 

COUPLING 

DC 


1. Verify GPIB STATUS Indicators 

a. Set the oscilloscope’s POWER button to OFF and 
then to ON. 


b. VERIFY — All three GPIB STATUS indicators illumi- 
nate during the oscilloscope’s power-up sequence. 


c. VERIFY— The GPIB STATUS SRQ indicator is still 
illuminated when the power-up sequence is finished. 


d. Turn on the controller and enter “Program A” from the 
“Programming” part of Section 2 of this manual. 


e. Run “Program A”. 


f. Connect the GPIB controller to the oscilloscope’s rear- 
panel GPIB CONNECTOR using the GPIB cable. 


g. Enter 1 in response to the controller's prompt for the 
oscilloscope’s address. 

h. VERIFY — Response displayed by the controller is: 

ERROR - SRQ CODE 65 
- EVENT NO. 401 

i. VERIFY— The GPIB STATUS SRQ indicator is no 
longer illuminated. 


j. VERIFY— The GPIB STATUS REN indicator is now 
illuminated. 
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2. Check GPIB Vertical Position Accuracy 

a. Enter the BALance command. 

b. Enter the command CHI POS:3.0. 
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q. CHECK — The oscilloscope trace is between 2.4 and 

3.6 divisions below the center horizontal graticule line. 

r. Enter the command CH3 POS:0.i. 


r 


c. CHECK — The oscilloscope trace is between 2.6 and 
3.4 divisions above the center horizontal graticule line. 


d. Enter the command CH1 POS:— 3.0. 


r 


e. CHECK — The oscilloscope trace is between 2.6 and 
3.4 divisions below the center horizontal graticule line. 


f. Enter the command CHI POSiO.O. 


t: 


g. CHECK — The oscilloscope trace is within 0.3 division 
of the center horizontal graticule line. 


h. Enter the VMOde CH1:OFF,CH2:ON;CH2 POS:3.0 
commands. 


i. CHECK — The oscilloscope trace Is between 2.6 and 
3.4 divisions above the center horizontal graticule line. 


- 


I ' 

I: ^ 


j. Enter the command CH2 POS: -3.0. 

k. CHECK — The oscilloscope trace is between 2.6 and 
3.4 divisions below the center horizontal graticule line. 

l. Enter the command CH2 POS:0.0. 


m. CHECK— The oscilloscope trace Is within 0.3 division 
of the center horizontal graticule line. 


n. Enter the VMOde CH2:OFF,CH3:ON;CH3 POS:3.0 

commands. 



o. CHECK — The oscilloscope trace Is between 2.4 and 

3.6 divisions above the center horizontal graticule line. 


p. Enter the command CH3 POS:— 3.0. 




s. CHECK — The oscilloscope trace Is within 0.5 division 
of the center horizontal graticule line. 


t. Enter the VMOde CH3:OFF,CH4:ON;CH4 POS:3.0 

commands. 


u. CHECK — The oscilloscope trace is between 2.4 and 

3.6 divisions above the center horizontal graticule line. 


V. Enter the command CH4 POS:— 3.0. 

w. CHECK — The oscilloscope trace is between 2.4 and 
3.6 divisions below the center horizontal graticule line. 


X. Enter the command CH4 POS:0.0. 

y. CHECK — The oscilloscope trace is within 0.5 division 
of the center horizontal graticule line. 


z. Enter the VMOde CH4:OFF,CH2:ON,INVert:ON; 
CH2 POS:3.0 commands. 


aa. CHECK — The oscilloscope trace is between 2.4 and 
3.6 divisions above the center horizontal graticule line. 


ab. Enter the command CH2 POS:— 3.0. 


ac. CHECK — The oscilloscope trace is between 2.4 and 

3.6 divisions below the center horizontal graticule line. 


ad. Enter the command CH2? POS. 


ae. VERIFY — Response displayed by the controller is: 
CH2 POS; <X> 

where <X> is between 2.98 and 3.01. 
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af. Enter the command CH2 POS:0.0. 


ag. CHECK — The oscilloscope trace is within 0.5 divi- 
sion of the center horizontal graticule line. 


3. Verify GPIB Trace Separation 

a. Enter the VMOde CH2:OFF,INVert:OFF,CH1:ON; 
CHI POS:3.0 commands. 


CALIBRATION 


INTRODUCTION 

The “Calibration Procedure” is used to restore optimum 
performance or return the option to conformance with its 
“Performance Requirements” as listed in the “Specification” 
(Section 1). The GPIB option should be calibrated only when 
the vertical section of the standard instrument is known to 
meet its “Performance Requirements” as stated in the 
“Specification” section of Its manual. Performing this 
procedure while the temperature is drifting or before the 
standard instrument is calibrated may cause erroneous 
calibration settings. 


The four Vertical POSITION controls and the TRACE 
SEP control are digitized by the GPIB Option. The option 
can accurately control them only after they are calibrated. 
They are automatically calibrated by GPIB calibration 
routine 1 1 of the Diagnostic Monitor. 


PREPARATION 

Remove the wrap-around cabinet from the instrument as 
described in the “Maintenance” section of the standard 
Instrument Service manual. Then set the CAL/NO CAL 
jumper P501 in the standard Instrument to the CAL position 
(between pins 1 and 2). 


Turn the oscilloscope on by pressing In the POWER 
button. Check that it enters its normal operating mode and 
that no error message Is displayed on the crt. If an error 
message is present, have the instrument repaired or 
calibrated by a qualified service technician before 
performing this procedure. 


Before starting this procedure, remove any signal 
sources from the CH 3 and CH 4 input connectors. 


b. Enter the command HMOde ALTernate. 


c. Enter the HORizontal ASEcdiv:1E-3,BSEccllv:.SE-3, 
TRACEsep:-4.0 command. 


d. VERIFY — There are two traces on the crt. 


e. Disconnect the test setup. 


PROCEDURE 


CALIBRATE VERTICAL POSITIONING 

a. Set the CH 1 and CH 2 VOLTS/DIV VAR controls to 
their calibrated detents. 


b. Push the TRIGGER SLOPE switch while holding in 
both the AV and At switches to access the Diagnostic 
Menu. 

NOTE 

if the calibration feature is disabled (the CAL/NO CAL 
jumper is in the NO CAL position), CAL messages will 
not appear in the Diagnostic Menu of the crt readout. 


c. Repeatedly push the TRIGGER MODE switch until 
the “BU CAL F1” message appears in the Diagnostic Menu 
of the crt readout. 


d. Start the calibration routine by pushing up on the 
TRIGGER COUPLING switch. 


e. Repeatedly push the TRIGGER MODE switch up until 
the “GP CAL 1 1 ” message appears In the Diagnostic Menu 
of the crt readout. 

f. Start the calibration routine by pushing up on the 
TRIGGER COUPLING switch. 


g. When the routine ends (after about one minute), exit 
the Diagnostic Menu by pushing the A/B TRIG switch. 

h. Return the CAL/NO CAL jumper to its NO CAL posi- 
tion and reinstall the Instrument cabinet. 
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MAINTENANCE 


This section contains information for troubleshooting the 2445 and 2465 Option 10 (GPIB). Maintenance information 
contained in the standard instrument service manual “Maintenance” section also applies to the GPIB Option. To function 
properly, the option requires a working standard oscilloscope and Buffer board. 


TROUBLESHOOTING 


Preventive maintenance performed on a regular basis 
should reveal most potential problems before an instrument 
malfunctions. However, should troubleshooting be required, 
the following information Is provided to facilitate location of 
a fault. In addition, the material presented in the “Theory of 
Operation” and “Diagrams” sections of this manual and the 
“Troubleshooting” section of the standard Instrument’s ser- 
vice manual may be helpful while troubleshooting. 


GENERAL TROUBLESHOOTING 
PROCEDURE 

The information presented here is intended to comple- 
ment the information contained in the “Troubleshooting Pro- 
cedures” part of the “Diagrams” section of the manual. 
Become familiar with the rest of the Information in this sec- 
tion before proceeding with instrument troubleshooting. If 
the instrument will run the diagnostic routines as described 
in the “Diagnostic Routines” part of this section, perform the 
routines to help localize the instrument problems. 


First make sure that the standard instrument functions 
properly. The option assembly will have to be removed to 
verify this. Then make sure that the Buffer board functions 
properly. To do this, the board will have to be connected to 
the standard instrument using the extender cables and all 
the option lx>ards will have to be removed. Then verify that 
each option works properly by checking the operation of 
each option one at a time. Consult each option’s service 
manual for operating and troubleshooting information and 
extender cable use. After all the options are working cor- 
rectly, reassemble the instrument. 


DIAGNOSTIC ROUTINES 

Control of the instrument diagnostic routines and their 
display format is the same as for the standard instrument. 


Kernel Tests 

The standard instrument’s Kernel tests include checks to 
determine if the Buffer board and any options are present. A 
ROM checksum test is performed on the Buffer board ROM 
and each option ROM contained in the instrument. 


A failure of a Kernel test is considered “fatal” to the oper- 
ation of the microprocessor system. Kernel test failures will 
result in an attempt to flash the front-panel A SWP TRIG’D 
Indicator and illuminate certain other front-panel Indicators 
with an error code. The code points to the failure area as 
indicated in Table 5-1 . Tables 5-2 and 5-3 are used to deter- 
mine the option and device numbers used in Table 5-1 . Only 
the GPIB Option, Buffer board, and standard instrument 
codes are given in Table 5-1 . 


Table 5-1 

Kernel Test Failure Codes 


Failure Codes 

Failing Device 

Option 

Device 

0 

0 

Control Board RAM (U2496) 

0 

1 

ROM at 8000 (hex) (U2178) 

0 

2 

ROM at AOOO (hex) {U2378) 

0 

3 

ROM at COOO (hex) (U2362) 

0 

4 

ROM at EOOO (hex) (U2162) 

1 

1 

GPIB Board ROM U4715 

1 

2 

GPIB Board ROM U4710 

1 

4 

GPIB Board RAM U4811 

F 

1 

Buffer Board ROM U4260 
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Tabie 5-2 

Front-Panel LED Option Codes 


Option Code 

Option 

Number 

(in hex) 

Option 

Name 

CH 1 

LED 

(bit 3) 

CH 2 

LED 
(bit 2) 

CH 3 

LED 

(bit 1) 

CH 4 

LED 
(bit 0) 

OFF 

OFF 

OFF 

OFF 

0 

Basic Instrument 

OFF' 

OFF 

OFF 

ON 

1 

Option 10 (GPIB) 

OFF 

ON 

ON 

OFF 

6 

Option 05 (TV) 

OFF 

ON 

ON 

ON 

7 

Option 01 (DMM) 

ON 

OFF 

OFF 

OFF 

8 

Option 06 (C/T/T) 

ON 

OFF 

OFF 

OFF 

8 

Option 09 (WR) 

ON 

ON 

ON 

ON 

F 

Buffer Board 


Table 5-3 

Front-Panel LED Device Codes 


Ready 

LED 
(bit 2) 

+ 

LED 
(bit 1) 

LED 
(bit 0) 

Device 

Number 

OFF 

OFF 

OFF 

0 

OFF 

OFF 

ON 

1 

OFF 

ON 

OFF 

2 

OFF 

ON 

ON 

3 

ON 

OFF 

OFF 

4 

ON 

OFF 

ON 

5 

ON 

ON 

OFF 

6 

ON 

ON 

ON 

7 


Even if a failure is reported, the A/B TRIG (sometimes 
labeled A/B/MENU switch, dependent upon which option Is 
installed) may be pushed (or the GPIB command NORM 
may be used) to try to resume normal Instrument operation. 
However, because of the failure, operation of particular In- 
strument functions is unpredictable. 


Confidence Tests 

Option 10 related Confidence tests, Exerciser routines, 
and their associated error codes are listed In Table 5-4. 
Option-related Confidence tests are performed automati- 
cally at power up if the Kernel tests are completed success- 
fully. These tests may also be initiated by the operator from 
the Diagnostics Monitor using the following procedure: 

1. Push the TRIGGER SLOPE switch while holding in 
both the AV and At switches to access the Diagnostic 

Menu. 


2. Select the desired test number by repeatedly pushing 
the TRIGGER MODE switch up until the test number ap- 
pears In the Diagnostic Menu of the crt readout. 


3. Start the test procedure by pushing up on the TRIG- 
GER COUPLING switch. 


4. If a failure is reported in the Diagnostic Menu, refer the 
instrument to a qualified service technician. 


5. When the procedure ends, exit the Diagnostic Menu 
by pushing the A/B TRIG switch. 


EAROM TEST (BU TEST 01). Checks EAROM to verify 
Its contents and the interface circuitry. 


Read/Write Test — The contents of one location are read, 
modified, and then reread to verify functioning of the device 
interface. 


Test checks: EAROM input and output lines, EAROM 
mode control, EAROM reading and writing, and EAROM 
clock. 


Checksum Test — The contents of locations containing 
calibration constants and power-down settings are verified 
using a spiral-add checksum technique. The result is com- 
pared to the contents of location 0. 


Test checks: EAROM addressing and EAROM contents. 
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Table 5-4 

Diagnostic and Exerciser Routines 


Routine 

Test 

Routine 

Error 

Error Code 

Type 

Number 

Name 

Code 

Meaning 

Buffer Board Test 

F1 

EAROM Test 

X8 

Bad read after write. 




IX 

Bad checksum. 

GPIB Test • 

11 

GPIB Board 





RAM 

01 

Error in RAM or associated 
circuitry. 



GPIB Controller 

02 

Malfunction of U4818, decoder 
U7408, or buffer U4701. 



Power Latch 

03 

Failure in latch U4801 , gate 
U4735D, Q4745, or buffer U4701. 



Output Latches 

04 

Malfunction of latch U4625, gate 
U4730, buffer U4701. a GPIB STA- 
TUS indicator, or latch U4626. 



Input Multiplexer 

05 

Malfunction of DAC amplifier 
U4641B, input multiplexer U4525 or 
comparator U4631 . 



Switched Supply 

06 

Malfunction of switch Q4725 or 
Q4743. 



Output Multiplexer 

07 

Malfunction of the output multi- 
plexer, associated holding capac- 
itors, or buffers. 



Wait State Generator 

08 

Malfunction of U4831B, U4706B, 
U4801, or U4838A. 

Buffer Board Exerciser 

FI 

Option Identification 

None 



F2 

Page Selection 

None 


Exerciser 

02 

EAROM Examine 

None 


GPIB Exerciser 

11 

Address Selection 

None 


GPIB Exerciser 

12 

Terminator and Talk/Listen 

Mode Selection 

None 



An X in the Error Code column indicates a don’t care condition. 


GPIB BOARD (GP TEST 11). Circuitry on the GPIB 

board is checked for proper operation, and error conditions 
are reported. 

Test checks: Circuitry listed in Table 5-4 under GPIB 
Test 11. 


Exerciser Routines 

Operation of Exerciser routines is the same as for the 
standard instrument. The Exerciser routines allow the oper- 
ator to set and examine various bytes of control data used 
In determining option function. 
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OPTION IDENTIFICATION (BU EXER FI). This routine 
displays the option designator for all installed options 
across the top line of the crt readout. Option designators 
are listed in Table 5-5. 


Table 5-5 

Option Designators 


Option 

Option 

Designator 

Buffer Board 

BU 

GPIB 

GP 

TV 

TV 

DMM 

DM 

Counter/Timer/Trigger 

CT 

Word Recognizer 

CT 


PAGE SELECTION (BU EXER F2). This routine continu- 
ously selects and deselects each of the option page 
registers. 


EAROM EXAMINE (EXER 02). This is the standard in- 
strument EAROM Examine routine. The Buffer board mem- 
ory contents are displayed when Buffer board location 64 
(hex) to Buffer board location Cl (hex) are accessed. 


ADDRESS SELECTION (GP EXER 11). Used to select 
the instrument’s GPIB address. Its use is explained in Sec- 
tion 2 of this manual. 


TERMINATOR AND TALK/LISTEN MODE SELECTION 
(GP EXER 12). Used to select both the instrument’s end-of- 
message terminator and the Talk/Listen mode of the instru- 
ment’s GPIB interface. Use of this routine is described in 
Section 2 of this manual. 


EXTENDER CABLE USE 

Extender Cable Kit 

An extender cable kit, which can be ordered from 
Tektronix, Inc. (Tektronix Part Number 020-1075-00), Is 
needed when troubleshooting an instrument containing op- 
tions. The kit is used when troubleshooting the standard 
instrument by itself or when connecting a removed option 
assembly to the standard instrument for troubleshooting 
purposes. 


Ail the cables contained in the kit are listed in Table 5-6. 
In addition to the cables, the kit contains 12 zero-ohm 
jumpers (Tektronix Part Number 131-0993-00). The proce- 
dures that follow and the “Troubleshooting Procedures” in 
the “Diagrams” section of this manual reference the cables 
by number as shown in column one. See Figure 5-1 for a 
pictorial representation of each cable to aid in cable 
identification. 


Table 5-6 
Extender Cables 


Cable 

Number 

Tektronix 

Part Number 

Option 

Usage 

1 

175-7183-00 

All 

2 

175-7184-00 

All 

3 

175-9178-00 

All 

4 

175-9181-00 

All 

5 

175-7215-00 

GPIB 

6 

175-9179-00 

GPIB 

7 

175-9182-00 

GPIB 

8 

175-9175-00 

TV 

9 

175-9180-00 

TV 

10 

175-9183-00 

TV 

11 

175-9174-00 

TV,C/T/T 

12 

175-7932-00 

C/T/T 

13 

175-9176-00 

C/T/T 

14 

175-9177-00 

C/T/T 


Instryment Troubleshooting Without Options 

When it is desired to troubleshoot the standard instru- 
ment with the option assembly removed, perform the follow- 
ing steps to complete the signal paths required for operation 
of the standard Instrument circuitry. Note that all the steps 
will not necessarily be performed, depending on which op- 
tions were included in the instrument. 


NOTE 

In the following steps, P100, P101, and P102 are all 
located on the Main board in the standard instrument. 


1 . If the instrument contained the GPIB Option, use cable 
7 to connect front-panel connector P4256 and Control 
board connector P651. 
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2. If the instrument contained the TV Option, connect 
pins 1 and 2 of PI 00 and pins 9 and 10 of PI 00 using the 
extender cable kit jumpers. 


3. If the instrument contained the TV or c/T/T Options, 
connect pins 3 and 4 of PI 02 and pins 7 and 8 of PI 02 
using the extender cable kit jumpers. 


4. If the Instrument contained the C/T/T Option, connect 
pins 1 and 3 of PI 01 and pins 6 and 8 of PI 01 using the 
extender cable kit jumpers. 


Instrument Troubleshooting With Options 

To operate the instrument and its options with the option 
assembly removed for troubleshooting, the assembly is 
placed upside down and to the right of the standard instru- 
ment (see Figure 5-2). The arrow represents the extender 
cables that are connecting the option assembly and the 
standard Instrument. 


Connecting all the extender cables is not required for 
each option. Column thr^ in Table 5-6 lists which extender 
cables are used to connect and operate a particular option 
whose operation is in question. Cable number and Buffer 
toard-standard instrument interconnection information for 
the GPIB Option Is shown in Figure 5-3. The “Troubleshoot- 
ing Procedures” in the “Diagrams” section of this manual 
contain information about cable usage during the trouble- 
shooting session. 




EXTENDER 

CABLES 



Figure 5-2. Orientation of assemblies when using extender cables. 
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*P4256 IS REMOVED IF THE DMM OPTION IS INSTALLED 


CABLE 3 TO 
J203 ON 
REGULATOR" 
BOARD 


OO ( 

00 ^ 

88 

OO 0/0 

OO ^ 9^ o 

OO S 

OO - S 2 

OO ^ O 


CABLE 2 TO 
J500 ON 
CONTROL 
BOARD 


CABLE 1 TO 
J502 ON 
CONTROL 
BOARD 


CABLE 4 TO 
J303 ON 
INVERTER 
BOARD 



CABLE 6 TO 
O P651 ON 
O CONTROL 
S BOARD 


0000 £ 

OOO^ 


CABLE 7 TO 
CABLE CONNECTOR 
P651 FROM 
FRONT PANEL 
BOARD , 


ooooc 

ooooc 


88 /-X 

I go I O 


:>ooon 

:>oooo 


OOOOOOOOOD 

oooooooooo 
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CORRECTIVE MAINTENANCE 


Corrective maintenance for this option is the same as for 
the standard instrument unless stated otherwise in this 
section. 


REMOVAL AND REPLACEMENT 
INSTRUCTIONS 

The GPIB Option board and the Buffer board may be 
removed for repair or replacement using the following proce- 
dures. Before beginning any procedure, read the Information 
at the beginning of “Removal and Replacement Instruc- 
tions” in the “Maintenance” section in the standard instru- 
ment service manual. If additional options are installed in the 
Instrument, consult their service manuals for removal and 
replacement information that may impact the following 
procedures. 


GPIB Board Removal 

Removal of the GPIB board for repair or replacement is 
accomplished by performing the following procedure: 

1. If the GPIB cable from the controller Is connected to 
the instrument, disconnect it from the oscilloscope rear 
panel. 


2. Perform the “Cabinet Removal” procedure as outlined 
in the “Removal and Replacement Instructions” in the stan- 
dard instrument service manual. 


3. Perform the first six steps of the “Top-Cover Plate 
Removal” procedure as outlined in the “Removal and Re- 
placement Instructions” in the standard instrument service 
manual. 


4. Remove the two top securing screws located at the 
right-center portion of the top-cover plate. 


5. Lift the top-cover plate above the instrument approxi- 
mately 2 inches. 


6. Disconnect the GPIB connector cable (P4800) from 
the GPIB board. 


7. Disconnect two cables at the right-front edge of the 

Buffer board (P4207 and P4210). 


8. Lift and then rotate the option assembly atxjut the 
instrument front panel until the assembly is almost upside 
down. 


9. Disconnect the LED connector (P4540) from the GPIB 
board. Note the cable routing for reinstallation reference. 


10. Disconnect two cables at the front edge of the Buffer 
board (P4258 and P651). 


1 1 . Remove the GPIB board from the option assembly by 
lifting it straight out from the Buffer board. Note the option 
assembly slot that the GPIB board is removed from for 
reinstallation reference. 


To reinstall the GPIB board and option assembly into the 
standard instrument, perform the reverse of the preceding 
steps. When securing the option assembly back into the 
main instrument, be sure that the connector cables are in- 
dexed correctly. Also check that the cables are not crimped 
and that P203 and P303 are seated correctly in their con- 
nectors. The two circuit board retainers located along the 
right edge of the top-cover plate should securely engage the 
Readout board. 


Buffer Board Removal 

To remove the Buffer board for repair or replacement: 

1. Perform the pr^:^ing “GPIB Board Removal” 
procedure. 


2. Remove the five securing screws that attach the 
Buffer board to the Vertical Board support. 


3. Remove the Buffer board from the top-plate cover and 
option assembly. 


To reinstall the Buffer board and option assembly into 
the standard instrument, perform the reverse of the preced- 
ing steps. 
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GPIB LED Board Removal 

To remove the LED board for repair or replacement: 

1 . Perform the first nine steps of the preceding “GPIB 
Board Removal” procedure. 


3. Remove the LED Mounting plate and the LED board 
while being careful not to damage the clear LED light lens. 


2. Remove the two screws securing the LED Mounting To reinstall the LED board into the standard instrument, 

plate. perform the reverse of the preceding steps. 
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REPLACEABLE 
ELECTRICAL PARTS 

PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local 
Tektronix. Inc. Field Office or representative. 

Changes to Tektronix instruments are sometimes made to 
accommodate improved components as they become available, 
and to give you the benefit of the latest circuit improvements 
developed in our engineering department. It is therefore impor- 
tant. when ordering parts, to include the following information in 
your order: Part number, instrument type or number, serial 
number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix. Inc. Field Office or represen- 
tative will contact you concerning any change in part number. 

Change information, if any. is located at the rear of this 

manual 

LIST OF ASSEMBLIES 

A list of assemblies can be found at the beginning of the 
Eiectncal Parts List The assemblies are listed in numerical order. 
When the complete component number of a part is known, this list 
will identify the assembly m which the part is located. 

CROSS INDEX-MFR. CODE NUMBER TO 
MANUFACTURER 

The Mfr. Code Number to Manufacturer Index for the 
Electrical Parts List is located immediately after this page. The 
Cross Index provides codes, names and addresses of manufac- 
turers of components listed in the Electrical Parts List. 

ABBREVIATIONS 

Abbreviations conform to American National Standard Y1 . 1 . 


COMPONENT NUMBER (column one of the 
Electrical Parts List) 


A numbering method has been used to identify assemblies, 
subassemblies and parts. Examples of this numbering method 
and typical expansions are illustrated by the following: 


Example a. 


component number 


A23R1234 A23 


Assembly num^ber 



R1234 


Circuit number 


Read: Resistor 1234 of Assembly 23 


Example b. 

A23A2R1234 


component number 
A23 A2 R1234 


Assembly 

number 


Subassembly 

number 


\ Circuit 
\number 


Read: Resistor 1234 of Subassembly 2 of Assembly 23 


Only the circuit number will appear on the diagrams and 
circuit board illustrations. Each diagram and circuit board 
illustration is clearly marked with the assembly number. 
Assembly numbers are also marked on the mechanical exploded 
views located in the Mechanical Parts List. The component 
number is obtained by adding the assembly number prefix to the 
circuit number 

The Electrical Parts List is divided and arranged by 
assemblies in numerical sequence (e.g., assembly A1 with its 
subassemblies and parts, precedes assembly A2 with its sub- 
assemblies and parts). 

Chassis-mounted parts have no assembly number prefix 
and are located at the end of the Electrical Parts List. 


TEKTRONIX PART NO. (column two of the 
Electrical Parts List) 

Indicates part number to be used when ordering replace- 
ment part from Tektronix 


SERIAL/MODEL NO. (columns three and four 
of the Electrical Parts List) 

Column three {3) indicates the serial number at which the 
part was first used. Column four (4) mdicatestheserial number at 
which the part was removed. No serial number entered indicates 

part is good for all serial numbers 


NAME & DESCRIPTION (column five of the 
Electrical Parts List) 

In the Parts List, an Item Name is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 


MFR. CODE (column six of the Electrical Parts 
List) 

Indicates the code number of the actual manufacturer of the 
part. (Code to name and address cross reference can be found 
immediately after this page.) 


MFR. PART NUMBER (column seven of the 
Electrical Parts List) 

• Indicates actual manufacturers part number 
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CROSS INDEX— MFR. CODE NUMBER TO MANUFACTURER 


Mfr. Code 

Manufacturer 

Address 

City, State, Zip 

00779 

AMP, INC. 

P.O. BOX 3608 

HARRISBURG, PA 17105 

01121 

ALLEN-BRADLEY COMPANY 

1201 2ND STREET SOUTH 

MILWAUKEE, W1 53204 

01295 

TEXAS INSTRUMENTS, INC. 

SEMICONDUCTOR GROUP 

P.O. BOX 5012 

DALLAS, TX 75222 

04222 

AVX CERAMICS. DIVISION OF AVX CORP. 

P O BOX 867 

MYRTLE BEACH, SC 29577 

04713 

MOTOROLA. INC., SEMICONDUCTOR PROD. DIV. 

5005 E MCDOWELL RD.PO BOX 20923 

PHOENIX, AZ 85036 

07263 

FAIRCHILD SEMICONDUCTOR. A DIV. OF 

FAIRCHILD CAMERA AND INSTRUMENT CORP. 

464 ELLIS STREET 

MOUNTAIN VIEW, CA 94042 

08261 

SPECTRA-STRIP CORP. 

7100 LAMPSON AVE. 

GARDEN GROVE, CA 92642 

12969 

UNITRODE CORPORATION 

580 PLEASANT STREET 

WATERTOWN, MA 02172 

22526 

BERG ELECTRONICS, INC. 

YOUK EXPRESSWAY 

NEW CUMBERLAND, PA 17070 

27014 

NATIONAL SEMICONDUCTOR CORP. 

2900 SEMICONDUCTOR DR. 

SANTA CLARA, CA 95051 

27264 

MOLEX, INC. 

2222 WELLINGTON COURT 

LISLE, IL 60532 

50522 

MONSANTO CO., ELECTRONIC SPECIAL 

PRODUCTS 

3400 HILLVIEW AVENUE 

PALO ALTO, CA 94304 

51642 

CENTRE ENGINEERING INC. 

2820 E COLLEGE AVENUE 

STATE COLLEGE, PA 16801 

51984 

NEC AMERICA INC. RADIO AND 

TRANSMISSION DIV. 

2990 TELESTAR CT. SUITE 212 

FALLS CHURCH, VA 22042 

54473 

MATSUSHITA ELECTRIC. CORP. OF AMERICA 

1 PANASONIC WAY 

SECAUCUS, NJ 07094 

55112 

PLESSEY CAPACITORS. DIV. OF PLESSEY INC. 

5334 STERLING CENTER DR. 

WEST LAKE VILLAGE, CA 91361 

56289 

SPRAGUE ELECTRIC CO. 

87 MARSHALL ST. 

NORTH ADAMS, MA 01247 

57668 

R-OHM CORP. 

16931 MILLIKEN AVE. 

IRVINE. CA 92713 

80009 

TEKTRONIX, INC. 

P 0 BOX 500 

BEAVERTON. OR 97077 

91637 

DALE ELECTRONICS. INC. 

P. 0. BOX 609 

COLUMBUS, NE 68601 

T1015 

MUSASHI WORKS OF HITACHI LTD 

1450 JOSUIHON-CHO 

KODAIRA-SHI 




TOKYO. JAPAN 


00779 

AMP, INC. 

P.O. BOX 3608 

HARRISBURG. PA 17105 

01536 

CAMCAR DIV OF TEXTRON INC. SEMS 
PRODUCTS UNIT 

1818 CHRISTINA ST. 

ROCKFORD, IL 61108 

06383 

PANDUIT CORPORATION 

17301 RIDGELAND 

TINLEY PARK, IL 60477 

09922 

BURNDY CORPORATION 

RICHARDS AVENUE 

NORWALK, CT 06852 

22670 

G.M. NAMEPLATE, INC. 

2040 15TH AVENUE WEST 

SEATTLE, SNA 98119 

80009 

TEKTRONIX, INC. 

P 0 BOX 500 

BEAVERTON, OR 97077 

83385 

CENTRAL SCREW CO. 

2530 CRESCENT DR. 

BROADVIEW, IL 60153 

83486 

ELCO INDUSTRIES. INC. 

1103 SAMUELSON ROAD 

ROCKFORD, IL 61101 

86928 

SEASTROM MFG. COMPANY, INC. 

701 SONORA AVENUE 

GLENDALE, CA 91201 

T1319 

MORELLIS Q & D PLASTICS 

1812 16TH AVE 

FOREST GROVE OR 97116 
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Component No. 

Tektronix 
Part No. 

Serial/Model No. 

Eft Dscont 

Name & Description 

Mfr 

Code 

Mfr Part Number 





ASSEMBUES 



A20 

670-7830-00 

B020000 

B021699 

CKT BOARD ASSY.BUFFER 

80009 

670-7830-00 

A20 




(2445 ONLY) 



A20 

670-7830-00 

B020000 

B021999 

CKT BOARD ASSY:BUFFER 

80009 

670-7830-00 

A20 





(2465 ONLY) 



A20 

670-7830-01 



CKT BOARD ASSYrBUFFER 

80009 

670-7830-01 

A20 




(2445/2465 OPT 01,06,09 ONLY) 



A20 

670-7830-02 

B021700 


CKT BOARD ASSYrBUFFER 

80009 

670-7830-02 

A20 




(2445 ONLY) 



A20 

670-7830-02 

B022000 


CKT BOARD ASSY: BUFFER 

80009 

670-7830-02 

A20 




(2465 ONLY) 



A20 

670-7830-03 



CKT BOARD ASSY: BUFFER 

80009 

670-7830-03 

A20 




(2445/2465 OPT 05 ONLY) 



A20 

670-7830-04 



CKT BOARD ASSY:BUFFER 

80009 

670-7830-04 

A20 





(2445/2465 OPT 01 & 05.OR OPT 05,06 & 09) 



A20 

670-7830-05 

B025500 


CKT BOARD ASSY:BUFFER 

80009 

670-7830-05 

A20 

— 



(2445 ONLY, OPT 01,W/ANY COMBO OF 



A20 




OPTS 06,09,10) 



A20 

670-7830-05 

B028060 


CKT BOARD ASSY: BUFFER 

80009 

670-7830-05 

A20 





(2465 ONLY, OPT 01,W/ANY COMBO OF 



A20 




OPTS 06,09,10) 



A20 

670-7830-06 

B025500 


CKT BOARD ASSYrBUFFER 

80009 

670-7830-06 

A20 

— 



(2445 ONLY,OPT 10 ONLY) 





A20 

A20 

A20 

A20 

A20 

A20 


670-7830-06 

B028060 

CKT BOARD ASSY:BUFFER 
(2465 ONLY,OPT 10 ONLY) 

8CK)09 

670-7830-06 

670-7830-07 

B025500 

CKT BOARD ASSY.BUFFER 

(2445 ONLY,OPT 05.OR OPT 05/OPT 10 COMBO) 

80009 

670-7830-07 

670-7830-07 

B028060 

CKT BOARD ASSY:BUFFER 

(2465 ONLY,OPT 05.OR OPT 05/OPT 10 COMBO) 

80009 

670-7830-07 


A20 

670-7830-08 

B025500 


CKT BOARD ASSY:BUFFER 

80009 

670-7830-08 

A20 




(2445 ONLY, OPT 01 & 05.W/ANY COMBO OF 



A20 




OPT 06,09 & 10) 



A20 

670-7830-08 

B028060 


CKT BOARD ASSY: BUFFER 

80009 

670-7830-08 

A20 




(2465 ONLY,OPT 01 & 05,W/ANY COMBO OF 



A20 




OPT 06,09 & 10) 



A22 

670-8159-00 



CKT BOARD ASSY: LED 

80009 

670-8159-00 

A23 

670-7558-00 

B020000 

B021519 

CKT BOARD ASSY:GPIB OPTJON 

80009 

670-7558-00 

A23 





(2445 ONLY) 



A23 

670-7558-02 

B021520 

B024399 

CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-02 

A23 




(2445 ONLY) 



A23 

670-7558-04 

B024400 

B025499 

CKT BOARD ASSY:GPIB OPTION 

80009 

670-7558-04 

A23 




(2445 ONLY) 



A23 

670-7558-05 

B025500 

B025992 

CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-05 

A23 




(2445 ONLY) 



A23 

670-7558-06 

B025993 


CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-06 

A23 




(2445 ONLY) 



A23 

670-7558-00 

B020000 

B022699 

CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-00 

A23 




(2465 ONLY) 



A23 

670-7558-02 

B022700 

B026299 

CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-02 

A23 




(2465 ONLY) 



A23 

670-7558-04 

B026300 

B027849 

CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-04 

A23 





(2465 ONLY) 



A23 

670-7558-05 

B027850 

B028854 

CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-05 

A23 




(2465 ONLY) 



A23 

670-7558-06 

B028855 


CKT BOARD ASSYrGPIB OPTION 

80009 

670-7558-06 

A23 




(2465 ONLY) 
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Tektronix Serial/Model No. Mfr 

Componerit No. Part No. Eff Dscont Name & Description Code Mfr Part Number 


A20 670-7830-00 B020000 B021699 CKT BOARD ASSY:BUFFER 80009 670-7830-00 

A20 (2445 ONLY) 

A20 670-7830-00 B020000 B021999 CKT BOARD ASSYiBUFFER 80009 670-7830-00 

A20 (2465 ONLY) 

A20 670-7830-01 CKT BOARD ASSY: BUFFER 80009 670-7830-01 

A20 - (2445/2465 OPT 01 ,06,09 ONLY) 

A20 670-7830-02 B021700 CKT BOARD ASSY: BUFFER 80009 670-7830-02 

A20 - - (2445 ONLY) 

A20 670-7830-02 B022000 CKT BOARD ASSY:BUFFER 80009 670-7830-02 

A20 — (2465 ONLY) 

A20 670-7830-03 CKT BOARD ASSY: BUFFER 80009 670-7830-03 

A20 (2445/2465 OPT 05 ONLY) 

A20 670-7830-04 CKT BOARD ASSY:BUFFER 80009 670-7830-04 

A20 (2445/2465 OPT 01 & 05, OR OPT 05,06 & 09) 

A20 670-7830-05 B025500 CKT BOARD ASSYrBUFFER 80009 670-7830-05 

A20 (2445 ONLY,OPT 01 ,W/ANY COMBO OF 

A20 OPTS 06,09,10) 

A20 670-7830-05 B028060 CKT BOARD ASSY:BUFFER 80009 670-7830-05 

A20 — - (2465 ONLY, OPT 01 ,W/ANY COMBO OF 

A20 OPTS 06,09,10) 

A20 670-7830-06 B025500 CKT BOARD ASSYrBUFFER 80009 670-7830-06 

A20 - (2445 ONLY.OPT 10 ONLY) 

A20 670-7830-06 B028060 CKT BOARD ASSYrBUFFER 80009 670-7830-06 

A20 (2465 ONLY.OPT 10 ONLY) 

A20 670-7830-07 B025500 CKT BOARD ASSYrBUFFER 80009 670-7830-07 

A20 (2445 ONLY.OPT 05, OR OPT 05/OPT 10 COMBO) 

A20 670-7830-07 B028060 CKT BOARD ASSYrBUFFER 80009 670-7830-07 

A20 (2465 ONLY.OPT 05,OR OPT 05/OPT 1 0 COMBO) 

A20 670-7830-08 B025500 CKT BOARD ASSYrBUFFER 80009 670-7830-08 

A20 — — (2445 ONLY.OPT 01 & 05,W/ANY COMBO OF 

A20 OPT 06,09 & 10) 

A20 670-7830-08 B028060 CKT BOARD ASSYrBUFFER 80009 670-7830-08 

A20 — - -- (2465 ONLY.OPT 01 & 05,W/ANY COMBO OF 

A20 — OPT 06,09 & 10) 

A20C4215 283-0421-00 CAP.,FXD,CER DL0.1UF,-4-80-20%.50V 04222 MD015C104MAA 

A20C4224 283-0421-00 CAP.,FXD,CER DI:0.1UF,-}-80-20%.50V 04222 MD015C104MAA 

A20C4240 283-0421-00 CAP.,FXD,CER DI:0.1UF,-|-80-20%,50V 04222 MD015C104MAA 

A20C4241 283-0421-00 CAP.,FXD,CER DI:0.1UF,-f 80-20%, 50V (M222 MD015C104MAA 

A20C4255 283-0421-00 CAP.,FXD,CER DI:0.1UF,-h80-20%.50V 04222 MD015C104MAA 

A20C4260 283-0421-00 CAP.,FXD,CER DI:0.1UF,-h 80-20%, 50V 04222 MD015C104MAA 

A20C4265 281-0764-00 CAP.,FXD,CER DI:82PF,5%,100V 56289 492CCOG820J1 OOB 

A20C4270 283-0421-00 CAP..FXD,CER 01:0.1 UF,-H 80-20%, 50V 04222 MD015C104MAA 

A20C4280 283-0421-00 CAP.,FXD,CER DI:0.1UF,-H 80-20%, 50V 04222 MD015C104MAA 

A20J651 131-0608-00 TERMINAL.P1N:0.365 L X 0.025 PH BRZ GOLD 22526 48283-036 

A20J651 - (QUANTrTY OF 20) 

A20J4203 131-0608-00 TERMINAL,PINr0.365 L X 0.025 PH BRZ GOLD 22526 48283-036 

A20J4203 — - (QUANTITY OF 3) 

A20J4207 131-0608-00 TERMINAL.PIN:0.365 L X 0.025 PH BRZ GOLD 22526 48283-036 

A20J4207 (QUANTITY OF 7) 

A20J4210 131-0608-00 TERMINAL,PIN:0.365 L X 0.025 PH BRZ GOLD 22526 48283-036 

A20J421 0 — - (QUANTITY OF 34) 

A20J4220 131-0589-00 TERMINAL,PIN:0.46 L X 0.025 SQ 22526 48283-029 

A20J4220 — - (QUANTITY OF 1 4) 
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Replaceable Parts List 
2445/2465 Option 10 Service 


Component No. 

Tektronix 
Part No. 

Sehai/Model No. 

Eff Dscont 

Name & Description 

Mfr 

Code 

Mfr Part Nymber 

A20J4221 

131-0589-00 



TERMINAL, PIN:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4221 

— 



(QUANTITY OF 24) 



A20J4228 

131-2919-00 



CONN,RCPT.ELEC:HEADER,1 X 4,0.1 SPACiNG 

(K5779 

87232-4 

A20J4230 

131-2920-CK3 



CONN,RCPT,ELEC:HEADER,2 X 5,0.1 SPACING 

00779 

86479-3 

A20J4232 

131.2920-CK} 



CONN,RCPT,ELEC:HEADER,2 X 5,0.1 SPACING 

00779 

86479-3 

A2(W4234 

131-2919-00 



CONN,RCPT,ELEC:HEADER,1 X 4,0.1 SPACING 

00779 

87232-4 

A20J4236 

131-2920-00 



CONN,RCPT,ELEC:HEADER.2 X 5,0.1 SPACING 

00779 

86479-3 

A20J4238 

131-0589-00 



TERMINAL,PIN:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4238 




(QUANTITY OF 12) 



A20J4240 

131-1742-00 

B020000 

B021699 

TERMINAL, P1N;0.662 L X 0.025 SQ PH BRS 

22526 

48283-086 

A20J4240 





(QUANTITY OF 40) (2445 ONLY) (LOCATION A) 



A20J4240 

131-0589-00 

B021700 


TERMINAL,PIN:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4240 





(QUANTITY OF 40) (2445 ONLY) (LOCATION A) 



A20J4240 

131-1742-00 

B020000 

B021999 

TERMINAL.PIN:0.662 L X 0.025 SQ PH BRS 

22526 

48283-086 

A20J4240 

— 



(QUANTITY OF 40) (2465 ONLY) (LOCATION A) 



A20J4240 

131-0589-00 

B022000 


TERMINAL, P!N;0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4240 

_ — 



(QUANTITY OF 40) (2465 ONLY) (LOCATION A) 



A20J4240 

131-0589-00 



TERM1NAL.PIN:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4240 





(QUANTITY OF 4K2445/2465 LOCATION B) 



A20J4242 

131-0589-00 



TERMINAL, PIN:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4242 

— 



(QUANTITY OF 44) 



A20J4243 

131-0589-00 



TERMINAL, P!N:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4243 





(QUANTITY OF 44) 



A20J4256 

131-1742-00 



TERMINAL, P!N;0.662 L X 0.025 SQ PH BRS 

22526 

48283-086 

A20J4256 

— — 



(QUANTITY OF 2) 



A20J4256 

131-0608-00 

B020000 

B021699 

TERMINAL, P!N:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A20J4256 

...... 



(QUANTITY OF 14) (2445 ONLY) 



A20J4256 

131-1742-00 

B020000 

B021699 

TERMINAL, PIN:0.662 L X 0.025 SQ PH BRS 

22526 

48283-086 

A20J4256 





(QUANTITY OF 2) (2445 ONLY) 



A20J4256 

131-0589-00 

B021700 


TERMINAL.PIN:0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4256 

— 



(QUANTITY OF 2) (2445 ONLY) 



A20J4256 

131-0608-00 

B020000 

B021999 

TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A20J4256 





(QUANTITY OF 2) (2465 ONLY) 



A20J4256 

131-1742-00 

B020000 

B021999 

TERMINAL, PIN:0.662 L X 0.025 SQ PH BRS 

22526 

48283-086 

A20J4256 





(QUANTITY OF 2) (2465 ONLY) 



A20J4256 

131-0589-00 

B022000 


TERMINAL, PIN;0.46 L X 0.025 SQ 

22526 

48283-029 

A20J4256 





(QUANTITY OF 2) (2465 ONLY) 



A20J4258 

131-0608-00 



TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A20J4258 




(QUANTITY OF 20) 



A20J4330 

131-0608-00 



TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A20J4330 

— 



(QUANTITY OF 14) 



A20J4330 

131-1742-00 



TERMINAL, PIN:0.662 L X 0.025 SQ PH BRS 

22526 

48283-086 

A20J4330 

_ 



(QUANTITY OF 2) 



A20P203 

131-2924-00 



CONN.RCPT,ELEC:HEADER,1 X 6,0.2 SPACING 

27264 

10-51-1061 

A20P303 

131-2923-00 



CONN,RCPT,ELEC:HEADER,1 X 2,0.2 SPACING 

27264 

10-51-1021 

A20Q4201 

151-0190-00 



TRANSISTOR:NPN,SLTO-92 

04713 

SPS7969 

A20R4200 

321-0085-00 



RES.,FXD,FILM:75 OHM,1%,0.125W 

91637 

CMF55116G75R00F 

A20R4201 

321-0085-00 



RES.,FXD,F1LM:75 OHM,1%,0.125W 

91637 

CMF55116G75R00F 

A20R4202 

321-0122-00 

B020000 

B025499 

RES.,FXD,FiLM:182 OHM,1%,0.125W 

91637 

CMF55116G182R0F 

A20R4202 

— 



(2445 ONLY) 



A20R4202 

321-0132-00 

B025500 


RES.,FXD,FILM:232 OHM,1%,0.125W 

91637 

MFF1816G232R0F 

A20R4202 

— 



(2446 ONLY) 



A20R4202 

321-0122-00 

B020000 

B028059 

RES.,FXD,FILM:182 OHM,1%,0.125W 

91637 

CMF55116G182R0F 

A20R4202 

— 



(2465 ONLY) 



A20R4202 

321-0132-00 

B028060 


RES.,FXD,FILM:232 OHM,1%,0.125W 

91637 

MFF1816G232R0F 

A20R4202 

— 



(2465 ONLY) 
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Replaceable Parts List 
2445/2465 Option 10 Service 


Tektronix Serial/Model No. Mfr 

Component No. Part No. Eff Dscont Name & Description Code Mfr Part Nyimber 


A20R4203 321-0105-00 B020000 B025499 RES.,FXD,FILM:121 OHM,1%,0.125W 91637 CMF55116G121R0F 

A20R4203 — (2445 ONLY) 

A20R4203 321-0101-00 B025500 RES.,FXD,FILM:1 10 OHM,1%,0.125W 91637 CMF55116G110R0F 

A20R4203 — (2445 ONLY) 

A20R4203 321-0105-00 B020000 B028059 RES.,FXD,FILM:121 OHM,1%,0.125W 91637 CMF551 166121 ROF 

A20R4203 — - — - <2465 ONLY) 

A20R4203 321-0101-00 B028060 RES.,FXD,FILM:1 10 OHM,1%,0.125W 91637 CMF55116G110R0F 

A20R4203 (2465 ONLY) 

A20R4204 315-0512-00 RES.,FXD,CMPSN:5.1 K OHM,5%.0.25W 57668 NTR25J-E05K1 

A20R4205 315-0103-00 RES.,FXD,CMPSN:10K OHM,5%,0.25W 57668 NTR25J-E10K0 

A20R4206 315-0512-00 RES.,FXD,CMPSN;5.1 K OHM,5%,0.25W 57668 NTR25J-E05K1 

A20R4207 321-0105-00 B020000 B025499 RES.,FXD,FILM;121 OHM,1%,0.125W 91637 CMF55116G121R0F 

A20R4207 - (2445 ONLY) 

A20R4207 321-0101-00 B025500 RES..FXD,FILM:110 OHM.1%,0.125W 91637 CMF55116G110R0F 

A20R4207 — - (2445 ONLY) 

A20R4207 321-0105-00 B020000 B208059 RES..FXD,FILM:121 OHy.1%,0.125W 91637 CMF55116G121R0F 

A20R4207 - — - (2465 ONLY) 

A20R4207 321-0101-00 B028060 RES..FXD.FILM:110 OHM.1%,0.125W 91637 CMF55116G110R0F 

A20R4207 (2465 ONLY) 

A20R4208 321-0122-00 B020000 B205499 RES..FXD,FILM:182 OHM,1%,0.125W 91637 CMF55116G182R0F 

A20R4208 (2445 ONLY) 

A20R4208 321-0132-00 B025500 RES.,FXD,FILM:232 OHM,1%,0.125W 91637 MFF1816G232R0F 

A20R4208 (2445 ONLY) 

A20R4208 321-0122-00 B020000 B028059 RES.,FXD,FILM:182 OHM.1%,0.125W 91637 CMF55116G182R0F 

A20R4208 (2465 ONLY) 

A20R4208 321-0132-00 B028060 RES.,FXD,FtLM:232 OHM.1%.0.125W 91637 MFF1816G232R0F 

A20R4208 — (2465 ONLY) 

A20R4210 315-0471-00 B020000 B021699 RES.,FXD,CMPSN:470 OHM.5%.0.25W 57668 NTR25J-E470E 

A20R4210 — (2445 ONLY) 

A20R4210 315-0471-00 B020000 B021999 RES.,FXD.CMPSN;470 OHM,5%,0.25W 57668 NTR25J-E470E 

A20R4210 (2465 ONLY) 

A20R4224 315-0102-00 RES.,FXD,CMPSN:1K OHM,5%,0.25W 57668 NTR25JE01K0 

A20R4265 315-0681-00 RES.,FXD,CMPSN:680 OHM,5%,0.25W 57668 NTR25J-E680E 

A20U4207 156-1566-00 MICROCIRCUIT.DliEPROM.lOO X 14 80009 156-1566-00 

A20U4225 156-1318-00 MICROCIRCUIT,DI:4-BIT BISTABLE LATCH SCR 01295 SN74LS375 

A20U4235 156-1065-01 MICROCIRCUIT, DLOCTAL D TYPE TRANS LATCHES 04713 SN74LS373 ND/JD 

A20U4240 156-0718-03 MICROCIRCUIT, DLTRIPLE 3-INP NOR GATE 01295 SN74LS27 

A20U4245 156-1065-01 MICROCIRCUIT,DI:OCTAL D TYPE TRANS LATCHES 04713 SN74LS373 ND/JD 

A20U4250 156-0386-02 MICROCIRCUIT, DI:TRIPLE 3-INP NAND GATE 27014 DM74LS10N 

A20U4255 156-1111-02 MICROCIRCUIT.DI.OCTAL BUS TRANSCEIVERS 01295 SN74LS245 N30RJ4 

A20U4260 160-1833-05 MICROCIRCUIT, Dl:4096 X 8 EPROM,PRGM 80009 160-1833-05 

A20U4265 156-0383-02 MICROCIRCUIT, Dl.QUAD 2-INP NOR GATE 01295 SN74LS02 

A20U4275 156-0392-03 MICROCIRCUIT, DLQUAD LATCH W/CLEAR 01295 SN74LS1759NP3 OR 

A20U4280 156-0866-02 MICROCIRCUIT, Dl:13 INP NAND GATES.SCRN 80009 156-0866-02 
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Replaceable Parts List 
2445/2465 Option 10 Service 


Tektronix 


Serial/Model No. 


Component No. 

Part No. 

Eff 

Dscont 

A22 

670-8159-00 



A22DS4540 

150-1064-00 



A22DS4542 

150-1064-00 



A22DS4545 

150-1064-00 



A23 

670-7558-00 

B020000 

B021519 

A23 




A23 

670-7558-02 

B021520 

B024399 

A23 

— 



A23 

670-7558-04 

B024400 

B025499 

A23 





A23 

670-7558-05 

B025500 

B025992 

A23 

— 



A23 

670-7558-06 

B025993 


A23 

— 



A23 

670-7558-00 

B020000 

B022699 

A23 




A23 

670-7558-02 

B022700 

B026299 

A23 

— 



A23 

670-7558-04 

B026300 

B027849 

A23 

— 



A23 

670-7558-05 

B027850 

B028854 

A23 





A23 

670-7558-06 

B028855 


A23 




A23C4521 

283-0421-00 

B020000 

B027101 

A23C4521 

281-0909-00 

B027102 


A23C4521 

_ 



A23C4521 

283-0421-00 

B020000 

B030563 

A23C4521 

281-0909-00 

B030564 


A23C4521 

— 



A23C4530 

281-0861-00 



A23C4621 

283-0421-00 

B020000 

B027101 

A23C4621 

281-0909-00 

B027102 


A23C4621 

— 



A23C4621 

283-0421-00 

B020000 

B030563 

A23C4621 

281-0909-00 

B030564 


A23C4621 




A23C4625 

283-0421-00 

B020000 

B027101 

A23C4625 

281-0909-00 

B027102 


A23C4625 




A23C4625 

283-0421-00 

B020000 

B030563 

A23C4625 

281-0909-00 

B030564 


A23C4625 




A23C4626 

283-0421-00 

B020000 

B027101 

A23C4626 

281-0909-00 

B027102 


A23C4626 




A23C4626 

283-0421-00 

B020000 

B030563 

A23C4626 

281-0909-00 

B030564 


A23C4626 





Name & Description 

CKT BOARD ASSYrLED 

LT EMITTING DIO:YELLOW,585NM.4CI MA MAX 
LT EMITTING DIO:YELLOW,585NM,40 MA MAX 
LT EMITTING DIO:YELLOW.585NM.40 MA MAX 


CKT BOARD ASSY:GPIB OPTION 
(2445 ONLY) 

CKT BOARD ASSY:GPtB OPTION 
(2445 ONLY) 

CKT BOARD ASSY:GPIB OPTION 
(2445 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2445 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2445 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2465 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2465 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2465 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2465 ONLY) 

CKT BOARD ASSYrGPIB OPTION 
(2465 ONLY) 

CAP.,FXD.CER Dlr0.1UF, + 80-20%,50V 
CAP.FXD,CER Dlr0.022UF,20%.50V 

(2445 ONLY) 

CAP.,FXD,CER DlrO.1 UF, + 80-20%, 50V 
CAP.FXD.CER Dlr0.022UF.20%,50V 
(2465 ONLY) 

CAP.,FXD,CER Dlr270 PF,5%,50V 
CAP.,FXD,CER DlrO.1 UF. + 80-20%, 50V 

CAP.FXD.CER Dlr0.022UF,20%,50V 
(2445 ONLY) 

CAP..FXD.CER Dlr0.1UF.+80-20%,50V 
CAP.FXD.CER Dlr0.022UF,20%.50V 
(2465 ONLY) 

CAP.,FXD,CER Dlr0.1UF, + 80-20%,50V 

CAP.FXD.CER Dlr0.022UF,20%,50V 
(2445 ONLY) 

CAP.,FXD,CER DlrO.1 UF. + 80-20%.50V 
CAP.FXD.CER Dlr0.022UF.20%,50V 
(2465 ONLY) 

CAP.,FXD,CER Dlr0.1UF.+80-20%.50V 

CAP.FXD.CER Dlr0.022UF.20%.50V 
(2445 ONLY) 

CAP..FXD,CER DlrO.1 UF.+80-20%,50V 
CAP.FXD.CER Dlr0.022UF.20%,50V 

(2465 ONLY) 


Mfr 

Code Mfr Part Number 

80009 670-8159-00 

50522 MV5374C 

50522 MV5374C 

50522 MV5374C 


80009 670-7558-00 

80009 670-7558-02 

80009 670-7558-04 

80009 670-7558-05 

80009 670-7558-06 

80009 670-7558-00 

80009 670-7558-02 

80009 670-7558-04 

80009 670-7558-05 

80009 670-7558-06 


04222 MD01 5C1 04M AA 

80009 281-0909-00 


MD015C104MAA 

281-0909-00 

G1710-050-NP0-27 

MD015C104MAA 

281-0909-00 

MD015C104MAA 

281-0909-00 

MD015C104MAA 

281-0909-00 

MD015C104MAA 

281-0909-00 

MD015C104MAA 

281-0909-00 

MD015C104MAA 

281-0909-00 
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Replaceable Parts List 
2445/2465 Option 10 Service 


Tektronix Serial/Model No. Mfr 


Component No. 

Part No. 

Eft 

Dscont 

Name & Description 

Code 

Mfr Part Number 

A23C4631 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER DhO.I UF, + 80-20%, 50V 

04222 

MD015C104MAA 

A23C4631 

281-0909-00 

B027102 


CAP,FXD,CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4631 




(2445 ONLY) 



A23C4631 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER DL0.1UF.-f80-20%,50V 

04222 

MD015C104MAA 

A23C4631 

281-0909-00 

B030564 


CAP,FXD,CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4631 

— 



(2465 ONLY) 



A23C4635 

283-0421-00 



CAP.,FXD,CER DI:0.tUF,-^80-20%.50V 

04222 

MD015C104MAA 

A23C4636 

285-1187-00 



CAP.,FXD,MTLZD:0.47UF,1 0%,1 OOV 

55112 

160.47 K 100F 

A23C4637 

285-1187-00 



CAP.,FXD.MTLZD:0.47UF.10%,100V 

55112 

160.47 K 100F 

A23C4638 

285-1187-00 



CAP.,FXD,MTLZD:0.47UF.10%,100V 

55112 

160.47 K 100F 

A23C4640 

283-0421-00 

B020000 

B027101 

CAP..FXD.CER DI:0.1UF,-f80-20%,50V 

04222 

MD015C104MAA 

A23C4640 

281-0909-00 

B027102 


CAP,FXD,CER D1:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4640 





(2445 ONLY) 



A23C4640 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER DLO.IUF, +80-20%, 50V 

04222 

MD015C104MAA 

A23C4640 

281-0909-00 

B030564 


CAP,FXD,CER DI;0.022UF,20%,50V 

80009 

281-0909-00 

A23C4640 

— 



(2465 ONLY) 



A23C4644 

285-1187-00 



CAP.,FXD,MTLZD:0.47UF,10%,100V 

55112 

160.47 K 100F 

A23C4645 

285-1187-00 



CAP.,FXD,MTLZD:0.47UF,10%,100V 

55112 

160.47 K 100F 

A23C4705 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER DI:0.1UF, 4 80-20%,50V 

04222 

MD015C104MAA 

A23C4705 

281-0909-00 

B027102 


CAP.FXD.CER Dl:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4705 





(2445 ONLY) 



A23C4705 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER 01:0.1 UF, +80-20%, 50V 

04222 

MD015C104MAA 

A23C4705 

281-0909-00 

B030564 


CAP,FXD,CER DI:0.022UF,20%.50V 

80009 

281-0909-00 

A23C4705 

— - — 



(2465 ONLY) 



A23C4706 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER 01:0.1 UF, +80-20%,50V 

04222 

MD015C104MAA 

A23C4706 

281-0909-00 

B027102 


CAP,FXD,CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4706 

— 



(2445 ONLY) 



A23C4706 

283-0421 -CK) 

B020000 

B030563 

CAP.,FXD,CER 01:0.1 UF, + 80-20%, 50V 

04222 

MD015C104MAA 

A23C4706 

281-0909-00 

B030564 


CAP,FXD,CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4706 




(2465 ONLY) 



A23C4708 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER 01:0.1 UF, +80-20%, 50V 

04222 

MD015C104MAA 

A23C4708 

281-0909-00 

B027102 


CAP,FXD,CER Di:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4708 

— 



(2445 ONLY) 



A23C4708 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER 01:0.1 UF, +80-20%, 50V 

04222 

MD015C104MAA 

A23C4708 

281-0909-00 

B030564 


CAP,FXD,CER D{:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4708 

— 



(2465 ONLY) 



A23C4730 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER DLO.IUF, + 80-20%, 50V 

04222 

MD015C104MAA 

A23C4730 

281-0909-00 

B027102 


CAP,FXD,CER Df;0.022UF,20%,50V 

80009 

281-0909-00 

A23C4730 

— - 



(2445 ONLY) 



A23C4730 

283-0421-00 

B020000 

B0305S3 

CAP.,FXD,CER DLO.IUF, + 80-20%, 50V 

04222 

MD015C104MAA 

A23C4730 

281-0909-00 

B030564 


CAP,FXD,CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4730 




(2465 ONLY) 



A23C4735 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER 01:0.1 UF, +80-20%, 50V 

04222 

MD015C104MAA 

A23C4735 

281-0909-00 

B027102 


CAP.FXD.CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4735 

— 



(2445 ONLY) 



A23C4735 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER 01:0.1 UF, + 80-20%, 50V 

04222 

MD015C104MAA 

A23C4735 

281-0909-00 

B030564 


CAP,FXD,CER DI:0,022UF.20%,50V 

80009 

281-0909-00 

A23C4735 

— 



(2465 ONLY) 



A23C4738 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER DI:0.1UF, + 80-20%,50V 

04222 

MD015C104MAA 

A23C4738 

281-0909-00 

B027102 


CAP,FXD.CER DI;0.022UF,20%,50V 

80009 

281-0909-d0 

A23C4738 

— 



(2445 ONLY) 



A23C4738 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER 01:0.1 UF, + 80-20%,50V 

04222 

MD015C104MAA 

A23C4738 

281-0909-00 

B030564 


CAP,FXD,CER DL0.022UF,20%.50V 

80009 

281-0909-00 

A23C4738 





(2465 ONLY) 
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Tektronix 
Part No. 

Serial/Model No. 

Eff Dscont 

Name & Description 

Mfr 

Code 

Mfr Part Number 

A23C4745 

283-0203-00 



CAP.,FXD.CER DI;0.47UF,20%,50V 

04222 

5R305SE474MAA 

A23C4747 

290-0847-00 



CAP.,FXD,ELCTLT:47UF.+50-10%,10 V 

54473 

ECE-B1AV470S 

A23C4801 

283-0421-00 

B020000 

B027101 

CAP. .FXD.CER DI :0.1 UF, + 80-20%, 50V 

04222 

MD015Ct04MAA 

A23C4801 

281-0909-00 

B027102 


CAP.FXD.CER DI:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4801 




(2445 ONLY) 



A23C4801 

283-0421-00 

B020(K)0 

B030563 

CAP.,FXD,CER DI:0.1UF,-i-80-20%.50V 

04222 

MD015C104MAA 

A23C4801 

281-0909-00 

B030564 


CAP.FXD.CER Di:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4801 




(2465 ONLY) 



A23C4805 

283-0421-00 

B020CM)0 

B027101 

CAP.,FXD,CER DI:0.1UF.4-80-20%,50V 

04222 

MD015C104MAA 

A23C4805 

281-0909-00 

B027102 


CAP.FXD.CER DI:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4805 

.... 



(2445 ONLY) 



A23C4805 

283-0421-00 

B0200CK) 

B030563 

CAP.,FXD.CER Dl:0.1 UF, + 80-20%,50V 

04222 

MD015C104MAA 

A23C4805 

281-0909-00 

B030564 


CAP.FXD.CER DI;0.022UF.20%.50V 

80009 

281-0909-00 

A23C4805 




(2465 ONLY) 



A23C4808 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER Di.O.I UF.-f 80-20%.50V 

04222 

MD015C104MAA 

A23C4808 

281-0909-00 

B027102 


CAP.FXD.CER DI:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4808 

— 



(2445 ONLY) 



A23C4808 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER Dl:0.1 UF, +80-20%, 50V 

04222 

MD015C104MAA 

A23C4808 

281-0909-00 

B030564 


CAP.FXD.CER Df:0.022UF.20%.50V 

80009 

281-0909-00 

A23C4808 




(2465 ONLY) 



A23C4831 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER Dl:0.1 UF, + 80-20%.50V 

04222 

MD015C104MAA 

A23C4831 

281-0909-00 

B027102 


CAP.FXD.CER DI:0.022UF,20%,50V 

80009 

281-0909-00 

A23C4831 




(2445 ONLY) 



A23C4831 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER Dl:0.1 UF. + 80-20%.50V 

04222 

MD015C104MAA 

A23C4831 

281-0909-00 

B030564 


CAP.FXD.CER DI;0.022UF.20%,50V 

80009 

281-0909-00 

A23C4831 




(2465 ONLY) 



A23C4838 

283-0421-00 

B020000 

B027101 

CAP.,FXD,CER Dl:0.1 UF, +80-20%.50V 

04222 

MD015C104MAA 

A23C4838 

281-0909-00 

B027102 


CAP.FXD.CER DI:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4838 




(2445 ONLY) 



A23C4838 

283-0421-00 

B020000 

B030563 

CAP.,FXD,CER Dl:0.1 UF, + 80~20%,50V 

04222 

MD015C104MAA 

A23C4838 

281-0909-00 

B030664 


CAP.FXD.CER DI:0.022UF.20%,50V 

80009 

281-0909-00 

A23C4838 




(2465 ONLY) 



A23CR4525 

152-0141-02 



SEMICOND DVC.DI:SW.SI,30V,150MA.30V.DO-35 

12969 

NDP0263(1N4152) 

A23CR4526 

152-0141-02 



SEMiCOND DVC,DI:SW,SI,30V.150MA,30V, DO-35 

12969 

NDP0263(1N4162) 

A23CR4527 

152-0141-02 



SEMICOND DVC.DLSW.SI, 30V, 150MA, 30V, DO-35 

12969 

NDP0263(1N4152) 

A23CR4530 

152-0141-02 



SEMICOND DVC,DI:SW.SI,30V,150MA, 30V, DO-35 

12969 

NDP0263(1N4152) 

A23CR4531 

152-0141-02 



SEMICOND DVC,DI:SW,SI,30V,150MA.30V,DO-35 

12969 

NDP0263 (1N4152) 

A23CR4532 

152-0141-02 



SEMICOND DVC.DI:SW,SI,30V,150MA,30V,DO-35 

12969 

NDP0263(1N4152) 

A23CR4633 

152-0141-02 



SEMICOND DVC,DI:SW,SI,30V,150MA.30V,DO-35 

12969 

NDP0263(1N4152) 

A23CR4634 

152-0141-02 



SEMICOND DVC,DI:SW,SI,30V,150MA,30V,DO-35 

12969 

NDP0263(1N4152) 

A23CR4540 

152-0141-02 



SEMICOND DVC,DI:SW.S!,30V.150MA,30V,DO-35 

12969 

NDP0263(1N4152) 

A23CR4541 

152-0141-02 



SEMICOND DVC,DI:SW,SI,30V,150MA,30V.D0.35 

12969 

NDP0263 (1N4152) 

A23J4540 

131-1614-00 



CONN,RCPT,ELEC:CKT BD,t X 36,0.1 SPACING 

08261 

800-380-000 

A23J4800 

131-0608-00 



TERMINAL,PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23J4800 





(QUANTITY OF 24) 



A23P4238 

131-2888-00 



CONN,RCPT,ELEC:CKT BD,HORIZ,2X6,0.t00 SPC 

(X)779 

86063-2 

A23P4243 

131-2887-00 



CONN,RCPT,ELEC:CKT BD,HORIZ,2 X 22,0.1 OOSP 

00779 

1-86063-8 

A23Q4743 

151-0622-00 



TRANSISTOR:SILICON,PNP 

27014 

X78038B 

A23Q4745 

151-0736-00 



TRANSISTOR:SILICON,NPN 

04713 

SPS8317 

A23R4501 

315-0103-00 



RES..FXD,CMPSN:10K OHM.5%,0.25W 

57668 

NTR25J-E10K0 

A23R4502 

315-0103-00 



RES.,FXD,CMPSN:10K OHM.5%,0.25W 

57668 

NTR25J-E10K0 

A23R4503 

315-0103-00 



RES.,FXD,CMPSN:10K OHM.5%,0.25W 

57668 

NTR25J-E10K0 

A23R4510 

315-0103-00 



RES.,FXD,CMPSN:10K OHM,5%.0.25W 

57668 

NTR25J-E10K0 

A23R4511 

315-0272-00 



RES.,FXD,CMPSN:2.7K OHM,5%,0.25W 

57668 

NTR25J-E02K7 
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Part No. 

Eff Dscont 
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Code 

Mfr Part Number 

A23R4512 

315-0103-00 


RES.,FXaCMPSN:10K OHM,5%,0.25W 

57668 

NTR25J-E10K0 

A23R4513 

315-0101-00 


RES.,FXD,CMPSN:100 OHM,5%,0.25W 

57668 

NTR25J-E 100E 

A23R4515 

315-0101-00 


RES.,FXD,CMPSN:100 OHM,5%,0.25W 

57668 

NTR25J-E 100E 

A23R4516 

315-0272-00 


RES..FXD,CMPSN:2.7K OHM,5%,0.25W 

57668 

NTR25J-E02K7 

A23R4520 

315-0272-00 


RES.,FXD,CMPSN:2.7K OHM,5%,0.25W 

57668 

NTR25J-E02K7 

A23R4521 

321-0344-00 


RES.,FXD,FILM:37.4K OHM,1%.0.125W 

91637 

MFF1818G37401F 

A23R4523 

321-0300-00 


RES„FXD.FILM:13K OHM,1%,0.125W 

91637 

MFF1816G13001F 

A23R4525 

321-0300-00 


RES.,FXD,FILM:13K OHM,1%.0.125W 

91637 

MFF18t6G13001F 

A23R4526 

321-0300-00 


RES.,FXD,FILM:13K OHM,1%,0.125W 

91637 

MFF18t6G13001F 

A23R4531 

315-0103-00 


RES.,FXD,CMPSN:10K OHM,5%.0.25W 

57668 

NTR25J-E10K0 

A23R4532 

315-0272-00 


RES.,FXD,CMPSN:2.7K OHM,5%,0.25W 

57668 

NTR25J-E02K7 

A23R4533 

315-0103-00 


RES.,FXD,CMPSN:10K OHM,5%,0.25W 

57668 

NTR25J-E10K0 

A23R4534 

315-0130-00 


RES.,FXD,CMPSN:13 OHM,5%,0.25W 

01121 

CB1305 

A23R4535 

315-0104-00 


RES.,FXD,CMPSN:100K OHM,5%.0.25W 

57668 

NTR25J-E100K 

A23R4543 

315-0201-00 


RES..FXD,CMPSN:200 OHM,5%,0.25W 

57668 

NTR25J-E200E 

A23R4544 

315-0201-00 


RES.,FXD,CMPSN:200 OHM,5%,0.26W 

57668 

NTR25J~E200E 

A23R4545 

315-0201-00 


RES..FXD,CMPSN:200 OHM,5%.0.25W 

57668 

NTR25J-E200E 

A23R4546 

315-0620-00 


RES.,FXD,CMPSN:62 OHM,5%,0.25W 

57668 

NTR25J-E 62E 

A23R4547 

315-0102-00 


RES..FXD,CMPSN:1K OHM,5%,0.25W 

57668 

NTR25JE01K0 

A23R4548 

315-0102-00 


RES.,FXD,CMPSN:1K OHM,5%,0.25W 

57668 

NTR25JE01K0 

A23R4549 

315-0102-00 


RES..FXD,CMPSN:1K OHM.5%,0.25W 

57668 

NTR25JE01K0 

A23R4550 

315-0102-00 


RES.,FXD.CMPSN:1K OHM.5%,0.25W 

57668 

NTR25JE01K0 

A23R4615 

307-0445-00 


RES NTWK,FXD,FI;4.7K OHM,20%49) RES 

91637 

MSP10A01-472M 

A23R4630 

307-0730-00 


RES NTWK,FXD,FI:7,47K OHM, 2%, 0.1 8W 

91637 

MSP08A01473G 

A23R4635 

A23R4635 

315-0101-00 

B025993 

RES..FXD,CMPSN:100 OHM,5%.0.25W 
(2445 ONLY) 

57668 

NTR25J-E 100E 

A23R4635 

A23R4635 

315-0101-00 

6028855 

RES..FXD,CMPSN:100 OHM,5%,0.25W 
(2465 ONLY) 

57668 

NTR25J-E 100E 

A23R4731 

315-0102-00 


RES.,FXD.CMPSN:1K OHM,5%,0.25W 

57668 

NTR25JE01K0 

A23R4732 

315-0103-00 


RES..FXD,CMPSN:10K OHM,5%,0.25W 

57668 

NTR25J-E10K0 

A23R4734 

315-0131-00 


RES.,FXD.CMPSN:130 OHM.5%,0.25W 

57668 

NTR25J-E 130E 

A23R4735 

315-0271-00 


RES..FXD,CMPSN:270 OHM,5%,0.25W 

01121 

CB2715 

A23R4740 

316-0152-00 


RES..FXD,CMPSN:1 .5K OHM,5%,0.25W 

57668 

NTR25J-E01K5 

A23R4743 

315-0152-00 


RES.,FXD,CMPSN:1.5K OHM.5%,0.25W 

57668 

NTR25J-E01K5 

A23TP4523 

131-0608-00 


TERMiNAL,PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4524 

131-0608-00 


TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4748 

131-0608-00 


TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4749 

131-0608-00 


TERMINAL, PIN:0.365 L X 0.026 PH BRZ GOLD 

22526 

48283-036 

A23TP4809 

131-0608-00 


TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4841 

131-0608-00 


TERMINAL,PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4843 

131-0608-00 


TERMINAL, PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4845 

131-0608-00 


TERMINAL.PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4848 

131-0608-00 


TERMINAL,PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23TP4849 

131-0608-00 


TERMINAL,PIN:0.365 L X 0.025 PH BRZ GOLD 

22526 

48283-036 

A23U4501 

156-0956-02 


MICROCIRCUIT, DI-.OCTAL BFR W/3 STATE OUT 

01295 

SN74LS244NP3 

A23U4505 

156-0956-02 


MICROCIRCUIT, DhOCTAL BFR W/3 STATE OUT 

01295 

SN74LS244NP3 

A23U4525 

156-0513-03 


MICROCIRCUIT, DI:DMOS.8-CHAN ANALOG MUX 

80009 

156-0513-03 

A23U4601 

156-0866-02 


MICROCIRCUIT,DI;13 INP NAND GATES, SCRN 

80009 

156-0866-02 

A23U4605 

156-0866-02 


MICROCIRCUIT,DI:13 INP NAND GATES,SCRN 

80009 

156-0866-02 

A23U4606 

156-0385-02 


MICROCIRCUIT,DI:HEX INVERTER 

01295 

SN74LS04 

A23U4608 

156-1111-02 


MICROCIRCUIT,DI:OCTAL BUS TRANSCEIVERS 

01295 

SN74LS245 N30RJ4 

A23U4621 

156-0513-03 


MICROCIRCUIT, DI:DMOS,8-CHAN ANALOG MUX 

80009 

156-0513-03 

A23U4625 

156-1221-00 


MICROCIRCUIT, DI:HEX D-TYPE FF,SCRN 

01295 

SN74LS378NP3 

A23U4626 

156-1221-00 


MICROCIRCUIT, DI:HEX D-TYPE FF.SCRN 

01295 

SN74LS378NP3 
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A23U4631 

156-1126-00 



MICROCIRCUIT, LI:VOLTAGE COMPARATOR 

51984 

UPC311C 

A23U4635 

156-1200-00 



MICROCIRCUIT, LhOPERATIONAL AMPL 

01295 

TL074CN 

A23U4641 

156-1191-00 



MICROCIRCUIT, LI: BI-FET OPNL AMPL 

01295 

TL072ACP 

A23U4701 

156-1277-00 



MICROCIRCUIT, Dl:3 STATE OCTAL BFR 

27014 

DM81LS95ANA/JA-L 

A23U4705 

156-0480-02 



MICROCIRCUIT, DLQUAD 2 INP & GATE 

01295 

SN74LS08NP3 

A23U4706 

156-0382-02 



MICROCIRCUIT, DLQUAD 2-INP NAND GATE 

01295 

SN74LS00 

A23U4708 

156-0469-02 



MICROCIRCUIT.DI:3/8 LINE DCDR 

01295 

SN74LS138NP3 

A23U4710 

160-1681-08 

B020000 

B021519 

MICROCIRCyiT.DI:8192 X 8 EPROM,PRGM 

80009 

160-1681-08 

A23U4710 

— 



12445 ONLY) 



A23U4710 

160-1681-13 

B021620 

B024399 

MICROCIRCUIT, 01:8192 X 8 EPROM, PRGM 

80009 

160-1681-13 

A23U4710 





(2445 ONLY) 



A23U4710 

160-1681-14 

B024400 


MICROCIRCUIT, Dl:81 92 X 8 EPROM, PRGM 

80(X)9 

160-1681-14 

A23U4710 

— 



(2445 ONLY) 



A23U4710 

160-1681-08 

B020000 

B022699 

MICROCIRCUIT, 01:8192 X 8 EPROM, PRGM 

80009 

160-1681-08 

A23U4710 

— 



(2465 ONLY) 



A23U4710 

160-1681-13 

B022700 

B026299 

MICROCIRCUIT, 01:8192 X 8 EPROM, PRGM 

80009 

160-1681-13 

A23U4710 





(2465 ONLY) 



A23U4710 

160-1814-14 

B026300 


MICROCIRCUIT, 01:8192 X 8 EPROM, PRGM 

80009 

160-1681-14 

A23U4710 

— 



(2465 ONLY) 



A23U4715 

160-1692-08 

B020000 

B021519 

MICROCIRCUIT, DI:16K X 8 EPROM, PRGM 

80009 

160-1692-08 

A23U4715 





(2445 ONLY) 



A23U4715 

160-1692-13 

B021520 

B024399 

MICROCIRCUIT, DI;16K X 8 EPROM, PRGM 

80009 

160-1692-13 

A23U4715 




(2445 ONLY) 



A23U4715 

160-1692-14 

B024400 


MICROCIRCUIT, DI;16K X 8 EPROM, PRGM 

80009 

160-1692-14 

A23U4715 

— - 



(2445 ONLY) 



A23U4715 

160-1692-08 

B020000 

B022699 

MICROCIRCUIT, DI:16K X 8 EPROM,PRGM 

80009 

160-1692-08 

A23U4715 





(2465 ONLY) 



A23U4715 

160-1692-13 

B022700 

B026299 

MICROCIRCUIT, DI:16K X 8 EPROM, PRGM 

80009 

160-1692-13 

A23U4715 





(2465 ONLY) 



A23U4715 

160-1692-14 

B026300 


MICROCIRCUjT,D!:16K X 8 EPROM,PRGM 

80009 

160-1692-14 

A23U4716 

— 



(2465 ONLY) 



A23U4730 

156-0467-02 



MICROCIRCUIT, DI:QUAD 2-INP NANO BFR,SCRN 

01295 

SN74LS38 

A23U4735 

156-0382-02 



MICROCIRCUIT, DI:QUAD 2-INP NAND GATE 

01295 

SN74LS00 

A23U4738 

156-0386-02 



MICROCIRCUIT, DhTRIPLE S-INP NAND GATE 

27014 

DM74LS10N 

A23U4801 

156-0865-02 



MICROCIRCUlT.DkOCTAL D-TYPE FF W/CLEAR 

01295 

SN74LS273NP3 

A23U4805 

156-1415-00 



MICROCIRCUIT, DLOCTAL GPIB XCVR MTG BUS 

01295 

SN75161A 

A23U4808 

156-1414-00 



MICROCIRCUIT, Dl.OCTAL GPIB XCVR DATA BUS 

01295 

SN75160 

A23U4811 

156-1594-00 



MICROCIRCUIT, 01:2048 X 8 SRAM 

T1015 

HM6116P-3(DP-24) 

A23U4818 

119-1703-00 



MICROCKT,ASSY:10 BIT VIDEO SPEED D/A CONV 

BQOm 

119-1703-00 

A23U4831 

156-0479-02 



MICROCIRCUIT,Dl:QUAD 2-INP OR GATE 

01295 

SN74LS32NP3 

A23U4838 

156-0388-03 



MICROCIRCUIT, DLDUAL D FLIP-FLOP 

07263 

74LS74A 
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Fig.S 

Index 

No. 

Tektronix 

Part No. 

Serial/Model No. 

Eff Dscont 

Qty 

1 2 3 4 5 Name & Description 

Mfr 

Code 

Mfr Part Numbi 

1- 




1 

GPIB OPTION 10,2445/2465 



-1 

407-1473-00 



1 

.BRACKET, SUPPORT:CKT BD, ALUMINUM 

80009 

407-1473-00 

-2 

200-2277-00 



1 

.COVER.ELEC CONN: POLYCARBONATE 

80009 

200-2277-00 

-3 

200-2871-00 



1 

.COVER, ELEC CONN:PLASTIC 

T1319 

ORD BY DESCR 

-4 

337-3141-00 



1 

.SHIELD, ELEC:BULKHEAD 

80009 

337-3141-00 

-5 

175-7180-00 



1 

.CA ASSY,SPEC,ELEC:20,28 AWG,12.25L,RIBBON 

80009 

175-7180-00 

-6 

211-0722-00 



2 

.SCREW, MACH»NE:6-32 X 0.25 L.PNH.TORX 




211-0718-1X5 



2 

.SCREW,MACHINE:6-32 X 0.31 2,FLH, DEG TORX 

83486 

ORD BY DESCR 

-7 

129-1032-00 

B020000 

B021649 

1 

.SPACER.POST:6.75L W/6-32 INT THD 







- 

.(2445 ONLY) 




361-1286-00 

B021650 


1 

.SPACER, BRACKET:7.5L.POLYCARBONATE.BLACK 







- 

.(2445 ONLY) 




129-1032-00 

B020000 

B022909 

1 

.SPACER. POST:6.75L W/6-32 INT THD 




— 



- 

.(2465 ONLY) 




361-1286-00 

B022910 


1 

.SPACER, BRACKET:7.5L, POLYCARBONATE, BLACK 







- 

.(2465 ONLY) 



-8 

343-1012-00 



2 

. RETAINER, CKT BD: 

80009 

343-1012-00 

-9 

— 



1 

.CKT BOARD ASSY:GP!B OPTION(SEE A23 REPL) 



-10 

136-0756-00 



2 

..SKT.PL-IN ELEK:MICROClRCUtT,28 DIP 

09922 

DILB28P-108 

-11 

... 



1 

.CKT BOARD ASSY:LED(SEE A22 REPL) 








.*************(ATTACHING PARTS)*****"****’^ 




211-0337-00 

B010100 

B026799 

1 

.SCREW, MACHlNE:4-40 X 0.25, PAN HEAD 

01536 

ORD BY DESCR 


211-0304-00 

B026800 


1 

.SCREW.MACHINE;4-40 X 0.31 2, PNH 

015^ 

ORD BY DESCR 


— 



- 

.(2446 ONLY) 




211-0337-00 

B010100 

B030187 

1 

.SCREW, MACH!NE;4-40 X 0.25, PAN HEAD 

01536 

ORD BY DESCR 


211-0304-00 

B030188 


1 

.SCREW,MACHINE:4-40 X 0.312, PNH 

01536 

ORD BY DESCR 


— 



. 

.(2465 ONLY) 








.***********(END ATTACHING PARTS)‘******** 



-12 

175-7185-00 



1 

..CA ASSY, SPEC, ELEC:4, 26 AWG,12.5L, RIBBON 

80009 

175-7185-00 


361-1317-00 

B026200 


3 

..SPACER, SLEEVE:0.375L X 0.085ID,PVC BLACK 







- 

..(2445 ONLY) 




361-1317-00 

B028460 


3 

.. SPACER, SLEEVE:0.375L X 0.085iD.PVC BLACK 








. 

..(2465 ONLY) 



-13 

378-0896-00 

B020000 

B025499 

3 

.LENS,UGHT:CLEAR LED 




— 



. 

.(2445 ONLY) 




378-0896-01 

B025500 


3 

.LENS,LIGHT:CLEAR LED 

8CXM)9 

378-0896-01 






- 

.(2445 ONLY) 




378-0896-00 

BC^OOOO 

B027849 

3 

.LENS,UGHT:CLEAR LED 




..... 



- 

.(2465 ONLY) 




378-0896-01 

B027850 


3 

.LENS,UGHT:CLEAR LED 

smm 

378-0896-01 






- 

.(2465 ONLY) 



-14 

386-0867-00 



1 

. PLATE, MOUNTING:LED 

80009 

386-0867-00 

-15 

— - . — 



1 

.CKT BOARD ASSY:BUFFER(SEE A20 REPL) 








.******’*******(ATTACH!NG PARTS)*****“**“ 



-16 

211-0711-00 



5 

.SCR.ASSEM WSHR:6-32 X 0.25 L, PNH, TORX 

01536 

ORD BY DESCR 













- 

.CKT BOARD ASSY INCLUDES: 



-17 

361-1252-00 

B020000 

B021174 

5 

..SPACER, CKT BD:0.1 ID X 0.188 OD X 0.185 








- 

..(2445 ONLY) 




361-1252-01 

B021175 


5 

..SPACER, CKT BD:0.11D X 0.188 X 0.185, PLAS 

T1319 

ORD BY DESCR 


— 



- 

..(2445 ONLY) 




361-1252-00 

B020000 

B022174 

5 

..SPACER.CKT BD:0.1 ID X 0.188 OD X 0.185 




— 



- 

..(2465 ONLY) 




361-1252-01 

B022175 


5 

..SPACER, CKT BD:0.1ID X 0.188 X 0.185.PLAS 

T1319 

ORD BY DESCR 


— 



- 

..(2465 ONLY) 



-18 

131-0993-00 



1 

..BUS.CONDUCTOR:2 WIRE BLACK 

00779 

850100-01 

-19 

136-0751-00 



1 

..SKT,PL-IN ELEK:MfCROCKT,24 PIN 

09922 

DILB24P108 

-20 

175-7183-00 



1 

.CA ASSY,SP,ELEC:7,22 AWG,7.75 URIBBON 

80009 

175-7183-00 

-21 

175-7184-00 



1 

.CA ASSY.SP.ELEC:34,28 AWG,6.5 URIBBON 

80009 

175-7184-00 


346-0120-00 



1 

STRAP, T!EDOWN:5.5 L MIN, PLASTIC 

06383 

SST 1.5M 

-22 

175-7215-00 



1 

.CA ASSY, SPEC, ELEC:24 CONDUCTOR, FLEX 

80009 

175-7215-00 






.*“**********(ATTACHING PARTS)*********** 



-23 

129-1003-00 



2 

.SPACER, POST:0.705 L,6-32 EXT THD ONE 



-24 

210-0069-00 



2 

. WASHER, LOCK:0.1 68 ID X 0.293 " OD, SPLIT 

83385 

ORD BY DESCR 


'*******CEND ATTACHING PARTSF 
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Replaceable Mechanical Parts 
2445/2465 Option 10 Service 


Fig. & 
Index 

Tektronix 

Serial/Model No. 



Mfr 


No. 

Part No. 

Eff Dscont 

Qty 1 2 3 4 5 

Name & Description 

Code 

Mfr Part Number 


1-25 

337-0118-00 

1 

.SHIELD, ELECiGPIB 

80009 

337-0118-00 

-26 

210-0201-00 

1 

.TERMINAL, LUG:0.1 2 ID,LOCKING,BRZ TIN PL 

86928 

A373-157-2 

-27 

200-2686-01 

1 

.COVER, READrCRT ALUM 

80009 

200-2686-01 








211-0711-00 

4 

.SCR,ASSEM WSHR:6-32 X 0.26 L,PNH,TORX 

01536 

ORD BY DESCR 








334-4758-00 

1 

.MARKER,IDENT:MKD GPIB 

22670 

ORD BY DESCR 




- 

.(POSITIONED ON REAR COVER OF HOST 





- 

.INSTRUMENT UNDER GPIB CONNECTOR) 




334-5180-00 

1 

•MARKER, IDENTiMKD GPIB OPTION{2465 ONLY) 




334-5187-00 

1 

.MARKER,IDENT:MKD GPIB OPTION(2445 ONLY) 





- 

.(POSTIIONED ABOVE CRT OPENING ON TRIM RIN 




— 

- 

.OF HOST INSTRUMENT) 




070-4633-00 


1 

STANDARD ACCESSORIES 

MANUAL, TECH:OPERATORS,2445/2465 OPT 10 GPI 

80009 

070-4633-00 

070-4640-00 


1 

MANUAL.TECHiSERVICE, 2445/2465 OPT 10 GPIB 

80009 

070-4640-00 

070-5150-00 

B022742 

1 

MANUAL, INSTR:2445/2465 OPT 10 INSTR INTF 

80009 

070-5150-00 

070-5150-00 

B024364 

1 

(2446 ONLY) 

MANUAL,INSTR:2445/2465 OPT 10 INSTR INTF 

80009 

070-5150-00 

070-5364-00 

B024900 

1 

(2465 ONLY) 

CARD, INFO:REF, GPIB OPTION 

80009 

070-5364-00 

070-5364-00 

B026720 

1 

(2445 ONLY) 

CARD, INFO:REF, GPIB OPTION 

80009 

070-5364-00 



- 

(2465 ONLY) 
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Section 7—2445/2465 Option Service 

DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 


Symbols 

Graphic symbols and class designation letters are 
based on ANSI Standard Y32.2-1975. 

Logic symbology is based on ANSI Y32.14-1973 in 
terms of positive logic. Logic symbols depict the logic 
function performed and may differ from the manufac- 
turer's data. 

The overline on a signal name indicates that the signal 
performs its intended function v^hen it is in the low state. 


Abbreviations are based on ANSI Y1. 1-1 972. 

Other ANSI standards that are used in the preparation 
of diagrams by Tektronix, Inc. are: 


Y14.15, 1966 Drafting Practices. 

Y14.2, 1973 Line Conventions and Lettering. 

Y10.5, 1968 Letter Symbols for Quantities Used in 
Electrical Science and Electrical 
Engineering. 

American National Standard Institute 
1430 Broadway 
New York, New York 10018 

Component Values 

Electrical components shown on the diagrams are in 
the following units unless noted otherwise: 

Capacitors = Values one or greater are in picofarads (pF). 

Values less than one are in microfarads 

(fif). 

Resistors = Ohms (Q). 


The information and special symbols below may appear in this manual. 


Assembly Numbers and Grid Coordinates 

Each assembly in the instrument is assigned an 
assembly number (e.g., A20). The assembly number 
appears on the circuit board outline on the diagram, in the 
title for the circuit board component location illustration, 
and in the lookup table for the schematic diagram and 
corresponding component locator illustration. The 
Replaceable Electrical Parts list is arranged by assemblies 
in numerical sequence; the components are listed by 
component number *{see following illustration for 
constructing a component number). 


The schematic diagram and circuit board component 
location illustration have grids. A lookup table with the 
grid coordinates is provided for ease of locating the 
component. Onlythe components illustrated on the facing 
diagram are listed in the lookup table. When more than 
one schematic diagram is used to illustratethe circuitry on 
a circuit board, the circuit board illustration may only 
appear opposite the first diagram on which it was il- 
lustrated: the lookup table will list the diagram number of 
other diagrams that the circuitry of the circuit board 
appears on. 


A 

_| — 

Function Block Title I 


B C 



Internal 

Screwdriver 

Adjustment 

Cam Switch 
Closure Chart 
(Dot indicates 
switch closure) 

Etched Circuit Board 
Outlined in Black 

Refer to Waveform 

Function Block 
Outline 

1C type 
Test Voltage 
Heat Sink 

Board Name 


P/O- Part of 
circuit board 


1> 

2 ' 

3 ; 





Assembly Number 

Tektronix Part No, 
for circuit boards 


670-XXXX-XX 



TO R530 
4B 


SYNC GENERATOR 



Modified Component— See 
Parts List (Depicted in grey, 
or with grey outline) 


Strap or Link 


Plug to E.C. Board 


I Box I - Identifies Panel 
Controls, Connectors and 
indicators 


Coaxial connectors: 

male 

female 

Plug Index; signifies pin No. 1 
External Screwdriver Adj- 
Shielding 


Selected value, see Parts List 
and Maintenance Section for 
Selection Criteria 


Decoupled or Filtered 
Voltage 

Refer to Diagram Number 
and Grid Coordinates 


Schematic Name 
and Number 


COLOR CODE 




—temperature coefficient 
—polarity and voltage rating 


r?\ anrf/nr (tc) oolnr nnrie mav not he 




COLOR 

SIGNIFICANT 

FIGURES 

RESISTORS 

CAPACITORS 

DIPPED 

TANTALUM 

VOLTAGE 

RATING 

MULTIPLIER 

TOLERANCE 

MULTIPLIER 

TOLERANCE 

over 10 pF 

under 10 pF 

BLACK 

0 

1 

— — 

1 

±20% 

±2 pF 

4 VDC 

BROWN 

1 

10 

±1% 

10 

±1% 

±0.1 pF 

6 VDC 

RED 

2 

10^ or 100 

±2% 

10^ or 100 

±2% 

— 

10 VDC 

ORANGE 

3 

10* or 1 K 

±3% 

10* or 1000 

±3% 

— 

15 VDC 

YELLOW 

4 

lO'* orlOK 

±4% 

10'* or 10,000 

+100% -9% 

— 

20 VDC 

GREEN 

5 

10* or 100 K 

±14% 

10* or 100,000 

±s% 

±0.5 pF 

25 VDC 

BLUE ' 

6 

10* or 1 M 


10* or 1,000,000 

— 

— 

35 VDC 

VIOLET 

7 


±1/10% 

— 

— 

— 

50 VDC 

GRAY 

8 

— 

— 

10”* or 0.01 

+80% -20% 

±0.25 pF 

— 

WHITE 

9 

— 

— 

10"* or 0.1 

±10% 

±1 pF 

— 

GOLD 


10“ ‘ or 0.1 

±5% 

— 

— 

— 

— 

SILVER 

- 

10“^ or 0.01 

±10% 

— 

— 

— 

— 

NONE 

- 


±20% 

— 

±10% 

±1 pF 

— 


(1861-20A)4206-31 



TRANSISTOR INTERFACE 1C 

LEAD CONFIGURATIONS AND CASE STYLES ARE TYPICAL, BUT MAY VARY DUE TO VENDOR CHANGES OR 
INSTRUMENT MODIFICATIONS. 


4640-13 


Figure 7-2. Semiconductor lead configurations. 


■3 


Figure 7-1. Color code for resistors and capacitors. 


LOCATING COMTONENTS 
ElAWPLE FIG. 7-3 


2445/2465 Option 10 Service 


To identify any component 
mounted on a circuit board and 
to locate that component in the 
appropriate schematic diagram 


Cf 


Locate the Circuit Board Illustration 

a. In the instrument identify the Assembly Number of the 
circuit board in question. The Assembly Number is usually 
printed on the upper left corner of the circuit board on the 
component side. 

b. In the manual locate and pull out tabbed page whose title 
corresponds with the Assembly Number of the circuit 
board. Circuit board assembly numbers and board 
nomenclature are printed on the back side of the tabs 
(facing the rear of the manual). 



2. Determine the Circuit Number 



Compare the circuit board with its illustration and locate 
the desired compoinent by area and shape on the illustra- 
tion. 


b. Scan the table adjacent tothe Circuit Board Illustration and 
find the Circuit Number of the desired component. 


c. Determine the Schematic Diagram Number in which the 
component is located. 



A6 CRT BOARD 


COMPONENTS LOCATED ON SCHEMATIC DIAGRAM^ W 


3. Locate the Component on the Schematic Diagram 

a. Locate and pull out tabbed page whose number and title 
correspond with the Schematic Diagram Number just 
determined in the table. Schematic diagram nomenclature 
and numbers are printed on the front side of the tabs 
(facing the front of the manual). 


Scan the Component Location Table adjacent to the 
schematic diagram and find the Circuit Number of the 
desired component. 


Under the SCHEM LOCATION column, read the grid 
coordinates for the desired component. 


d. Using the Circuit Number and grid coordinates, locate the 
component on the schematic diagram. 


C6Q2 


0668 

R625 

fc603 )--^ 

'“'^*0641 


R626 

C609 

C643 

R604 

R627 

C671 

C651 

1 R605 

R630 

C615 


, R608 

R632 

C616 

Q606 

R609 


C617 

0610 

R610 


C618 

Q615 

R614 


C619 

064 5 

R616 


C624 

Q656 

R623 


C626 

Q665 

R624 



COMPONENT LOCATION 
TABLE 


COMPONENTS LOCATED ON SCHEMATIC DIAGRAM 




C670 

0670 

R6/7 

C671 

0672 

R679 

C673 

0673 

R680 

C680 



C681 

R671 

U617 

P603 ! 

R673 

U618 

P607 ! 

R6 74 

U619 

Q669 i 

R675 



CRT CIRCUIT DIAGRAM 


I B , C , D J 






Ubis 


V- SIZE " 


i 


PULLOUT 
PAGE TABS 
FOR SCHEMATIC 
DIAGRAMS 



PULL OUT PAGE 
TABS FOR CIRCUIT 
BOARD ILLUSTRATION 


Locate the Component on the Circuit Board 


in the manual, locate and pull out the tabbed page whose 
title and Assembly Number correspond with the desired 
circuit board. This information is on the back side of the 
tabs. 


Using the Circuit Number and grid coordinates, locate the 
component on the Circuit Board Illustration. 


In the circuit board location illustration, determine the 
location of the circuit board in the instrument. 


Find the circuit board in the instrument and compare it 
with its illustration in the manual to locate the desired 
component on the board. 


From the schematic diagram, determine the Assembly 
Number of the circuit board on which the component is 
mounted. This information is boxed and located in a corner 
of the heavy line that distinguishes the board outline. 


Scan the Component Location Table for the Assembly 
Number just determined and find the Circuit Number of the 
desired component. 


c. Under the BOARD LOCATION column, read the grid 
coordinates for the desired component. 


Figure 7-3. Locating components on schematic diagram and circuit board illustrations. 


A6 ASSEMBLY 

/ 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

C602 

2C 

3C 

0656 

2F 

2B 

C C603 

ic) 

1G 

0665 

1G 

IB 

C609 

4E 


0668 

2G 

2B , 

C612 

7C 

3E 




C615 

7C 

3D 

R604 ^ 


IE 

C616 

2C 

3C 

R605 

5Lr^ 


C617 

70 

30 

R608 

4E 


C618 

7E 

3E 

R609 

4E 

2D 

C619 

6E 

3C 

R610 

7B 

3E 

C624 

4F 

3D 

R614 

7C 

3D 

C626 

7G 

2D 

R616 

1C 

3D 

p632 

an 

IF 

R623 

4D 

2E 

-CC643 

3D 


R625 

7F 

2D 

d C5§1 

3E 

3b 


7F 

2D 




R627 ^ 


ID 




— mo 


^ 

0606 

0610 

4E 

7C 

20 

30 

TP624 

3B 

2D ' 

0615 

7D 

3D 




0645 1 

3E 

3B 

U615 

ID 

: 3c 


CHASSIS MOUNTED PARTS 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 







L635 

51 

CHASSIS 

V635 

6J 

CHASSIS 




/ 

I PARTIAL Afe CRT CIRCUIT BOARD | 

CRT CIRCUIT <!^ 


FROM 
pes4- ; 
2K 







V- SYNC 

FROM 


GND 

FROM 

I 


/-AXIS 
from 
I P49?-4 




Numera! and letter at signal lines 
to or from other diagrams 
indicates the grid coordinates on 
another schematic (for example: 
4E) 


To identify any component in a 
schematic diagram and to locate 
that component on its respective 
circuit board. 


SCHEMATIC DIAGRAM 
NAME AND NUMBER 


13516 - 81 ) 4206^33 





2445/2465 Option 10 Service 



Figure 7-4. Simplified block diagram. 


4640-1 1 



Figure 7-5. Detailed block diagram. 


4640-12 


DIAQUAMS fig. 7-4, -5 






Static Sensitive Devices 

See Maintenance Section 



Chassis- mounted components have no Assembly Number 
prefix— see end of Re^aceaWe Electrical Parts List. 


Figure 7-6. A2§— Suffer board. 


A20-BUFFER BOARD 


1 





BUFFER BOARD DIGITAL DISTRIBUTION 


ASSEMBLY A20 


CiRCUIT 

NUMBER 


C4265 

J4207 

J4210 

J4240 

J4241 

J4242 

J4243 

J4256 

J4330 


SCHEM 

location 


7B 

IB 

3L 

3J 

3N 

IS 

9G 

7J 


BOARD 

LOCATION 


6G 

7F 

7D 

3D 

3D 

3D 

2D 

4G 

4G 


CiRCUIT 

NUMBER 


P4256 

0420 1 

R4204 

R4205 

R4206 

R4224 

R4265 


SCHEM 

LOCATION 


9B 

9B 

9B 

2B 

2C 


BOARD 

LOCATION 


4G 

7F 

7F 

7F 

7F 

7D 

6G 


CIRCUIT 

NUMBER 


U4207 

U4207 

U4225 

U4235 

U4240A 

U4240B 

U4240C 

U4245 

U4250A 

U4250B 


SCHEM 

LOCATION 


7C 

9C 

2B 

4B 

4D 

9F 

4D 

3B 

9G 

4E 


BOARD 

LOCATION 


6F 

6F 

7D 

6E 

3E 

3E 

3E 

6E 

5E 

5E 


CIRCUIT 

NUMBER 


U4250C 

U4255 

U4260 

U4265A 

U4265B 

U4265C 

U4265D 

U4275 

U4280 


SCHEM 

LOCATION 


10F 

3G 

5F 

3F 

4F 

2C 

IB 

3E 

8F 


BOARD 

LOCATION 


5E 

5E 

5G 

6G 

6G 

6G 

6G 

6F 

3F 


Partial A20 also shown on diagram 21. 


CHASSIS MOUNTED PARTS 


CIRCUIT 

NUMBER 


P500 

P502 


SCHEM 

LOCATION 


1A 

7A 


BOARD 

LOCATION 


CHASSIS 

CHASSIS 


CIRCUIT 

NUMBER 


P4207 

P4210 


SCHEM 

LOCATION 


7A 

1A 


BOARD 

LOCATION 


CHASSIS 

CHASSIS 


CIRCUIT 

NUMBER 


W4207 

W4210 


SCHEM 

location 


9A 

6A 


BOARD 

LOCATION 


CHASSIS 

CHASSIS 


CIRCUIT 

NUMBER 


SCHEM 

LOCATION 


BOARD 

LOCATION 


8 


10 


H 


K 


M 


N 



Bi0MHZ 


Mg^-gT 


BR/W 


BVMA 


P415fe # 


|J424!-| DMM 






I 

-^BRESEtj 
“^BR/W I 
^BVMA 


vBAi 

17 < 

sBA2 

iS^ 

kBA3 1 1 < 

klA4 


^AS . . . 



kBAO 


wBAB 

M 

SM 

\4-< 

MM 

m 

3AI! 

\0's 

^All 

8< 

.BAB 


IbA14 




.BIDI 

_ m 

.BBDl 

zsi 

siiPI 


vBlD4 

28? 

.BBD5 


^BBDi» 

22? 



20 ^ 

.BBD# 

J4330- 

4 

.BBOl 

10^ 

.BBDZ 

11 

.BSD3 

12^ 

kBBP4 13 < 


I^BDfe 


kBBDT 

Iki 


BA0 

>BA! 

>BA2 

>BA4 

BAS 

BAfc 

>8AT 

>BA8 

>BA^ 

>BAi0 

>BAII 

48A12 

>BA!B 

4BAI4 

BBD0 


■>BBD3 

488D4 

^BBD5 

->BBD4s 

•>B8D7 


► BBD0 


, TO/ FROM 
y P424i 




vBAl 

3A2 

vBAB 

'' S & s ... 

■BAii 

^BAI2 

\SMKZ 


kBiPgj. 


m m. 


KMBl..... 






Kmt>i 






>wm 


, TO/ FROM 


|J4240-| C/T/T 


l>MR 

g>lL 


J>BR/W 

^BVMA 

BA0 

^BA! 

7>BA2 

^SAS 


Ji| 


^BAS 

7>0Afo 


4 BAT 


-^BAI2 

-~^BAI4 

-4^bbd0 

-4|>BBD2 


"20 


■>B8D7 


, TO/ F WDM 
y P4240 


^4243- 

32.1 


GPIB 


BR./W 


2>BVMA 




TV 


>MR 






>BR/W 


BVMA 






. .BAS 


kgAfe 


47>BA1 

-%BAB 

“4 BAS 


ML_ 


ki^ 


.BA,].0 


-f>BAC 
“77"^ BAT 
-^BA8 

-4^BA10 

>BAU 


, TO/FROM 

^ P4242 


km- 


8 


>BAi2 

2^BAi4 

.1 




■1.102., „ 






MEL. 


^BBD0 

-A|>3BD2 

-^BBDB 

-||>BBD4 

-^BBDS 

“^BBDfe 

^5BD7 


J 


k- 

nc 


Tic 






7^ 




k 1^ 


l^< 






It? 


10^ 









>BA0 

>3A1 


>BA3 


->BA5 

•>BAT 


^ BA10 
>BA1I 
4BAI2 
■>SA13 


^BA14 




^ 


^ 

id 





ml 





24> 


21^ 



20C 


■>B8DI 

>BBD2 

4B8DB 

>8B04 

>BBDS 

•>BBD7 


FOR INTEGRATED CIRCUIT SUPPLY 
CONNECTIONS AND POWER SUPPLY 

DECOUPLING NETWORKS SEE 




NUMERAL AND LETTER ATSSGNAL LiNESTOOR 
FROM OTHER DIAGRAMS INDICATES THE GRID 
COORDINATE ON ANOTHER SCHEMATIC {FOR 
EXAMPLE; 4E; 


COMPONENT NUMBER EXAMPLE 


Component Number 

AnAZ m234 

I Schemtk 

SubMsstmbfy * 

Number (if used) 


preli*— SM end of Repisceable Electrical Parts List. 


0 


Static Stnsitive Davices 
See Maintenance Section 


* PRESENT IF DMM OPTION 15 NOT INSTALLED. 


TO/FROM 
- P4243 


244512465 OPTION lO(GPIB) 


4440-21 


BUFFER BOARD DIGITAL DISTRIBUTION 


2445/2465 Option 10 Service 


CHASSIS MOUNTED PARTS 


CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

SCHEM 

LOCATION 

CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

SCHEM 

LOCATION 

PI 00 

21 

3A 

P4236 

21 

6B 

P101 

21 

6A 

P4258 

21 

IP 

P102 

21 

4A 

P4800 

22 

6S 

P103 

21 

3A 

P651(B) 

21 

1S 

PI 04 

21 

5A 




P109 

21 

3A 

W4203 

21 

9S 

P500 

20 

1A 

W4207 

20 

9A 

P502 

20 

1 7A 

W4210 

20 

6A 

P602 

21 

8S 

W4228 

21 

3B 

P4203 

21 

8P 

W4230 

21 

4B 

P4207 

20 

7A 

W4232 

21 

5B 

P4210 

20 

1A 

W4234 1 

21 

6B 

P4228 

21 

3B 

W4236 

21 

7B 

P4230 

21 

3B 

W4258 

21 

3S 

P4232 

21 

4B 




P4234 

21 

5B 






BUFFER BOARD ANALOG AND POWER DISTRIBUTIONS 




1 

I 

I ( 
I 


I 


1 


( 




ASSEMBLY A20 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

C4215 

9C 

6E 

J4228 

3B 

1C 

J651(B) 

IB 

4G 

U4225 

9D 

7D 

C4224 

9C 

6E 

J4230 

3B 

1C 




U4235 

9D 

6E 

C4240 

9C 

6F 

J4232 

4B 

ID 

P203 

9B 

4C 

U4240 

9E 

3E 

C4241 

9C 

6F 

J4234 

5B 

ID 

P303 

8B 

5F 

U4245 

9D 

6E 

C4255 

9C 

6G 

J4236 

6B 

IE 




U4250 

9E 

5E 

C4260 

9C 

5F 

J4238 

5P 

2E 

R4200 

4B 

IB 

U4255 

9D 

5E 

C4270 

9C 

3E 

J4240 

7J 

3D 

R4201 

4C 

2A 

U4260 

9C 

5G 

C4280 

10B 

3A 

J4241 

7F 

3D 

R4202 

5D 

3B 

U4265 

9E 

6G 




J4242 

7L 

3D 

R4203 

5D 

4B 

U4275 

9D 

6F 

J4203 

8P 

5G 

J4243 

6P 

2D 

R4207 

4C 

3A 

U4280 

9D 

3F 

J4220 

5L 

3A 

J4258 

IP 

5G 

R4208 

4C 

4A 




J4221 

5J 

3B 

J4330 

7F 

4G 







Partial A20 also shown on diagram 20. 

CHASSIS MOUNTED PARTS 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

P100 

3A 

CHASSIS 

P602 

8S 

CHASSIS 



P4236 

6B 

CHASSIS 

W4230 

4B 

CHASSIS 

P101 

6A 

CHASSIS 

P4«)3 

8P 

CHASSIS 

P4258 

IP 

CHASSIS 

W4232 

5B 

CHASSIS 

PI 02 

4A 

CHASSIS 

P4228 

3B 

CHASSIS 

P651fB) 

IS 

CHASSIS 

W4234 

6B 

CHASSIS 

P103 

3A 

CHASSIS 

P4230 

3B 

CHASSIS 




W4236 

7B 

CHASSIS 

PI 04 

5A 

CHASSIS 

P4232 

4B 

CHASSIS 

W4203 

9S 

CHASSIS 

W4258 

3S 

CHASSIS 

P109 

3A 

CHASSIS 

P4234 

5B 

CHASSIS 

W4228 

3B 

CHASSIS 





8 


10 


H 


K 


M 


N 


atsKB)- 



GND 




-Hi.BfaV 

-i.zsV 




ORIZ VAR 


TR iQ. kEVgf- 


■ HQ LBQEJr,. 


~ \.zsv 

CHI VAR 


CHZ VAR 
TRACE SEP" 

cffi 



SSA 


CHZ POS 
CHZ PO 


A 


AHO 

:w: 








SEE PARTS LIST FOR EARLIER 
VALUES AND SERIAL NUSilBER 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN GREY. 


B AU;^ 


J421h| 
2J. 


C/T/T 




^AHO 




BHO 






^BHO 


> SgA 


sgB 




■^TSK'kTO C/T/T BD) 


•>T^(TO C/T/T BD) 


-|>1S?;(FROM C/T/T BD) 


■>T^(FS0M C/T/T BD) 


r =fa!; 7 rC^ 



as 





» 1 1 



“TVX 

*// 

TbA/sn 



ea 




■-T\r 

GND/t~ 




V^lP : 




GND)>^ 

GNDX" 








Uo PiN>^ 



M 


NUMERAL AND LETTER AT SIGNAL UNES TO OR 
FROM OTHER DIAGRAMS INDICATES THE GRID 
COORDINATE ON ANOTHER SCHEMATIC (FOR 
EXAMPLE; 4E) 


COMPONENT NUMBER EXAMPLE 


Component Number 


A 23 A 2 R 1234 

J T L’ 


. 11 i Schemitk 

Assembly ^,J i L, Circuit ' 

Number Subassembly 
Number (ifimd) 


Chassis- mounted components have fto Assembly Humber 
prehs— see end of Replaceable Electrical Parts List. 


Static Sensitivf Dtvicts 
See Maintenance Section 



DMM 


:st 




J42<H- 


U42A0-741SZT 

U4250-l4LSIia 

U42fc5>T4LS^Z 

% 


Ml 


15V 


^GND 
»GND 
^GNP 
^ WGND 

5^QND 


. TO 
)pp4Z4l 


5tTr>GND 
' ^- r - ^ GNB 
-~>GND 
"-g^GNB 

' ’■t^GND 

fr|>a^D 
J^GND 


f^^GND 


tff>GND 
L^GND 
J4240-| 


TO/ 

FROM 

P422I 


I8<^ 


...t^ysL. 


442V 


^+5Vp'' 
^45Vp 






^+5V 



>P4240 

2S<^ 


J4220-| 

r^SSA 

■^CH2 OFFSET 


TV 


10 


11 


■>CH1 POSCFROM T\y BW 


8 


>CH2 POSCTO TV BP) 


->CH1 PO 




>AHO 


>GND 

^GND 

>GND 


f-|^GND 


^IS|gnd 


TO/ 

, FROM 
>P4220 

G5 


J4242- 


T|f»T5Vb 


^ + 15V' 


n ^ I > -■¥ 

n^GND 

V^GND 

I^GND 

I^GND 


4g>GN0 



^gnd 

-^-I5V 


, TO 
>• P4241 

11^ 


j 42S8|P4258 PiSKB) 

..fel n CD. 


dm 


M>f 




=>>ll 








_^>i 




-» 




iB 


J4238-I 
1 


<P^ MUXI IN 


|<GND 


Ahoriz FOS I 
|<+13GV TO/ 


|<DLY A 


r<AA 5P 


<AB 


KDLY b 


k HORIZ VAR 


-^TRIG LEVEL 


f^HOUDORF 


I#:- 1.18V 

^CHl VAR 


I^CHZVAR 
P^tracesep 


■r^CHl POS 
■^CHZPOSi 


i^CH3 POS 
^CH4P05 


W4258 


GPIB 

>CH4 POS ■) 


POS from 
'^->CH1 POS 


^CH! POS 


TRACE SE^ 
-f^GND 


•>DAC MUXI IN) 

. ■> TRACE SEP 
•^CH! POS I 
|>CH2 POS Pbd I 
I^CHB POS I 


p/ 

. PROM 
P4238 


McH 4 POS 


J4243- 


^ +-5Vcs 


W + SVd 
— +42V 


42: 


4+iSV 

»+BV 


rr^GHD 
'>:^GNDG 
■^GND G 
■■ff>GND G 
' ';^^GND G 
* GND G 
. ’^GNDQ 

5-^^gnd 
S>-8V 


^-15V 


1B<^ 


J4203 




~>X 




PGDZ 

ID: 


to 

T<Pl^ >JG0Z 


•Kirn 


2445/24b5 OPTION lO(GPIB) 


44»40-Zl 
REV JA.N |«)85 


BUFFER BOARD ANALOG AND POWER DISTRIBUTIONS 


<c> 


<5 


& POWER DISTRIBUTIONS 


244S/248S Option 10 Service 



o 


Q 

m 

I 

m 

& CD 

0 Q 
I ff 
c4< 
<H Q 
< so 


% = $ 

Jit, rn 


CJl 

O 


# 

Cf^ 


B 


ns. 


5S4542 


M^S 
r~^S4540 
icK~';DS4545 


Figure 7-8. A22-LED board. 


® 


Static Sensitive Devices 

See Maintenance Section 


COMPONENT NUMBER EXAMPLE 


Component Number 

A23 A2 R1234 

... i I i Schematic 
AwmbI, t 

Number Subassembly Number 

Number (if used) 


Chassis mounted components have no Assembly Number 
prefix -see end of Repiaceable Electncai Parts List. 


REV APR 1985 



A23^GPIB BOARD 


CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

C4521 

23 

CR4533 

22 

R4732 

22 

U4641 

23 

C4530 

22 

CR4534 

22 

R4734 

22 

U4701 

22 

C4621 

23 

CR4540 

22 

R4735 

22 

U4701 

23 

C4625 

23 

CR4541 

22 

R4740 

22 

U4705 

22 

C4626 

23 

J4800 

22 

R4743 

22 

U4705 

23 

C4631 

23 

P4238 

22 

U4501 

22 

U4706 

22 

C4636 

22 

P4243 

22 

U4501 

23 

U4706 

23 

C4637 

22 

P4243 

23 

U4505 

22 

U4708 

22 

C4638 

22 

P4500* 

22 

U4505 

23 

U4708 

23 

C4640 

23 

P4509* 

22 

U4525 

22 

U4710 

22 

C4644 

22 

P4509* 

23 

U4525 

23 

U4710 

23 

C4645 

22 

Q4743 

22 

U4601 

22 

U4715 

22 

C4705 

23 

Q4743 

22 

U4601 

23 

U4715 

23 

C4706 

23 

R4501 

22 

U4605 

22 

U4730 

22 

C4708 

23 

R4502 

22 

U4605 

23 

U4730 

23 

C4730 

23 

R4503 

22 

U4606 

22 

U4735 

22 

C4735 

i 23 

R4510 

22 

U4606 

23 

U4735 

23 

C4738 

23 

R4512 

22 

U4608 

22 

U4738 

22 

C4745 

23 

R4513 

22 

U4608 

23 

U4738 

23 

C4747 

23 

R4515 

22 

U4621 

22 

U4801 

22 

C4801 

23 

R4521 

22 

U4621 

23 

U4801 

23 

C4805 

22 

R4523 

22 

U4625 

22 

U4805 I 

22 

C4808 

23 

R4525 

22 

U4625 I 

23 

U4808 

22 

C4831 

23 

R4546 

22 

U4626 

22 

U4811 

22 

C4838 

23 

R4547 

22 

U4626 

23 

U4811 

23 

CR4525 

22 

R4548 

22 

U4631 I 

22 

U4818 

22 

CR4526 

22 

R4615 

22 

U4631 

23 

U4818 

23 

CR4527 

22 

R4630 

22 

U4635 

22 

U4831 

22 

CR4530 

22 

R4632 

22 

U4635 

23 

U4831 

23 

CR4531 

22 

R4731 I 

22 

U4641 

22 

U4838 

22 

CR4532 i 

22 





U4838 

23 


*This circuit number appears on 
earlier board versions. 


A22-LED BOARD 


CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

CIRCUIT 

NUMBER 

SCHEM 

NUMBER 

DS4540 

22 

P4540 

22 

DS4542 

22 

W4540 

22 

DS4545 

22 








GPIB BOARD 


ASSEMBLY A22 

ORCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

ORCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

DS04640 

3N 

IB 

DS4545 

4P 

2B 

P4540 

3M 

1A 

W4540 

4M 

1A 

DS4542 

4N 

IB 










ASSEMBL 

Y A23 


CiRCUiT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATiON 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

C4530 

2J 

3B 

Q4745 

7L 

4E 

R4743 

7K 

4E 

U4706B 

5J 

IE 

C4636 

1M 

3D 







U4706C 

m 

IE 

C4637 

2L 

4D 

R4501 

2B 

1A 

U4501 

4B 

2B 

U4706D 

5E 

IE 

C4638 

1M 

4D 

R4502 

IB 

2A 

U4505 

2B 

2B 

U4708 

3E 

IF 

C4644 

2M 

4D 

R4503 

2B 

2A 

U4525 

1J 

3B 

U4710 

8H 

3D 

C4645 

3L 

4D 

R4510 

IB 

2A 

U4601 

6C 

2C 

U4715 

8J 

3E 

C4805 

7L 

2G 

R4512 

2B 

2A 

U4605A 

SC 

2C 

U4730A 

4L 

4D 




R4513 

4B 

2A 

U4605B 

4C 

2C 

U4730B 

4L 

4D 

CR4525 

2N 

2A 

R4515 

2B 

2A 

U4605C 

4C 

2C 

U4730C 

3L 

4D 

CR4526 

2P 

2A 

R4521 

ID 

2B 

U4606A 

5D 

2C 

U4730D 

5M 

4D 

CR4627 

IE 

3A 

R4523 

ID 

3B 

U4606B 

SC 

2C 

U4735A 

TQ 

4E 

CR4530 

IE 

3A 

R4525 

2H 

3B 

U4606C 

8C 

2C 

U4735B 

7G 

4E 

CR4531 

IE 

3A 

R4526 

2H 

3B 

U4606D 

9D 

2C 

U4735C 

7G 

4E 

CR4532 

IE 

3B 

R4531 

2H 

3B 

U4606E 

5D 

2C 

U4735D 

6K 

4E 

CR4533 

3M 

2A 

R4533 

IF 

4B 

U4606F 

8B 

2C 

U4738A 

9E 

4F 

CR4534 

2M 

4A 

R4534 

1J 

4B 

U4608 

8C 

2D 

U4738B 

5D 

4F 

CR4540 

2N 

4A 

R4535 

2J 

4B 

U4621 

1L 

3C 

U4738C 

6G 

4F 

CR4541 

2P 

4A 

R4543 

3M 

4A 

U4625 

3F 

3C 

U4801 

6J 

2F 




R4544 

4M 

4A 

U4626 

4F 

3C 

U4805 

5P 

2G 

J4540 

3M 

3A 

R4545 

4M 

4A 

U4631 

2K 

4C 

U4805 

6P 

2G 

J4800 

6S 

IF 

R4546 

IK 

4B 

U4635A 

IN 

4C 

U4808 

10P 

2G 




R4547 

2M 

4B 

U4635B 

IM 

4C 

U4808 

5P 

2G 

P4238 

1A 

1A 

R4548 

IE 

4B 

U4635C 

2N 

4C 

U4811 

8G 

3F 

P4238 

IS 

1A 

R4549 

2N 

4B 

U4635D 

2M 

4C 

U4818 

9N 

3G 

P4243 

2A 

IB 

R4550 

2P 

4B 

U4641A 

2L 

4C 

U4831A 

7B 

4F 

P4243 

5S 

IB 

R4615 

2G 

3D 

U4641B 

ID 

4C 

U4831B 

5H 

4F 

P4500* 

IB 

1A 

R4630 

3P 

3B 

U4701 

7M 

2D 

U4831C 

5E 

4F 

P4500* 

1P 

1A 

R4635 

1P 

2A 

U4705A 

8C 

IE 

U4831D 

6F 

4F 

P4509* 

2B 

IB 

R4731 

2K 

3E 

U4705B 

7C 

IE 

U4838A 

7L 

4F 

P4509» 

5P 

IB 

R4732 

5K 

3E 

U4705C 

60 

1E 

U4838B 

7F 

4F 




R4734 

6K 

4E 

U4705D 

4E 

IE 




Q4743 

6L 

4E 

R4735 

6K 

4E 

U4706A 

6E 

IE 







R4740 

7K 

4E 







Partial A2 3 also shown on diagram 23. 

CHASSIS MOUNTED PARTS 

ORCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

CIRCUIT 

SCHEM 

BOARD 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

NUMBER 

LOCATION 

LOCATION 

P4800 

6S 

CHASSIS 

W48CX3 

IDS 

CHASSIS 








•This circuit number appears on 
earlier board versions. 








A 





GPIB BOARD POWER DISTRIBUTION 




•This cireult nymbsr appsars on 
aarllar boart versions. 


1 





GPIB BOARD POWER 
DISTRIBUTION 



INTERCONNECTION CHARTS 


2445/2465 Option 10 Service 


J/P100 

A1 TO A20 

Pin 

Line Name 

Schem 

1 

CHI PO TERM 

4,21 

2 

CHI PO 

4,21 

3 

GND 

4,21 

4 

GND 

4.21 

5 

CH2 POS 

4.21 

6 

CH2 POS 

4,21 

7 

GND 

4,21 

8 

GND 

4.21 

9 

CH2 PO 

4,21 

10 ’ 

I 

CH2 PO TERM 

4,21 


J651(B)/Pe51/W651 

A6 TO A20 

Pin 

Line Name 

Schem 

1 

DAC MUX1 IN 

3,21 

2 

GND 

12,21 

3 

HORIZ POS 

3,21 

4 

+1.36V 

3,21 

6 

-1.25V 

3,21 

6 

DLY A 

3,21 

7 

AA 

3,21 

8 

AB 

3,21 

9 

DLY B 

3,21 

10 

HORIZ VAR 

3,21 

11 

TRIG LEVEL 

3,21 

12 

HOLDOFF 

3,21 

13 

-1.25V 

3,21 

14 

TRACE SEP 

3,21 

15 I 

CHI VAR 

3,21 

16 I 

CH2 VAR 

3,21 

17 ' 

CHI POS 

3,21 

18 ; 

CH2 POS 

3,21 

19 

CH3 POS 

3,21 

20 

CH4 POS 

3,21 


J/P500 


A5 TO A20 

Pin 

Line Name 

Schem 

1 

A7 

1,20 

2 

A16 

1,20 

3 

A6 

1,20 

4 

A14 

1,20 

6 

MR 

1,20 

6 

A13 

1,20 

7 

A5 

1,20 

8 

A12 

1,20 

9 

A4 

1,20 

10 

All 

1,20 

11 

A3 

1,20 

12 

A10 

1,20 

13 

GND C 

1,20 

14 

A9 

1,20 

15 

A2 

1,20 

16 

A8 

1,20 

17 

A1 

1,20 

18 

AO 

1,20 

19 

R/W 

1,20 

20 

BD7 

1,20 

21 : 

GND C 

1,20 

22 I 

BD6 

1,20 

23 

BD3 

1,^ 

24 

BD5 

1,20 

25 

BD2 

1,20 

26 

GND C 

1,20 

27 

BD1 

1,20 

28 

BD4 

1,20 

29 

BDO 

1,20 

30 

E 

1,20 

31 

GND C 

1,20 

32 

10MHz 

1,20 

33 

VMA 

1,20 

34 

RESET 

1,20 


J/P/W4230 A1 TO A20 

Pin 

Line Name 

Schem 

1 

CH1 PO TERM 

21 

2 

CHI PO 

21 

3 

GND 

21 

4 

GND 

21 

5 

CH2 POS 

21 

6 

CH2 POS 

21 

7 

GND 

21 

8 

GND 

21 

9 

CH2 PO TERM 

21 

10 

CH2 PO TERM 

21 


J/P/W4207 

A5 TO A20 

Pin 

Line Name 

Schem 

1 

OEA35 

20 

2 

OEACLK 

20 

3 

GND C 

20 

4 

OEAI/O 

20 

5 

OEAC2 

20 

6 

OEAC3 

20 

7 

OEAC1 

20 


J/P4220 

A20 TO A25 

Pin 

Line Name 

Schem 

1 

DS 

21,25 

2 

GND 

21,25 

3 

GND 

21,25 

4 

AHO 

21,25 

5 

A AUX TRG 

21,25 

6 

GND 

21,25 

7 

GND 

21,25 

8 

CH2 PO 

21,24 

9 

SSA 

21,24 

10 

CH2 POS 

21,25 

11 

GND 

21,25 

12 

CH2 POS 

21,25 

13 

GND 

21,25 

14 

CH2 OFFSET 

21,24 


J/P/W4210 

A5 TO A20 

Pin 

Line Name 

Schem 




1 

A7 

20 

2 

A15 

20 

3 

A6 

20 

4 

A14 

20 

5 

MR 

20 

6 

A13 

20 

7 

A5 

20 

8 

A12 

20 

9 

A4 

20 

10 

All 

20 

11 

A3 

20 

12 

A10 

20 

13 

GND C 

20 

14 

A9 

20 

15 

A2 

20 

16 

A8 

20 

17 

A1 

20 

18 

AO 

20 

19 

R/W 

20 

20 

BD7 

20 

21 

GND C 

20 

22 

BD6 

20 

23 

BD3 

20 

24 

BD5 

20 

25 

BD2 

20 

26 

GND C 

20 

27 

BD1 

20 

28 

BD4 

20 

29 

BDO 

20 

30 

E 

20 

31 

GNDC 

20 

32 

10MHz 

20 

33 1 

VMA 

20 

34 1 

RESET 

20 


J/P101 

A1 TO A20 

Pin 

Line Name 

Schem 

1 

TSA 

5,21 

2 

GND 

5,21 

3 

TSA 

5,21 

4 i 

GND 

5,21 

5 I 

GND 

5,21 

6 I 

TSB 

5,21 

7 

GND 

5,21 

8 

TSB 

5,21 

9 

GND 

5,21 

10 

NO PIN 

5,21 


J/P4221 

A20 TO A27 

Pin 

Line Name 

Schem 

1 

GND 

21,27 

2 

TSA 

21,26 

3 

TSA 

21,26 

4 

GND 

21,27 

5 

TSB 

21,26 

6 

GND 

21,27 

7 

GND 

21,27 

8 

TSB 

21,26 

9 

GND 

21,27 

10 

GND 

21,27 

11 

SGB 

21,26 

12 

GND 

21,27 

13 

GND 

21,27 

14 

SGA 

21,26 

15 

GND 

21,27 

16 

B AUX TRG 

21,26 

17 

m 

21,26 

18 

GND 

21,27 

19 

GND 

21,27 

20 

AHO 

21,26 

21 

A AUX TRG 

21,26 

22 

GND 

21,27 

23 

GND 

21,27 

24 

BHO 

21,26 


J651/P651(B) 

A20 TO A5 

Pin 

Line Name 

Schem 

1 

DAC MUX1 IN 

2,21 

2 

GND 

12,21 

3 

HORIZ POS 

2,21 

4 

+ 1.36V 

2,21 

5 

-1.25V 

2,21 

6 

DLY A 

2,21 

7 

AA 

2,21 

8 

AB 

2,21 

9 

DLY B 

2,21 

10 

HORIZ VAR 

2,21 

11 

TRIG LEVEL 

2,21 

12 

HOLDOFF 

2,21 

13 

-1.25V 

2,21 

14 

TRACE SEP 

2,21 

15 

CHI VAR 

2,21 

16 

CH2 VAR 

2,21 

17 

CHI POS 

2,21 

18 

CH2 POS 

2,21 

19 

CH3 POS 

2,21 

20 

CH4 POS 

2,21 


J/P102 


A1 TO A20 

Pin 

Line Name 

Schem 

1 

BHO 

5,21 

2 

GND 

5,21 

3 

A AUX TRG 

5,21 

4 

GND 

5,21 

5 

AHO 

5,21 

6 

NO PIN 

5,21 

7 

GND 

5,21 

8 

B AUX TRG 

5,21 

9 

GND 

5,21 

10 

I 

DS 

5,21 


J/P/W4232 

A20 TO A1 

Pin 

Line Name 

Schem 

1 

BHO 

21 

2 

GND 

21 

3 

A AUX TRG 

21 

4 

GND 

21 

5 

AHO 

21 

6 

GND 

21 

7 

GND 

21 

8 

B AUX TRG 

21 

9 

GND 

21 

10 

DS 

21 


J/P502 


A5 TO A20 

Pin 

Line Name 

Schem 

1 

OEA36 

2,20 

2 

OEACLK 

2,20 

3 

GND C 

2,20 

4 

OEAi/0 

2,20 

5 

OEAC2 

2,20 

6 

OEAC3 

2,20 

7 

OEAC1 

2,20 


J/P/W4236 

A1 TO A20 

Pin 

Line Name 

Schem 

1 

TSA 

21 

2 

GND 

21 

3 

TSA 

21 

4 

GND 

21 

5 

GND 

21 

6 

TSB 

21 

7 

GND 

21 

8 

TSB 

21 

9 

GND 

21 

10 

NO PIN 

21 


J/P/W4241 

A20 TO A29 

Pin 

Line Name 

Schem 

1 

BA7 

20,31 

2 

GND 

21,33 

3 

BA6 

20,31 

4 

BA14 

20,31 

5 

MR 

20,31 

6 

BA13 

20,31 

7 

BA5 

20.31 

8 

BA12 

20,31 

9 

BA4 

20,31 

10 

BA11 

20,31 

11 

BAS 

20,31 

12 

BA10 

20,31 

13 

GND 

21,33 

14 

BA9 

20,31 

15 

BA2 

20,31 

16 

BAS 

20,31 

17 

BA1 

20,31 

18 

BAO 

20,31 

19 

BR/W 

20,31 

20 

BBD7 

20,31 

21 

GND 

21,33 

22 

BBD6 

20,31 

23 

BBD3 

20,31 

24 

BBD5 

20,31 

25 

BBD2 

20,31 

26 

GND ; 

21,33 

27 

BBD1 ! 

20,31 

28 

BBD4 

20,31 

29 

BBDO i 

20,31 

30 

E 

20,31 

31 

GND 

21,33 

32 

B10MHZ 

20,31 

33 

BVMA 

20,31 

34 

BRESET 

20,31 

35 

+5Vd 

21,33 

36 

GND 

21,33 

37 

+5Vd 

21,33 

38 

GND 

21,33 

39 

+15V 

21,33 

40 

-15V 

21,33 


J/P4240 

A20 TO A27 

Pin 

Line Name 

Schem 

1 

BA7 

20,26 

2 

GND 

21,27 

3 

BA6 

20,26 

4 

BAM 

20,26 

5 

MR 

20,26 

6 

BA13 

20,26 

7 

BA5 

20,26 

8 

BA12 

20,26 

9 

BA4 

20,26 

10 

BA11 

20,26 

11 

BAS 

20,26 

12 

BA10 

20,26 

13 

GND 

21,27 

14 

BA9 

20,26 

15 

BA2 

20,26 

16 

BAS 

20,26 

17 

BA1 

20,26 

18 

BAO 

20,26 

19 

BR/W 

20.26 

20 

BBD7 

20,26 

21 

GND 

21.27 

22 

BBD6 

20,26 

23 

BBD3 

20,26 

24 

BBD6 

20,26 

25 

BBD2 

20.26 

26 

GND 

21,27 

27 

BBD1 

20,26 

28 

BBD4 

20.26 

29 

BBDO 

20,26 

30 

E 

20,26 

31 

GND i 

21,27 

32 

BIOMHz 

20,26 

33 

BVMA 

20,26 

34 

BRESET 

20,26 

35 

+6Vd 

21,27 

36 

GND 

21,27 

37 

+5Vd 

21.27 

38 

GND 

21,27 

39 

+15V 

21,27 

40 

-15V 

21,27 

41 

+42V 

21,27 

42 

+5V 

21,27 

43 

-5V 

21,27 

44 

GND 

21,27 


J/P4238 A20 TO A23 

Pin 

Line Name 

Schem 

1 

DAC MUX1 IN 

21,22 

2 

GND 

21,22 

3 

CH2 POS 

21,22 

4 

TRACE SEP 

21,22 

5 

CH4 POS 

21,22 

6 

CHI POS 

21,22 

7 

TRACE SEP 

21,22 

8 

CHS POS 

21,22 

9 

CHI POS 

21,22 

10 

CH2 POS ' 

21,22 

11 

CHS POS 

21,22 

12 

CH4 POS 

21,22 
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4/pm42m 

A2i TO AS 

Pin 

Line Name 

Schem 

1 

DAC MUX1 IN 

21 

2 

GND 

21 

3 

HORIZ POS 

21 

4 

+1.36V 

21 

5 

-1.25V 

21 

6 

DLY A 

21 

7 

AA 

21 

8 

AB 

21 

9 

DLY B 

21 

10 

HORIZ VAR 

21 

11 

TRIG LEVEL 

21 

12 

HOLDOFF 

21 

13 

-1.25V 

21 

14 

TRACE SEP 

21 

15 

CHI VAR 

21 

16 

CH2 VAR 

21 

17 

CHI POS 

21 

18 

CH2 POS 

21 

19 

CH3 POS 

21 

20 

CH4 POS 

21 


J/P4242 A20 TO A25 

Pin 

Line Name 

Schem 

1 

BA7 

20,25 

2 

GND 

21,25 

3 

BA6 

20,25 

4 

BAM 

20,25 

5 

MR 

20,25 

6 

BA13 

20,25 

7 

BA5 

20,25 

8 

BA12 

20,25 

9 

BA4 

20,25 

10 

BA11 

20,25 

11 

BA3 

20,25 

12 

BA10 

20,25 

13 

GND 

21,25 

14 

BA9 

20,25 

15 

BA2 

20,25 

16 

BA8 

20,25 

17 

BA1 

20,25 

18 

BAO 

20,25 

19 

BR/W 

20,25 

20 

BBD7 

20,25 

21 

GND 

21.25 

22 

BBD6 

20,25 

23 

BBD3 

20,25 

24 

BBD5 

20,25 

25 

BBD2 

20,25 

26 

GND 

21,25 

27 

BBD1 

20,25 

28 

BBD4 

20,25 

29 

BBDO 

20,25 

30 

¥ 

20,25 

31 

GND 

21,25 

32 

BIOMHz 

20,25 

33 

BVMA 

20,25 

34 

BRESET 

20,25 

35 

+5Vd 

21,25 

36 

GND 

21,25 

37 

+5Vd 

21.25 

38 

GND 

21,25 

39 

+15V 

21,25 

40 

-15V 

21,25 

41 

Fldi 

21,25 

42 

LINES 

21,25 

43 

FLD2 

21,25 

44 

GND 

21,25 


J/P4243 

A20 TO A23 

Pin 

Line Name 

Schem 

1 

BA7 

20,22 

2 

GND 

21,23 

3 

BA6 

20,22 

4 

BAM 

20,22 

5 

MR 

20,22 

6 

BA13 

20,22 

7 

BAS 

20,22 

8 

BA12 

20,22 

9 

BA4 

20,22 

10 

BA11 

20,22 

11 

BAS 

20,22 


BA10 

20,22 

13 

GND G 

21,23 

14 

BA9 

20,22 

15 

BA2 

20,22 

16 

BAS 

20,22 

17 

BA1 

20,22 

18 

BAO 

20,22 

19 

BR/W 

20,22 

20 

BBD7 

20,22 

21 

GND G 

21,23 

22 

BBD6 

20,22 

23 

BBD3 

20,22 

24 

BBD6 

20,22 

25 

BBD2 

20,22 

26 

GND G 

21,23 

27 

BBD1 

20,22 

28 

BBD4 

20,22 

29 

BBDO 

20,22 

30 

¥ 

20,22 

31 

GND G 

21,23 

32 

BIOMHz 

20,22 

33 

: BVMA 

20,22 

34 

BRESET 

20,22 

35 

+5Vd 

21,23 

36 

GNDG 

21,23 

37 

+5Vd 

21,23 

38 

GND G 

21,23 

39 

+ 15V 

21,23 

40 

-15V 

21,23 

41 

+42V 

21,23 

42 

+6V 

21,23 

43 

-5V 

21,23 

44 

GND 

21,23 


J/P4330 A20 TO A30 

Pin 

Line Name 

Schem 

1 

+5Vd 

21,32 

2 

GND 

21,32 

3 

BA1 

20.32 

4 

BAO 

20,32 

5 

ROMEN 

20,32 

6 

BR/W 

20,32 

7 

BUFEN 

20,32 

8 

LOWAD 

20,32 

9 

BBDO 

20,32 

10 

BBD1 

20,32 

11 

BBD2 

20,32 

12 

BBD3 

20,32 

13 

BBD4 

20,32 

14 

BBD5 

20,32 

15 

BBD6 

20,32 

16 

BBD7 

20,32 
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J/P48W TO GPIB CONNECTOR 

Pin 

Line Name 

Schem 

1 

DI01 

22 

2 

DIOS 

22 

3 

DI02 

22 

4 

DI06 

22 

5 

DI03 

22 

6 

DI07 

22 

7 

DI04 

22 

8 

DIOS 

22 

9 

EOl 

22 

10 

REN 

22 

11 

DAV 

22 

12 

GND G 

22 

13 

NRFD 

22 

14 

GND G 

22 

15 

NDAC 

22 

16 

GND G 

22 

17 

IFC 

22 

18 

GND G 

22 

19 

SRQ 

22 

20 

QNDG 

22 

21 

ATN 

22 

22 

GND G 

22 

23 

GND 

22 

24 

GNDG 

22 


J/P/W5990 A27 TO WORD 

RECOGNIZER CONNECTOR 

Pin 

Line Name 

Schem 

1 

WORD 

26,28 

2 

WDATA 

26,28 

3 

WCLOCK 

26,28 

4 

GND 

26,28 

5 

+5Vw 

26,28 

6 

DATA RETURN 

26,28 


J/P52W 

A20 TO A2i 

Pin 

Line Name 

Schem 

1 

BA7 

31 

2 

GND 

33 

3 

BAS 

31 

4 

BA14 

31 

5 

MR 

31 

6 

BA13 

31 

7 

BAS 

31 

8 

BA12 

31 

9 

BA4 

31 

10 

BA11 

31 

11 

BA3 

31 

12 

BA10 

31 

13 

GND 

33 

14 

BA9 

31 

15 

BA2 

31 

16 

BAS 

31 

17 

BA1 

31 

18 

BAO 

31 

19 

BR/W 

31 

20 

BBD7 

31 

21 

GND 

33 

22 

BBD6 

31 

23 

BBD3 

31 

24 

BBD5 

31 

25 

BBD2 

31 

26 

GND 

33 

27 

BBD1 

3t 

28 

BBD4 

31 

29 

BBDO 

31 

30 

E 

31 

31 

GND 

33 

32 

BIOMHz 

31 

33 

BVMA 

31 

34 

BRESET 

31 

35 

+5Vd 

33 

36 

GND 

33 

37 

+5Vd 

33 

38 

GND 

33 

39 

+15V 

33 

40 

-15V 

33 




J/P/W6370 WORD RECOGNIZER 

CONNECTOR TO A32 

Pin 

Line Name 

Schem 

1 

WORD 

28 

2 

WDATA 

28 

3 

WCLOCK 

28 

4 

GND 

28 

5 

+5Vw 

28 

6 

DATA RETURN 

28 

7 

GND 

28 


J/W380 

A32 TO A3S 

Pin 

Line Name 

Schem 

1 

+5Vw 

28 

2 

WCLOCK 

28 

3 

SYNCH 

28 

4 

GATED CLOCK 

28 

5 

GND 

28 


J/P6385 

A32 TO A33 

Pin 

Line Name 

Schem 

1 

GND 

28 

2 

LOW BYTE EQUAL 

28 

3 

SERIAL DATA 

28 

4 

GATED Q 

28 

5 

Q DONT CARE 

28 

6 

DATA RETURN 

28 
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TROUBLESHOOTING PROCEDURE 
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GPIB BOARD 
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ERROR rCSSAGE 
DIAGNOSTIC 
PROCEDURE 


^ IS ERROR ^ 
fCSSAGE (FTION 
DESIGNATOR 
S. COE^ GP? ^ 


IS 

ERROR CODE 

^ 1? V 


IS 

ERROR CODE 

^ 2 ? ^ 


IS 

ERROR CODE 

^ 3? ^ 


IS 

ERROR CODE 

w 4? ^ 


IS 

ERROR CODE 

^ 5? ^ 


REFER TO APPROPRIATE 
OPTION SERVICE MAf^JAL 


RAM TEST FAILED. 
CHECK U^81 1 AND 
THE CIRCUITRY 
DRIVING WE, OE, 
AND CS. 


I GPIB INTERFACE 
FAILED. CHECK 
U4818 AND IT^S 
DRIVE CIRCUITRY 


POWER LATCH 
FAILURE. CHECK 
U4801 > U4735D , 
U4701 , Q4745 , 
AND Q4743 


LATCH TEST 
FAILURE. CHECK 
U4625 , U4626 , 

; U4730 , AND U4701 


INPUT MUX FAILURE. 
CHECK U4525 > U4631 » 
U4701 , AND U4641B 
AND ASSOCIATED 
CIRCUITRY 


REPAIR 

FAULT 


^ GO TO ^ 

.START, 


IS 

ERROR CODE 

^ 6 ? ^ 


IS 

ERROR CODE 

^ 7? ^ 


WAIT GENERATOR 
FAILURE. CHECK 
U4831B> U4706B, 
U4801 , AND 
U4838A 


SWITCICD POWER 
SUPPLY FAILl^, 
CICCK Q4743 , Q4745 , 
AND ASSa:iATED 
CIRCUITRY 


OUTPUT MUX FAILURE. 
CHECK U4621 , RESISTOR 
PACK R4630 , U4635 , 
AND ASSOCIATED 
CIRCUITRY 


ERROR MESSAGE 

DIAGNOSTICS PROCEDURE 


4640-20 


ERROR MESSAGE 
DIAGNOSTICS PROCEDURE 
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APPENDIX A 


GPIB COMMAND REFERENCE 





Table A-1 

GPIB Command Summary 


Table A-1 (cont) 
GPIB Command Summary 


Header 

Argyment 

Argument 

Vertical Commancls 

CH1 

coupling: 

AC 



DC 



FIFTY 



GND 


position: 

<nrx> 


VARiable: 

<nrx> 


VOLts: 

<nrx> 


Header 

Argument 

Argument 

Horizontal Commands 

HORizontal 

ASEcdiv: 

<nrx> 


BSEcxJIv: 

<nrx> 


MAGnify: 

ON 



OFF 


position: 

<nrx> 


TRACEsep: 

<nrx> 

HORIzontal? 




CHI? 

CH2 

CH2? 

CH3 

CH3? 


CH4 

CH4? 


VMOde 


VMOde? 


PROBe 


INVert; 


ON 

OFF 


BWLimit: 

ON 


OFF 

CHOp: 

ON 


OFF 

CH1: 

ON 


OFF 

CH2: 

ON 


OFF 

CH3: 

ON 


OFF 

CH4: 

ON 


OFF 

ADD: 

ON 


OFF 

INVert: 

ON 


OFF 


HMOde ALTernate 

ASWeep 
BSWeep 
XY 


HMOde? 



Trigger Commands 

ATRigger 

MODe: 

AUTOBaseline 

AUTOLevel 

NORmal 

SGLseq 


source: 

CH1 

CH2 

CH3 

CH4 

LINe 

VERtical 


coupling: 

AC 

DC 

HFRej 

LFRej 

NOIserej 


LEVel: 

<nrx> 


SLOpe: 

MINUS 

PLUS 


BENdsa: 

ON 

OFF 

ATRigger? 

HOLdoff: 

MINImum 

MAXimum 

TRIGD? 

REAdy? 

<nrx> 


A-1 
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Table A-1 (cont) 
GPIB Command Summary 


Header 

Argument 

Argument 

BTRigger 

MODe; 

RUN 

TRIGGerable 


source: 

CH1 

CH2 

CHS 

CH4 

VERtical 


coupling: 

AC 

DC 

HFRej 

LFRej 

NOIserej 


LEVel: 

<nrx> 

BTRigger? 

SLOpe: 

MINUS 

PLUS 


Delay and Delta Commands 


DELAy 

DELAy? 

<nrx> 


DELJa 

MODE: 

OFF 

PERTtme 

TIMe 

VOLts 


TRACKing: 

ON 

OFF 

DELTa? I 

MODE 

TRACKing 


DTIme 

REFerence: 

<nrx> 


DELTa: 

<nrx> 

DTIme? 

REFerence 

DELTa 


DVOIts 

REFerence: 

<nrx> 


DELTa: 

<nrx> 

DVOIts? 

REFerence 

DELTa 



System Commands 


ERRor? 



EVEnt? 



ID? 



INIt 




Table A-1 (cont) 

GPIB Command Summary 


Header 

Argument 

Argument 

LLMessage 

LLMessage? 

%<byte> <byte>... 

LLSet 

LLSet? 

%<byte><byte>...,%<byte><byte>... 

MESsage 

MESsage? 

“string” 


OPC 

OPC? 

ON 

OFF 


REAdout 

REAdout? 

ON 

OFF 


RQS 

RQS? 

ON 

OFF 


SETtings? 



LONgform 

LONgform? 

ON 

OFF 


WARning 

WARning? 

ON 

OFF 



Calibration and Diagnostic Commands 


BALance 



CALibrate 

<nrx>: 

<nrx> 

GO 



Looping 

Looping? 

ON 

OFF 


NORmai 



STEP 

STEP? 



STOP 



TESt 

TESt? 

<nrx>: 

<nrx>: 

<nrx> 

<nrx> 
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APPENDIX B 

STATUS AND ERROR REPORTING 


The status and error reporting system used by the GPIB 
Option interrupts the bus controller by asserting the Service 
Request (SRQ) line on the GPIB. This SRQ provides the 
means of indicating that an event (either a change in status 
or an error) has occurred. To service a request, the control- 
ler performs a Serial Poll; in response, the instrument re- 
turns a Status Byte (STB), which indicates the type of event 
that occurred. Bit 4 of the Serial-Poll Status Byte is used to 
indicate that the command processor is active. This bit will 
be set when the command processor is executing a com- 
mand, and reset when it Is not. The Status Byte, therefore, 
provides a limited amount of information about the specific 
cause of the SRQ. The various status events and errors 
that can occur are divided into several categories as defined 
in Table B-1 . 


Each serial poll can in turn cause a second SRQ asser- 
tion, if more than one error exists. The most serious error at 
the time of the serial poll is the reported error. An EVEnt? 
query returns a number which can be used as an index to 
the specific type of error that occurred. Table B-2 lists the 
Serial-Poll Status Bytes and the associated EVEnt? ccxies 
generated by the GPIB Option. 


If there is more than one event to be reported, the instru- 
ment reasserts SRQ until It reports all events. Each event is 
automatically cleared when It is reported via serial poll. The 
Device Clear (DCL) interface message may be used to clear 
all events, except the power-on event. 


Table 1-1 

Status Event and Error Categories 


1 

Category 

Serial-Poll 

Status Byte 

Description 

Command Error ’ 

97 or 113 

The instrument received a command that it cannot 
understand. 

Execution Error 

98 or 114 

The instrument received a command that it cannot execute. 
This is caused by either out-of-range arguments or settings 
that conflict. 

Internal Error 

99 or 115 

The instrument detected a hardware condition or a firmware 
problem that prevents operation. 

System Events 

65-67 and 81-83 

Events common to instruments in a system (e.g.. Power-on 
and User Request). 

Execution Error Warning 

101 or 117 

The instrument received a command and is executing it, but 
a potential problem may exist. For example, the instrument 
IS out of range, but is sending a reading anyway. 

Internal Warning 

102 or 118 

The instrument detected a problem. It remains operational, 
but the problem should be corrected (e.g., out of calibration). 

Device Status 

Oor 16, 193-238, and 209- 
254 

Device-dependent events. 
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With both the RQS OFF and the WARnIng OFF com- 
mands invoked, ail service requests (except the power-on 
SRQ) are inhibited. In this mode, the EVEnt? query allows 
the controller to determine event status without first per- 
forming a serial poll. The controller may then send the 
EVEnt? query at any time, and the instrument returns the 


code for an event waiting to be reported. The controller can 
clear all events by repeatedly sending the EVEnt? query un- 
til a zero Status Byte Is returned. An alternative method for 
clearing all events (except power-on) is the use of the De- 
vice Clear (DCL) interface message. 


Table B-2 

GPIB Status Codes 


Serial-Poll 
Status Byte 

EVENT? 

Code 

Instrument Status 

00, 16 

000 

No status to report 

65, 81 

401 

Power on 

66, 82 

402 

Operation complete 

67. 83 

403 

User request 

97, 113 

101 

Command header error 

97, 113 

102 

Header delimiter error 

97, 113 

103 

Command argument error 

97, 113 

104 

Argument delimiter error 

97, 113 

105 

i Non-numeric argument, numeric expected 

97, 113 

106 

Missing argument 

97, 113 

107 

Invalid message-unit delimiter 

97, 113 

108 

Checksum error 

97, 113 

109 

Byte-count error 

98, 114 

201 

Remote-only command in Local mode 

98, 114 

202 

Pending settings lost on rtl 

98, 114 

203 

I/O deadlock detected 

98, 114 

204 

Setting conflict 

98, 114 

205 

Argument out of range 

98, 114 

250 

Diagnostic In progress 

98, 114 

251 

Diagnostic step in progress 

98, 114 

252 

In normal mode 

98, 114 

253 

Option not Installed 

98, 114 

254 

Option not In correct mode 

98, 114 

255 

GPIB command lost to local override 

99, 115 

302 

System error 

99, 115 

350 

Math pack error 
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Table B-2 (cont) 
GPIB Status Codes 


Serial-Poll 
Status Byte 

EVENT? 

Code 

Instrument Status 

101, 117 

550 

Warning of possible conflict 

102, 118 

650 

Warning that measurement not yet available 

193, 209 

750 

Asynchronous option error 

194, 210 

751 

Overrange error 

195, 211 

752 

No probe installed 

196, 212 

753 

Fifty-ohm overload 

200, 216 

770 

Oscilloscope test/cal/exer complete, passed 

201, 217 

779 

Oscilloscope test complete, failed 

231, 247 

771 

Option 1 measurement complete 

232, 248 

772 

Option 2 measurement complete 

233, 249 

773 

Option 3 measurement complete 

234, 250 

774 

Option 4 measurement complete 

235, 251 

775 

Option 5 measurement complete 

236, 252 

776 

Option 6 measurement complete 

237, 253 

777 

Option 7 measurement complete 

238, 254 

778 

Option 8 measurement complete 
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APPENDIX C 

MESSAGE COMMAND CHARACTER TRANSLATIONS 


Character translations performed by the MESsage com- 
mand and query, when sending data to or receiving data 
from the crt readout, are indicated in Table C-1 . The follow- 
ing notes apply; 

1. ASCII values that are not specified In Table C-1 (I.e., 
those less than 20 Hex) are Ignored when sent to the 

readout. 

2^ Values In Table C-1 that have no crt equivalent are 
translated into spaces when sent to the display. 


3. Lowercase characters are translated into uppercase 
equivalents. 


4. Character pairs (I.e., digits followed by periods) sent 
to the readout are translated into single characters 
with embedded decimal points. The embedded deci- 
mal points are displayed as carets. Single characters 
with embedded decimal points read from the display 
are received as character pairs. 


Table C-1 

MESsage Cominanci Character Translations 


ASCII 

CRT 

Description 

Hex 

Char 

Readout 


20 

21 

I 

p 

space 

pIco 

22 

23 

# 


micro 

24 

$ 

m 

milli 

25 

% 

% 

percent 

26 

& 

k 

kilo 

27 

28 

( 

1/ 

one-over symbol 

29 

) 

A 

delta 

2A 

! 

★ 

M ' 

delta t 

28 

+ 

+ 

plus symbol 

2C 

5 

, 

comma 

2D 

- 

- 

minus symbol 

2E 

. 

. 

period 

2F 

/ 

/ 

slash 


Table C-1 (cent) 

MESsage Command Character Translations 


ASCII 

CRT 

Description 

Hex 

Char 

Readout 


30 

0 

0 

0 

31 

1 

1 

1 

32 

2 

2 

2 

33 

3 

3 

3 

34 

4 

4 

4 

35 

5 

5 

5 

36 

6 

6 

6 

37 

7 

7 

7 

38 

8 

8 

8 

39 

9 

9 

9 

3A 

3B 



colon 

3C 

< 

< 

less than 

3D 

= 

= 

equal to 

3E 

> 

> 

greater than 

3F 

? 

? 

question mark 
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Table C-1 (cont) Table C-1 (cont) 

MESsage Command Character Translations MESsage Command Character Translations 


ASCII 

CRT 

Readout 

Description 

ASCII 

CRT 

Readout 

Description 

Hex 

Char 

Hex 

Char 

40 


o 

degrees 

60 

1 

1 o 

degrees 

41 


A 

A 

61 

a 

A 

A 

42 

B 

B 

B 

62 

b 

B 

B 

43 

c 

c 

c 

63 

c 

c 

c 

44 

D 

D 

D 

64 

d 

D 

i D 

45 

E 

E 

E 

65 


E 

i E 

46 

F 

F 

F 

66 


F 

: F 

47 

G 

G 

G 

67 

g 

G 

G 

48 

H 

H 

H 

68 

h 

H 

H 

49 

1 

1 

1 

69 

i 

1 

1 

4A 

J 

J 

J 

6A 

j 

J 

J 

4B 

K 

K 

K 

6B 

k 

K 

K 

4C 

L 

L 

L 

6C 

1 

L 

L 

4D 

M 

M 

M 

6D 

m 

M 

M 

4E 

H 

N 

N 

6E 

n 

N 

N 

4F 

0 

0 

0 

6F 

0 

0 

0 

50 

p 

P 

P 

70 

P 

P 

P 

51 

Q 

Q 

Q 

71 

q 

Q 

Q 

52 

R 

R 

R 

72 

r 

R 

R 

53 

S 

S 

S 

73 

s 

S 

S 

54 

T 

T 

T 

74 

t 

T 

T 

55 

U 

U 

U 

75 

u 

U 

U 

56 

V 

V 

V 

76 

V 

V 

V 

57 

W 

W 

W 

77 

w 

W 

W 

58 

X 

X 

X 

78 

X 

X 

X 

59 

Y 

Y 

Y 

79 

y 

Y 

Y 

5A 

Z 

Z 

Z 

7A 

z 

Z 

Z 

5B 

t 

0 

omega 

7B 

{ 



5C 

\ 

rh 

ground symbol 

7C 

1 



5D 

] 

V 

volts ac 

7D 

1 



5E 

T 

T 

up arrow 

7E 



ac syrntx)! 

5F 

— 

_ 

underscore 

7F 
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APPENDIX D 

SWEEP SPEED COMMAND CONSIDERATIONS 


Table D-1 provides information on the results of various 
sweep speed commands received over the GPIB. The left 
column indicates the desired effect of the GPIB command 
that was sent. The headings for the right three columns re- 


flect the oscilloscope’s Horizontal mode just prior to receipt 
of the command. Each block in the table shows the resulting 
sweep speed values and the Horizontal mode after the com- 
mand is received. 


Table D-1 

Horizontal Command Results 


Command Attempts to Make 

Horizontal Mode Before Command 


A Only 

A ALT B 

BOnly 

A faster than B 

A =■ NV 

A - NV 

A = NV 


B = NV 

B - NV 

B = NV 


A only 

A INTEN 

A only 

A = B and faster than 0.1 s 

A = NV 

A = NV 

A = NV 


B = NV 

B = NV 

B = NV 


A only 

A INTEN 

A only 

A slower than B 

A = NV 

A = NV 

A = NV 


B = NV 

B = PV 

B = PV 


A only 

A ALT B 

B only 

B faster than A 

A = PV 

A = PV 

A = PV 


B = NV 

B = NV 

B = NV 


B only 

A ALTB 

B only 

B = A 

A = NV 

A = NV 

A = NV 


B = NV 

B = NV 

B = NV 


A only 

A INTEN 

A only 

B slower than A and 




B equal to or faster 

A = NV 

A - NV 

A = NV 

than 50 ms 

B = NV 

B - NV 

B = NV 


A only 

A INTEN 

A only 

B slower than 50 ms 

B = 50 ms 

B == NV 

B = 50 ms 

and 

A = 50 ms 

A = 50 m 

A = NV 

B faster than 0.1 5 s 

A only 

A INTEN 

A only 

B slower than 0.15 s 

A = 50 ms 

A = 50 ms 

A = 50 ms 


B = 50 ms 

B = 50 ms 

B = 50 ms 


A only 

A INTEN 

A only 

B = 1 s/div 

B = 500 ms 

B = 500 ms 

B = 500 ms 

(2445 only) 

A = 500 ms 

A == 500 ms 

A = 500 ms 


A only 

A INTEN 

A only 


NV = New value of sweep speed sent over the GPIB. 
PV = Previous value of sweep speed. 
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APPENDIX E 

LLMESSAGE COMMAND CHARACTER 
TRANSLATIONS 


Character translations performed by the LLMessage 
command and query, when sending data to or receiving 
data from the crt readout, are indicated in Tables E-1 and 
E»2. The following notes apply: 

1 . Most large size characters are formed with a left half 
and a right half. 

2. Code for the right half of large size characters Is given 
first, followed by the code for the left half of the 

character. 


3. Not all codes are assigned. Use of the unlabeled (not 
assigned) codes will result in a nonsensical display. 

4. The two tables cross-reference each other. 

5- Character pairs (I.e., digits followed by periods) sent 
to the readout are translated into single characters 
with embedded decimal points. For normal-size char- 
acters, the decimal points are displayed as carets. For 
large characters, the decimal points are displayed as 
periods. Single characters with embedded decimal 
points read from the display are received as character 
pairs. 


Table E-1 Table E-1 (cont) 

LLMessage? Query Character Set (Code-Sequenced) LLMessage? Query Character Set (Code-Sequenced) 


Decimal 

Hex 

Character Description 

Decimal 

Hex 

Character Description 

0 

00 

1 

22 

16 

large 5 

1 

01 

large 0 

23 

17 


2 

02 

large 0 

24 

18 

m (micro) 

3 

03 


25 

19 

large 6 

4 

04 

4 

26 

1A 

large 6 

5 

05 

large 1 

27 

IB 1 


6 

06 

large 1 

28 

1C 

/ 

7 

07 


29 

ID 

large 7 

8 

08 

7 

30 

IE 

large 7 

9 

09 

large 2 

31 

IF 

Horizontal cursor 2 

10 

OA 

large 2 

32 

20 

A (delta) 

11 

OB 


33 

21 

large 8 

12 

OC 

t 

34 

22 

large 8 

13 

OD : 

large 3 

35 

23 


14 

OE 

large 3 

36 

24 

T 

15 

OF 

k 

37 

25 

large 9 

16 

10 : 

Z 

38 

26 

large 9 

17 

11 : 

large 4 

39 

27 


18 

12 : 

large 4 

40 

28 

0 

19 

13 

Horizontal cursor 1 

41 

29 


20 

14 

n (nano) 

42 

2A 

2 

21 

15 1 

large 5 

43 

2B 

i 
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Table E-1 (cont) Table E-1 (con!) 

LLMessage? Query Character Set (Code-Sec|uenced) LLMessage? Query Character Set (Code-Sequenced) 


Decimal 

Hex 

Character Description 

Decimal 

Hex 

Character Description 

44 

2C 

3 

93 

5D 


45 

2D 

< 

94 

5E 

0. 

46 

2E 

5 

95 

5F 


47 

2F 


96 

60 

2. 

48 

30 

6 

97 

61 


49 

31 

> 

98 

62 

3. 

50 

32 

8 

99 

63 


51 

33 


100 

64 

5. 

52 

34 

9 

101 

65 


53 

35 

“v (volts ac) 

102 

66 

6. 

54 

36 

1. 

103 

67 


55 

37 

large 0 dot 

104 

68 

8. 

56 

38 

large 0 dot 

105 

69 


57 

39 


106 

6A 

9. 

58 

3A 

4. 

107 

6B 


59 

3B 

large 1 dot 

108 

6C 

U 

60 

3C 

large 1 dot 

109 

6D 

large R 

61 

3D 


110 

6E 

large R 

62 

3E 

7. 

111 

6F 


63 

3F 

large 2 dot 

112 

70 

V 

64 

40 

large 2 dot 

113 

71 

large S 

65 

41 


114 

72 

large S 

66 

42 

% 

115 

73 


67 

43 

large 3 dot 

116 

74 

X 

68 

44 

large 3 dot 

117 

75 

large T 

69 

45 


118 

76 

large T 

70 

46 

s (seconds) 

119 

77 


71 

47 

large 4 dot 

120 

78 

MNL (manual) 

72 

48 

large 4 dot 

121 

79 


73 

49 


122 

7A 

large V 

74 

4A 

z 

123 

7B 

large V 

75 

4B 

large 5 ctot 

124 

7C 

Y 

76 

4C 

large 5 dot 

125 

7D 

DEG (degrees) 

77 

4D 


126 

7E 

HO (holdoff) 

78 

4E 

Vertical cursor 2 

127 

7F 


79 

4F 

large 6 dot 

128 

80 

large X 

80 

50 

large 6 dot 

129 

81 

large X 

81 

51 


130 

82 

0 over 0 

82 

52 

— 

131 

83 


83 

53 

large 7 dot 

132 

84 

0 over 1 

84 

54 

large 7 dot 

133 

85 


85 

55 


134 

86 

1 over 0 

86 

56 

~ (approximately) 

135 

87 


87 

57 

large 8 dot 

136 

88 

A 

88 

58 

large 8 dot 

137 

89 


89 

59 


138 

8A 

B 

90 

5A 

f 

139 

8B 


91 

5B 

large 9 dot 

140 

8C 

D 

92 

5C 

large 9 dot 

141 

8D 
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Table E-1 (cont) 

LLMessage? Query Character Set (Code-Sequenced) 


r 

li . 

r 

n 

r 



n 

n 

n 



Decimal 

Hex 

Character Description 

Decimal 

Hex 

Character Description 

142 

8E 

H 

191 

BF 


143 

8F 


192 

CO 

(space) 

144 

90 

M 

193 

Cl 

large A 

145 1 

91 


194 

C2 

large A 

146 

92 

N 

195 

C3 


147 

93 


196 

C4 

C 

148 

94 

R 

197 

C5 

large B 

149 

95 


198 

C6 

large B 

150 

96 

W 

199 

C7 


151 

97 


200 

C8 

E 

152 

98 

I 

201 

C9 

large C 

153 

99 

large F 

202 

CA 

large C 

154 

9A 

large F 

203 

CB 


155 

9B 


204 

CC 

F 

156 

9C 

J 

205 

CD 

large D 

157 

9D 

large 0 (omega) 

206 

CE 

large D 

158 

9E 

large 0 (omega) 

207 

CF 


159 

9F 


208 

DO 

G 

160 

AO 

K 

209 

D1 

large E 

161 

A1 

large H 

210 

D2 

large E 

162 

A2 

large H 

211 

D3 1 


163 

A1 


212 

D4 

• 

164 

A4 

large d 

213 

D5 

large n (nano) 

165 

A5 

large d 

214 

D6 

large n (nano) 

166 

A6 

= 

215 

D7 

large u (micro) 

167 

A7 

+ 

216 

D8 

large u (micro) 

168 

A8 

L 

217 

D9 

large k 

169 

A9 

0 (omega) 

218 

DA 

large k 

170 

AA 

fh (ground symt»l) 

219 

DB 

. large m (mill!) 

171 

AB 


220 

DC 

: large m (mtlli) 

172 

AC 

0 

221 

DD 

1 

173 

AD 

large L 

222 

DE 

large + 

174 

AE 

large L 

223 

DF 

large + 

175 

AF 


224 

EO 

low underline 

176 

BO 

P 

225 

El 

large DLY (delay) 

177 

B1 

• 

226 

E2 

large DLY (delay) 

178 

B2 

1 over 1 

227 

E3 


179 

B3 


228 

E4 

HLD (hold measurement) 

180 

B4 

Q 

229 

E5 


181 

B5 

? 

230 

E6 

1 over X 

182 

B6 

0 over X 

231 

E7 


183 

B7 


232 

E8 

X over 1 

184 

B8 

S 

233 

E9 


185 

B9 

large 0 

234 

EA 

BWL (bandwidth limit) 

186 

BA 

large 0 

235 

EB 


187 

BB 


236 

EC 

1/ 

188 

BC 

T 

237 

ED 

superscript dash 

189 

BD 

d 

238 

EE 

P (pico) 

190 

BE 

X over 0 

239 

EF 
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Table E-1 (cont) 

LLMessage? Query Character Set (Code-Sequenced) 


Decimal 

Hex 

Character Description 

240 

FO 

underline 

241 

FI 

dotted underline 

242 

F2 

large s (seconds) 

243 

F3 

large s (seconds) 

244 

F4 

large z 

245 

F5 

large z 

246 

F6 

Vertical cursor 1 

247 

F7 

Logical AND symbol 

248 

F8 

At (delta t) 

249 

F9 


250 

FA 

Large minus symbol 

251 

FB 

high underline 

252 

FC 

X over X 

253 

FD 


254 

FE 

m (milli) 

255 

FF 



Table E-2 

LLMessage Command Character Set 
(Character-Sequenced) 


Character Size and Code 


Character 

Description 

Normal Size 

Large Size 

Decimal 

Hex 

Decimal 

Hex 

0 

40 

28 

1 

01 




2 

02 

1 

0 

00 

5 

05 




6 

06 

2 

42 

2A 

9 

09 




10 

OA 

3 

44 

2C 

13 

OD 




14 

OE 

4 

4 

04 

17 

11 




18 

12 

5 

46 

2E 

21 

15 




22 

16 

6 

48 

30 

25 

19 




26 

1A 

7 

8 

08 

29 

ID 




30 

1E 

8 

50 

32 

33 

21 




34 

22 

9 

52 

34 

37 

25 




38 

26 


Table E-2 (cont) 

LLMessage Command Character Set 
(Character-Sequenced) 


Character Size and Code 


Character 

Description 

Normal Size 

Large Size 

Decimal 

Hex 

Decimal 

Hex 

A 

136 

88 

193 

Cl 




194 

C2 

B 

138 

8A 

197 

C5 




198 

C6 

c 

196 

C4 

201 

C9 




202 

CA 

D 

140 

8C 

205 

CD 




206 

CE 

E 

200 

C8 

209 

D1 




210 

D2 

F 

204 

cc 

153 

99 




154 

9A 

G 

208 

DO 



H 

142 

8E 

161 

A1 




162 

A2 

I 

152 

98 



J 

156 

9C 



K 

160 

AO 



L 

168 

A8 

173 

AD 




174 

AE 

M 

144 

90 



N 

146 

92 



0 

172 

AC 

185 

B9 




186 

BA 

P 

176 

BO 



Q 

180 

B4 



R 

148 

94 

109 

6D 




110 

6E 

S 

184 

B8 

113 

71 


114 

72 



T 

188 

BC 

117 

75 




118 

76 

U 

108 

6C 



V 

112 

70 

122 

7A 




123 

7B 

W 

150 

96 



X 

116 

74 

128 

80 




129 

81 

Y 

124 

7C 



Z 

16 

10 
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Table E-2 (cont) 

LLMessage Command Character Set 
(Character-Sequenced) 


Character Size and Code 


Character 

Description 

Normal 

Size 

Large Size 

Decimal 

Hex 

Decimal 

Hex 

d 

189 

BD 

164 

A4 




165 

A5 

k 

15 

OF 

217 

D9 




218 

DA 

t 

12 

oc 



I 

74 

4A 

244 

F4 




245 

F5 

space 

192 

CO 



% 

66 

42 



+ 

167 

A7 

223 

DF 

1 

90 

5A 



— 

82 

52 

250 

FA 

• 

212 

D4 



/ 

28 

1C 




177 

B1 



< 

45 

2D 



= 

166 

A6 



> 

49 

31 



? 

181 

B5 



f 

36 

24 



1 

43 

2B 



0. 

94 

5E 

55 

37 




56 

38 

1. 

54 

36 

59 

3B 




60 

3C 

2. 

96 

60 

63 

3F 




64 

40 

3. 

98 

62 

67 

43 




68 

44 

4. 

58 

3A 

71 

47 




72 

48 

5. 

100 

64 

75 

4B 




76 

4C 

6. 

102 

66 

79 

4F 




80 

50 

7. 

62 

3E 

83 

53 




84 

54 

8. 

104 

68 

87 

57 




88 

58 

9. 

106 

6A 

91 

5B 




92 

5C 


Table E-2 (cont) 

LLMessage Command Character Set 
(Character-Sequenced) 


Character Size and Code 


Character 

Description 

Normal Size 

Large Size 


Decimal 

Hex 

Decimal 

Hex 

P (Pico) 

238 

EE 



n (nano) 

20 

14 

213 

D5 




214 

D6 

n (micro) 

24 

18 

215 

D7 




216 

D8 

m (milli) 

254 

FE 

219 

DB 




220 

DC 

s (seconds) 

70 

46 

242 

F2 




243 

F3 

DEG (degrees) 

125 

7D 



0 (omega) 

169 

A9 

157 

9D 




158 

9E 

fh (ground symbol) 

170 

AA 



v” (volts ac) 

53 

35 



^ (approximately) 

86 

56 



MNL (manual) 

120 

78 



0 over 0 

130 

82 


1 

1 

0 over 1 

132 

84 



1 over 0 

134 

86 



1 over 1 

178 

B2 



0 over X 

182 

B6' 



X over 0 

190 

BE 



1 over X 

230 

E6 



X over 1 

232 : 

E8 



X over X 

252 

FC 



1/ 

236 

EC 



Underline 

240 

FO 



Dotted underline 

241 

F1 



Low underline 

224 

EO 



High underline 

251 

FB 



Superscript dash 

237 

ED 



Logical AND symbol 

247 

F7 



Hold measurement 

228 

E4 



HO (holdoff) 

126 

7E 



BWL (bandwidth 





limit) 

234 

EA 



Horizontal cursor 1 

19 

13 



Horizontal cursor 2 

31 

IF 



Vertical cursor 1 

246 

F6 



Vertical cursor 2 

78 

4E 



A(delta) 

32 

20 



At (delta t) 

248 

F8 



DLY (delay) 



225 

El 




226 

E2 


E-5 





MANUAL CHANGE INFORMATION 


At Tektronix, we continually strive to keep up with latest electronic developments 
by adding circuit and component improvements to our instruments as soon as they 
are developed and tested. ^ 

Sometimes, due to printing and shipping requirements, we can’t get these 
changes immediately Into printed manuals. Hence, your manual may contain new 
change Information on following pages. 

A single change may affect several sections. Since the change information sheets 
are carried in the manual until all changes are permanently entered, some 
duplication may occur. If no such change pages appear following this page, your 
manual Is correct as printed. 





GUERNSEY TYPE 2400 Opt 05 
2400 Opt 10 


TENTATIVE S/N Day 1 
Day 1 

ELECTRICAL PARTS LIST CHANGE 


CHANGE TO:- 








670-7830-07 

Buffer Board 



Option 

05 


670-7830-06 

Buffer Board 



Option 

10 

A20R4203 

321-0101-00 

Resistor, 110 

Ohm 

n 



A20R4207 

321-0101-00 

Resistor, 110 

Ohm 

^% 



A20R4202 

321-0132-00 

Resistor, 232 

Ohm 

n 



A20R4208 

321-0132-00 

Resistor, 232 

Ohm 

n 




M4393/1284 


GUERNSEY TYPE 2445 Opt 10 - TENTATIVE S/N Day 1 
2465 Opt 10 Day 1 

ELECTRICAL PARTS LIST CHANGE 

ADD:- 

A23R4635 315-0101-00 Resistor, 100 Ohm 5 % 

Note: Add R4635 in series with U4635A from pin 2 to pin 2 of R4630 


M4391/1284 




GUERNSEY TYPE 2445 Option 05 - 

2465 Option 05 - 


Tentative S/N 103498 
Tentative S/N 102984 


ELECTRICAL PARTS LIST CHANGE 


CHANGE TO;- 


A25C5848 281-0861-00 
A25R5851 315-0514-00 
A25R5852 315-0123-00 


Capacitor, 270pF 
Resistor, 510K 
Resistor, 12K 


4344/784 


GUERNSEY TYPE 2445 Option 05 - 

2465 Option 05 - 


Tentative S/N 103498 
Tentative S/N 102984 


ELECTRICAL PARTS LIST CHANGE 


CHANGE TO:- 

A25U5565 160-2216-02 Microcircuit 


4353/884 


GUERNSEY TYPE 

2445 Option 
2465 Option 

10 

10 

- Tentative S/N 103498 

- Tentative S/N 102984 




ELECTRICAL PARTS LIST CHANGE 

CHANGE TO:- 




A23U4710 

A23U4715 

160-1681-14 

160-1692-14 


Microcircuit 8K 

Microcircuit 16K 


4354/884 




GUERNSEY TYPE 


CHANGE TO:- 
C5331 


GUERNSEY TYPE 


CHANGE TO:- 
R5421 


GUERNSEY TYPE 


REMOVE: 

A23C4635 

A23W4513 

A23W4515 


CHANGE TO: 


A23C4530 

A23R4513 

A23R4515 

A23U4715 

A23U4710 


2445 Option 05 - Day One 
2465 Option 05 - Day One 

ELECTRICAL PARTS LIST CHANGE 


290-0808-00 


Capacitor, 2.7uF 


2445 Option 05 - Day One 
2465 Option 05 - Day One 

ELECTRICAL PARTS LIST CHANGE 


315-0394-00 Resistor, 390K Ohm 


2445 Option 10 - Day One 
2465 Option 10 - Day One 

ELECTRICAL PARTS LIST CHANGE 


283-0421-00 

131-0566-00 

131-0566-00 


Capacitor, .luF 
Durtmy resistor 
Dummy resistor 


670-7558-03 

281-0861-00 

315-0101-00 

315-0101-00 

160-1692-13 

160-1681-13 


GPIB Board 
Capacitor 
Resistor 
Resistor 

Microckt, Digital 
Microckt, Digital 


4240/184 


4282/384 


4263/284 




GUERNSEY TYPE 2445 4Z - Day One 
2465 4Z - Day One 

ELECTRICAL PARTS LIST CHANGE 

CHANGE TO: 

A20U4260 160-1833-05 Microckt, Digital 

4261/284 



CHANGE TO: 

670-7830-02 Buffer Board 

670-7830-03 Buffer Board 


Option 10 
Option 05 

4262/284 








GUERNSEY TYPE 2445 Op 10 
2465 Op 10 


Tentative S/n 106044 
- Tentative S/N 105119 


ELECTRICAL PARTS LIST CHANGE 


CHANGE TO:- 


A23C4521 

A23C4621 

A23C4625 

A23C4626 

A23C4631 

A23C4640 

A23C4705 

A23C4706 

A23C4708 . 

A23C4730 

A23C4735 

A23C4738 

A23C4801 

A23C4805 

A23C4808 

A23C4831 

A23C4838 


281-0909-00 


Capacitor, Fxd, Cer, Di . .022uF 20% 50V 


(Bev 54031) 4403/185 





